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PREFACE 


It would not have occurred to myself to prepare this 
unpretentious little handbook. It was proposed to me^ 
with the idea and request that it should be simple and 
practical, and compressed within .specified limits. 

These conditions define its character and object. It 
is not even an elementary treatise upon electricity, or 
the theory and construction of transformers, or the 
Rontgen rays. It is written simply and solely as a 
practical help to the efficient and safe use of an Induc- 
tion Coil, with some special reference to the revived and 
extensive use of that apparatus in surgical and physio- 
logical work with Rontgen rays. This new field of 
experiment has brought many into personal contact 
with coils, who have never had any acquaintance with 
such instruments before. Not a few of such have actually 
stated their need of such information as it is here 
attempted to supply ; and it is thought that some will 
like to have a convenient outline of the many other 
impressive and beautiful experiments, in which the 
Induction Coil bears a part. 

The last chapter has occasioned most anxiety, though 
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circumstances have enabled me to follow the gradual 
advances in Radiography almost from the first, and to 
keep up some acquaintance with the voluminous litera- 
ture upon the subject. All who have done so, however^ 
know what a mass of the latter has been superseded by 
more perfect knowledge, and it would be vain to hope 
that in all cases I have judged correctly as tef what was 
best worth recording. But I have done my best to 
separate the wheat from the chaff, and embody in small 
space and practical hints what may be most useful to 
the actual worker. For whatever error in judgment, or 
ultimately of fact, may be discovered, I can only plead 
my own share of the ignorance which still exists on 
many points, and do my best to amend it as opportunity 
may be afforded, and exact knowledge of the subject 
shall extend. 

h. W. 


Lo.\l>0\, ^/>r ?7 lo, 1897. 
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THF INDUCTION COIL IN 
PRACTICAL WORK 

CHAPTER I 

ELECTRICAL INDUCTION 

To use «in Induction Coil safely and intelligently, something 
must be known not only of its construction, but of the principles 
applied and involved in this. We may learn sufficient of these 
for practical working purposes without going beyond very broad 
and popular outlines. 

I. Electricity. — No one knows to this day what is the 
absolute reality we glibly speak of as “Electricity."’ At the 
celebration of his professorial jubilee, in 1896, Lord Kelvin 
(who knows as much about it as any man) said frankly, “ I 
know no more of electric and magnetic force, nor of the 
relation between ether, electricity, and ponderable matter, nor 
of chemical affinity, than I knew and tried to teach my 
students fifty years ago, in my first session as professor."" But 
we do know a great deal more about Electricity in detail ; 
and what we have learnt has caused a general trend of opinion 
which manifests a curious return towards older ideas, and 
which in several respects makes easier some general under- 
standing of the subject by the ordinary reader. In the text- 
books of fifty years ago we found a material theory of one 
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or two “fluids,” as postulated by Du Fay, Symmcr, and 
Franklin ; the excess or defect of one fluid, or the comple- 
mentary proportions of two, interpreting the phenomena. 
This was given up for the teaching that Electricity w^s “a 
form of Energy,” a doctrine which held the field for many 
years. 'Lhis must perforce be given up in its turn, for views 
which in some respects more resemble those of the older 
philosophers. 

We may indeed be said to know that Electricity is not a 
form of Energ)^ It never behaves as such, but always as an 
Entity of some kind. Any form of Energy can be created 
or destroyed, by some form of \\ ork transforming it to or from 
some other form. But Electricity is never created or destroyed. 
Its stresses or its motions— what we call electrification ''^ — arc 

forms of Energy, but so are stresses or motions in Matter or 
Ether. Its motion meets with resistance and causes friction, 
and heat like other friction ; and some phenomena (such as 
extra current” and oscillatory discharge) appear to show that 
it possesses (at all events in connection with Matter or Ether) 
“inertia” or momentum. These of course are forms of Energy, 
which appear and di.sappear ; but Electricity itself cannot be 
destroyed. 

Hence we have to regard it as an actual entity of .some 
kind. As Dr. Lodge says,^ it may possibly be some im- 
ponderable form of Matter ; or it may possibly be, as some 
thing, the Ether itself; or it may be (and perhaps most 
probably is) some persistent Manifestation of the Ether to us. 
We have, any way, to think of it as something in which 
opposite or complementary strains and stresses and motions 
can be produced, and whose nmemenis or stresses are forms of 
Energy, and produce physical effects. 

2. Dual Constitution,— The phenomena also compel 
belief in some inscrutable, but essential and absolute double- 
nes$ of constitution, such that setting up a stress of one kind, 

' liMent Views of Ekclridty, (Macmjllan,) 
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absolutely involves the setting up of an equal stress some- 
where, of an exactly opposite kind. Not something exactly 
similar (except in amount), but in some way opposite^ so that 
the t\fo together are neutralised; the “two-fluid” theory is 
impossible. Many different phenomena in positive and nega- 
tive charges and discharges (such as dust figures, brush and 
glow in vacuum tubes, unequal rate of dissipation, unequal 
action of h^at or Rontgen rays upon them, &c.) shut us up 
to some kind of positive and negative^ rather than two equal 
similnr affections. 

Supposing Electrification io be the setting up of a stress 
in the Ether, necessarily linked to an opposite stress, we may 
conceive that stress as {a) maintained stationary ; (/;) translated 
through space by the help of some medium ; (c) moved in a 
circle or rotated ; (d) rapidly alternated or vibrated, like the 
stresses in a vibrating spring. 'J'his conception of Dr. Lodge 
is perhaps as near as we can get at present to the probable 
reality, and would represent-— 

’ (a) Fixed stress .... Static electricity or charge. 

' {/>) Translatory motion . Electric current. 

I (0 Rotation Magnetism. 

{ft) Vibration Radiation (including light, heat, Rontgen, .and 

electric rays). 

3. Charge, Discharge, and Current — It is well to 
know this much of the general way in which physicists are 
coming to regard Electricity. But our brief practical pages 
have chiefly to do with Electric Current, and for plain working 
purposes a rougher, and not strictly accurate, but simpler and 
symbolic idea, will be found sufficient. As Franklin saw. 
Electricity really behaves in many respects ^ like an incom- 
pressible liquid, standing normally at one uniform level. 
Consider this confined in separate tanks, or divided in portions 
by partitions (as electricity appears to our senses “ bound ” by 

‘ Only partially. We cannot conceive of two “opposite” fluids; 
and no fluid repels itself. 
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ponderable matter). Then we can only raise the level in one 
portion, by taking an equal quantity out of another portion, 
and between the two is now a difference of levels. That pro- 
cess has needed Work, and the Energy is now stored fn this 
difference of levels, which causes pressure or stress. The high 
level presses downwards and the low level upwards. This 
may represent an electric “ charge.'’ 

Such must be accompanied by a tendency (fc effort to 
discharge^ or return to the normal level from both levels. 
We may conceive the partition burstings when the higher level 
will rapidly sink and the other rise, but the motion will not 
instantaneously stop. The low portion of the liquid will rise 
too high and the higher sink too low, by the momentum 
created ; and this will go on through many oscillations before 
all comes to rest. Such will represent a sudden discharge of 
static electricity, as of a Leyden jar, which can be shown to 
have such an oscillatory character by means of a rapidly- 
revolving mirror. 

But level may be restored in another way ; by connecting 
the two portions through pii>es, or holes in the partition. 
Then we shall have a fl<nv of the fluid, which will meet with 
resistance in the pipe, causing friction and heat. If we 
further conceive of some form of work, such as that of a 
pump, keeping up the higher level from the lower as fast as 
it is lowered by the flow, we .shall have a steady current 
through the pii)e. There is really no es.sential difference 
between the sudden fall and a current. Fall is a very rapid 
flow, while current is a slower bccaii.se limited flow. It is so 
with static “ discharge,” and “ current ” in electricity. The 
more essential analogies arc those following. 

4. Measurement of Currents and Conductors.— 
Difference of leyels causes pressure or stress, which is pro- 
portionate to the difference. This pressure in electricity is 
called potential, or potential difference (expressed as P.D.) ; 
and the force due to it, electro-motive force (expressed as 
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E.M.F.). It was formerly called “intensity** of current, but 
this word has now another meaning. Such “pressure** can 
be measured, as we measure that of the air. In our currents 
it is measured as so many volts. 

We may consider along with this measure the resistance 
due to friction between the liquid and the pipe. A certain 
quantity per second can only be driven through a given pipe 
by a certain pressure, which has to overcome the resistance as 
well as cause a flow. In an electric conductor resistance is 
measured in ohms. 

Finally we have to consider the quantity of liquid flowing, 
either absolutely or per second, through the pipe ; and it will 
be manifest that the same quantity may flow in a given time 
through a large pipe with a low pressure, as through a smaller 
pipe if more pressure causes more rapid flow. The electrical 
unit of absolute quantity is called a coulomb^ and the quantity 
flowing per second, or any other period of time, is measured 
in amperes. 

All these measures are related to each other. The coulomb 
is the quantity of current which, when employed in the elec- 
trolysis of a 25 per cent, solution of silver nitrate, will deposit 
0*001 18 of a gramme of metallic silver. An ampere is the 
(quantity and rate of current which will do this amount ot 
work every second. I’he volt is a pressure or E.M.F. or P.D., 
about ecjual to a cell of Danieirs battery, or half that of a 
(irove or Bunsen battery (§ 28). One ohm is the resistance 
to a current offered by a column of mercury i mm. square in 
section, and 106*3 length, at freezing point. These 

concrete measures are given to help in fixing definite ideas. 
It need only be added that one volt and one ohm are related 
to the other measures by the definition, that i volt is the 
E.M.F. which maintains an effective current of i ampere, 
through a conductor offering a resistance of i ohm. We need 
not discuss the other relations which grow out of these. 

It will be clear that the same amount of work may be 
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obtained by using lo amperes at $ volts, as by 5 amperes 
at 10 volts; just as we get the same work from a small 
quantity of water with a high fall, as from a larger quantity 
with little fall. The object of the Induction Coil to be dealt 
with in these pages, is lo transform currents of large quantity 
at low pressure into much smaller currents at high pressure. 
Other coils, usually then called transformers,” may do pre- 
cisely the opposite ; the reasons for transformation being in 
either case that while the resulting amount of work when 
transformed will be the same (less some amount always dis- 
sipated when we transform Energy), the higher pressure or 
the larger quantity are capable of j^roducing very different 
effects. A man quite incapable of dead-lifting 4 cwt. may easily 
hurl a J lb. weight at a velocity which shall make it more 
than equal mechanically, in some respects, lo that dead 
weight. 

5. Conductors and Di-electrics.— The resistance of 
different forms of matter to the flow of electricity varies 
enormously. Through some the flow seems to be free, as 
if through tubes or holes; in others it seems held, as liquid 
in a jelly, wherein globules of liquid are contained within an 
elastic skin. 'The first class are called cominctors^ the second 
class insulators or di-eketrUs. In the first, a charge can flmo 
through ; in the second it has to burst through, which only 
takes place when the potential of the “ charge,” or difference 
of pressure, is great compared with the thickness of the 
di-electric. 

But while the distinction is obvious in extreme cases, there 
is no sharp division. Taking i mercury unit of resistance, 
the resistance in silver and copiicr is only about part, most 
of the metals ranging between. That of carbon is about 50 
times as much ; yet carbon is classed amongst conductors. 
Acidulated water has a resistance of about 125,000 times as 
much, but is also often used as a conductor for medical 
currents. The proportionate resistance of di-electrics like 
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glass, mica, ebonite, is reckoned rather by trillions* Hence 
their power to “ insulate,” or preserve, electric charge or pres- 
sure. So far as we know, the only absolute, perfect insulator 
is (or would be if we could get it) an absolute vacuum. 

6. Nature of a Current. — We may now come to practical 
points ; and as one chief means of obtaining a really steady 
current is a Voltaic cell, or combination of cells, we will take 
this in its simplest form, of a plate of copper c, and a plate 
of zinc z, the latter either quite pure or amalgamated with 
mercury,^ face to face in 
a vessel of some di-elec- 
tric, such as glass, filled 
with dilute sulphuric acid. 

A metallic wire is in me- 
tallic connection with each 
plate. While these wires 
are separated, if examined 
by a delicate electroscope 
the one from c is found 
slightly charged with posi- 
tive, and the one from z 
with negative electricity ; 
there is a difference be- 
tween them of potential 
or electric pressure, but 
nothing further happens. Bringing the wires into contact, 
however, all is changed. Through the closed conductor now 
furnished by the wire there is a flow ; and if c and z were two. 
insulated metal plates with equal charges, the pressure would at 
once be equalised and there would be an end. As it is, 
however, there is now also energetic action in the cell ; the 

^ With crude zinc tJic 'decoii)j)Oi»itiun does nut slop when the wire is 
tlisconncctecl, because two portions of different composition form little 
couples, which are in metallic circuit. These little couples set up de- 
composition on their own account, known as local acflibn* 
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zinc plate is attacked by the acid and water, aild torrents of 
hydrogen gas liberated. By this'consilnption of zinc Energy 
is thrown into the current, which keep^Xht copper plate .p at a 
higher, and z at a lower potential, aril; current (whifch we 
will call the external circuit) (;gi^ntly -flowing through the 
wire. Of necessity a current is ^Sl»wiDg.///r^ft[f/^ the liquid^ 
completing the circuit, and flowing that part from the zinc 
to the copper. This is known as tKe^n^ternal circ&it. Hence 
it is, that while the zinc is called tl^|)Ositive plate of the 



Fig. 2.— a Current of Water. 


battery, tlie coj^per wire or terminal is called the positive 
tfole} 

The conception of an incompressible fluid will give us a 
wonderfully close analogy to all this. Let us have two vessels, 
A and B (Fig. 2), of which b contains water at a higher level ; 
the two communicating by a channel k, and both commiinica- 
ting with a larger body of water, w, also closed into the system. 

* The Icnns are however purely arbitrary. If they really express some- 
thing of the nature of excess and defect, there are some phenomena which 
ap|)ear to show that what is termed negative may lic really the positive. 
(See Chapters VII. VIII.) 
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With nothing further, the liquid would flow down from b to a, 
till both were the same level, and there would be an end. 
But suppose a pump introduced at p, which pumps up more 
water into B as fast as water flows away, then the current is 
maintained in r. If we further conceive that the mechanical 
force produced by the current in r is just sufficient to pump 
up enough w^ater into b, we shall have a complete circuit, as 
in the cell. • It is not sufficient in this case ; but in the cell 
the necessary energy is supplied by the combustion of the 
zinc. 

7. Combining Cells. — The analogy of a water current 
also helps us to understand an important matter regarding the 
combination of battery cells, for practical purposes, as with an 
Induction Coil. SupjDOse we want the water-current R to 
do some work, and have to double the amount of current 
which can flow from the one cell b. It is evident that we 
must employ a second cell, which we will call b^, of equal 
content and difference of level ; but we may do this in two 
ways. If we keep the resistance at the same amount, by 
doubling the area of the channel r, we may utilise the second 
cell at the same level as b, and double the quantity will flow 
through r ; and so if we want to double our electrical work, 
but through a loiv resistance^ we connect the two zinc plates, and 
also the two copper plates, which keeps down the resistance 
in the cells. But if we want to drive twice the water-current 
through the channel R, still keeping this of the same dimen- 
sions, the small channel will oppose this by more resistance. 
^Ve can only overcome that by enclosing the reservoir b, and 
placing the second one b.^ at the same difference of level abtrve 
I). Then we shall get double the current by doubling the 
pressure. So also with the voltaic current ; if we have to 
overcome great resistance, in our work, we must connect the 
wire from the copper in one cell to the zinc plate in the 
second ; this will double the resistance in the cells, but will 
also double the pressure^ or voltage, which is what we want 
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The first plan is called joining cells ‘‘ in parallel ; the 
second plan joining them in series.*’ 

The practical rule for battery arrangement is got at in this 
way. ‘ Taking six cells, a very common number ; if wc join 
all *‘in parallel ” we get only the E.M.F. of one cell, but only 
one-sixth of the internal or cell-resistance of one cell. All 
“ in series ” gives us six times the internal resistance of one 
cell, but also six times the E.M.F. Or we c;fn join pairs 
in parallel,” or threes “ in parallel,” putting these combina- 
tions into •^‘series.” Now the work we want done is the 
“ external resistance ” ; and it can be shown mathematically 
that we get the largest available current for work, when we 
group the cells so that the internal resistance of all the cells 
is as nearly equal as we can get to the external resistance of 
the work. As Dr. Walmsley expresses it, when the external 
resistance is very high the cells should be joined in series ; 
when it is very low they should be joined in parallel ; and 
when it is intermediate a calculation should be made in 
accordance with the rule.” 

8, Effects of the Current within the Circuit— The 

existence of a flow or “current” in the outer circuit of the 
Voltaic cell, when the wires are connected, is shown by effects. 
When the wires are not connected there is no effect, e.xcept the 
slight electric charge at each of the two poles. But when the 
wire is joined, there are several effects, two of which are 
within the circuit itself. 

(rt) The wire is perceptibly Imted^ if tested by proper 
instruments. And if the wire be small and of high resistance, 
like platinum, and the plates in the cell be large, the heat may 
be so great as to make it red-hot, or even to melt it. The cell 
itself is also heated. This effect is due to the resistance- 
friction of the cuitent, and depends upon the resistance, 

(It) In the cell itself, the zinc is acted upon, and the ' 
liquid, which consists of several chemical elements in com- 
bination, is decomposed. In the cell itself, however, this effect 
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is complicated by other chemical combinations, whose energy 
it is which is transformed into that of the current ; and it is 
simpler ^to study this effect in the outer circuit, by bringing 
into a separate cell of liquid the two wires from the battery. 
Various compound liquids require different amounts of E.M.F. 
to decomix)se them ; but if this be sufficient, decomposition 
takes place in all through which a current will pass, and which 
are called electrolytes. Some complex liquids, such as many 
hydrocarbons, being di-electric, allow no current to pass, and 
are, therefore, not decomposed in the ordinary way. This is 
the chemical effect of the current. 

9. Induction. — But there is another very wonderful effect 
of the current, in regard to which our water analogy fails us, 
and we have to fall back upon some such hypothesis as was 
briefly outlined. Very powerful effects are produced altogether 
outside the closed circuit, or the wire, or any conducting medium 
whatever, and which are known as inductive effects. There 
are several kinds or phenomena of Electrical Induction, but 
all really depending upon the production of stresses or strains 
outside the conductor or charged body, in the mysterious entity 
called Electricity, or, what may possibly be the same thing, in 
the Ether. And through the Ether permeating them, such 
strains or stresses are also produced in various forms of 
Matter which may surround 
the charged body, or the con- 
ducting wire. 

(«) The most familiar ex- kig. 3 -Maguciic induction, 
ample of this phenomenon, 

and the longest known, is ma^nelic induclion. Let s n (Fig. 3) 
be a small bar of soft iron, with no trace whatever of mag- 
netism, Bring near to one end of it, however, the north 
pole N of a powerful bar-magnet. At once the bar shows all 
the signs of magnetism, strongly attracting particles and [rieces 
of iron. If it be examined by the usual methods, it is found 
that the end s, nearest the north pole of the magnet, is a south 
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pole, while the opposite end of the iron has become a north 
pole. That the effect is only temporarily “induced ” is shown 
by removing the magnet, when all these phenomena cease. 
The strain or stress in the space between the two bars is 
shown by the strong attraction between them ; and the definite 
“ lines of force ’’ that surround a magnet are made manifest 
by the well-known experiment of laying a sheet of paper or 
glass over a magnet, and shaking thereon fine iro^ filings. On 
tapping the sheet the filings arrange themselves into the 
beautiful “ magnetic curves.*’ These curves may be simply 
described as lines, into which the powerful strains or stresses 
set up by the magnet strongly twist the two opposite ends of 

every molecule of the iron, 

/ and every large particle 
which is free to be moved. 
The intimate connection or 
identity of magnetism and 
electricity will appear imme- 
g diately. 

„ ^ Another manifestation 

rio. 4.— SlaUc Inuuctiuii. . ' ' 

IS known as Static electrical 
induction. Let a (Fig. 4) be a body “charged” by an elec- 
trical machine or otherwise with “positive” electricity, and let 
us suspend near it, by a silk thread, a pith ball r>. On ex- 
amination by the usual methods the nearest side of the ball 
n will be found to e.xhibit negative electrification, and the 
farthest side of it positive electrification ; and the ball li is very 
strongly attracted towards the body a. But it is no vague 
“attraction” acioss emi)ty space. All this happens because 
the two are separated by a di-electric mass of dry air ; and what 
really takes place is that a strong compressive strain or pressure 
between a and b is set up in the di electric. This compres- 
sive strain in a di-electric separating two opposite charges of 
electricity, is experimentally shown to exist by Dr. Kerr’s 
experiments (§ 47). 
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The most important application of this phenomenon is 
known as a condenser^ which enables us to absorb and to 
store large charges of electric energy or stress. A condenser 
is a thin sheet of glass, mica, paraffined paper, or other di- 
electric, the opposite faces of which arc covered with tin-foil 
to within some distance of the edges of the sheet. One 
metallic surface is connected with some source of electricity, 
generally of efimparatively high pressure. If the other face be 
insulated, the first cannot receive a great quantity or charge ; 
but, if the second surface be connected to earth, it is very 
different. Supposing the source to charge the first face with 
positive electricity, this “induces” an equivalent negative 
charge on the inner surface of the tinfoil forming the second 
face, repelling the positive electricity to its outer surface, 
whence it passes to earth. This enables more positive charge 
to be stored in the first tinfoil, and so on through a measurable 
though minute period till a charge is accumulated depending 
on what is called the “capacity” of the condenser. This 
capacity dei)ends upon its surface, the nature of the di-electric, 
and the thickness of the latter. The thinner the di-electric the 
greater is the capacity ; but this is limited again by the fact 
that if too thin it may be perforated by a spark or disruptive 
discharge. The di-electric itself is in a state of great strain, 
which can be made visible by polarised light (see § 47). 

A familiar form of Condenser is the Leyden Jar^ consisting 
of a wide-mouthed jar lined with tinfoil both inside and out- 
side, to within a few inches of the rim. A brass rod with a 
knob at the top communicates with the inside coating, while 
the outer is connected to earth or with a source of electricity 
of opposite kind to the other ; thus, the two coatings may be 
connected to the two secondary terminals of an Induction Coil. 
For very large condensers, several jars or several di-electric 
sheets are employed. Their use with coils will appear here- 
after. 

(d) But we are here most directly concerned with what is 
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known as Current induction. A current in a wire also acts, 
apparently, across space, and ‘Hnduces ” another current in 
a neighbouring wire ; the effect being however really due, as 
before, to -stresses set up in the ether. 

We can see this simply and impressively in the instantaneous 
high-tension current of “the “discharge” from a Leyden jar, 
which was before explained (§ 3) to be of the same essential 
nature as a voltaic current. On the face of each df two circular 
plates A and r. (Fig. 5) of glass or ebonite, mounted on 
insulating pillars, let a large flat spiral of covered wire be 



Fk;. 5. — Induced Discharge Current, 


cemented, using an insulator like shellac ; one end of each 
spiral having a wire from the centre, and the other end from 
the circumference. Connect one spiral c, with the outer coat 
of a Leyden jar d by the wire c — the jar will then be discharged 
when its knob approaches the other wire and the discharge- 
current will flow round the spiral c. Let the wires mn from 
the other plate b terminate in metal handles, held in the two 
hands as usual in .shock experiments. When the jar d is 
discharged through the first or “ primary ” coil on a, a violent 
shock will be felt from the induced current in the “ .secondary ” 
coil on B. 

10. The Induced Current- We want to know more 
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about this induced current, and a convenient arrangement for 
affording information is that in Fig. 6. Here e is a voltaic 
cell, or a battery, from which a current can be sent through a 
wire A n, with a key interposed at k, by which the current can 
be sent, or ** made ’’ as it is called, and “ broken,’’ at pleasure. 
Parallel to the straight portion a b we arrange the straight 
portion c d of another wire, whose complete “ circuit goes 
through the gSlvanometer o, which will register the direction 
of the current in c d. 

What happens is very interesting, and not exactly what any 
one unacquainted with currents would expect ; but we cannot 



Fig. 6. — Voltaic Current Induction. 


discuss the theory of it here. When the current is “ made,” 
if it starts in the direction from a to b as marked, a current 
flows in the opposite direction in the other wire, from d to c. 
Then while the current flow^s in a b there are no observable 
phenomena in c d; but when the current a b is broken^ 
another induced current flows in the other wire, only this time 
it is in the same direction as a b or from c to n. It should be 
also noted that if the current a b be increased^ or the two 
wires brought closer together while current a b is flowing, these 
changes also produce “ inverse ” currents ; and that if the 
current be decreased in a b, or the two wires be moved farther 
apart^ there is a corresponding induced ‘‘direct” current. 

It is difficult to realise through what an enormous space 
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these ether-stresses and lines of force really permeate. It 
may be some help to remember that such induction-currents 
in straight wires have to be grappled with and guarded against 
in telephone lines many yards apart ; and that it has be*en found 
])ossible to transmit telegraphic messages to the island of 
Lundy, some miles from the mainland, by arranging a long 
wire parallel to another wire upon the other shore. Messages 
can be (and are) sent to and from entirely detached and 
moving railway trains in the same way. The all-important 
consequences of an electric current are, in fact, the compara- 
tively hidden phenomena in the ether and di electric matter 



surrounding it. The chief office of the wire appears to be to 
direct and localise the opposite kinds, or polarity, of those 
phenomena. This, too, is not easy to realise ; but we may 
remember that when a telegraph cable breaks down, it is not 
the 7 mre, but the di electric insulatiofiy which gives way. 

IT. Electricity and Magnetism.— But a Voltaic current 
has further remarkable inductive effects. The first step towards 
any real knowledge of them we owe to Professor (Ersted, of 
Copenhagen. In 1819 he discovered that if we take an ordinary 
compass-needle n s (Fig. 7), and let it settle in its natural 
position, and then bring near and parallel to it a wire, through 
which is passed a voltaic current in the direction indicated, the 
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compass-needle will be deflected in the direction shown in the 
figure. If the current be sent in the same direction under the 
needle, the deflection is reversed ; or a reversed current also 
reverses the deflection. Thus a wire bent round once, and 
returning under the needle, doubles the effect. More turns 
further increase the effect, and in this way we obtain our present 
sensitive galvanometers. 

Other expeigments, which need not be detailed, prove that 
Voltaic currents are always accompanied by phenomena of 
this ‘‘induced magnetism,'' and 
that the two are inseparably 
related, in such a way that the 
current is always at right angles 
with the axis or line joining the 
induced magnetic poles. So real 
and essential is this connection, 
that if we wind an insulated 
wire into a helix round a rod, 
and bring the ends up so that 
the whole can turn as on a 
pivot in two mercury cups a k 
(F ig. 8), to which are led wires 
cz, from the copper and zinc 
plates of a Voltaic cell, the 
helix (called a solenoid) be- 
haves in every respect like a iiiagneL,. It turns north and 
south ; if the north pole of a magnet be presented to it, the 
north pole of the solenoid is repelled and* the south pole is 
attracted ; magnetism is induced in a bar of soft iron exactly 
as by the magnet in Fig. 3 ; iron filings are attracted ; and 
magnetic curves are produced. 

If a soft iron rod be introduced as a core actually within 
the solenoid, it is powerfully magnetised so long as the current 
passes. Thus we have an electro magnetic induction. And we 
also discover, what is very important for our present purposes, 

c 



Fiii. 8.— Current in a Solenoid. 
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that with such an iron core inserted, the magnetic and other 
effects are very much intensified, 

1 2. Magneto*£lectric Induction.— We should naturally 
exi)ect, conversely, that a magnet would be capable of inducing 
an electric current. That it is so was discovered by Faraday. 
J5ut, just as in induction by a current, it is only “ make ” or 
“ break,*' or increase or decrease, or approach or withdrawal 
of the primary current, which produces an obse«vable induced 
current ; so the magnet must be either magnetised or unmag- 
netised, strengthened or weakened, approached or withdrawn, 

to produce observable 
current effects. 

Faraday discovered 
the phenomenon of 
magnetO’Clectric induc- 
tion with the coil shown 
in Fig. 9 , still preserved 
in the Royal Institu- 
tion. Round nearly one 
half of a soft iron ring 
was wound a helix of 
covered copper wire a, 
Pig. 9 Faraday’s Cuil. with projecting termi- 

nals, and round the 
other half a similar coil n. When a current was passed 
through A from a battery, the ring became magnetised ; and, 
when the current was broken, it was demagnetised. The 
other coil v, was connected with a galvanometer ; and it was 
found that the magnetisation and demagnetisation in the other 
half of the ring produced current, but in contrary directions. 
It was an easy step from this to the discovery that, if a coil 
of many turns be wound upon a hollow bobbin (Fig. lo), and 
a steel permanent magnet a b, or an electro magnet, be ap- 
proached or inserted in, and withdrawn from the centre of the 
bobbin, the opposite motions produce contrary currents in the 
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wire/"'. Of course it is just the same if the magnet be fixed, 
and the coil be moved, into the same relative positions. It 
is in this way that the currents of medical magnetic machines, 
and the immense dynamos that are 
now at work on every hand, are pro- 
duced. 

Faraday also experimented with the 
two coils ea<A wound all round the 
ring, but the turns of one between 
those of the other. An iron ring 
thus wound is a true “induction 
coil,” and is the general type of what 
are known as “ closed circuit trans- 
formers ” in electrical engineering ; 
because the ring is a closed magnetic 
circuit with no free poles. He also 
used such a coil as shown in Fig. ii. 

Here the battery coil or primary coil 
B ij is wound round a straight soft 
secondary coil a a, wound in another helix around b b. This 
coil is a general type of what are called “open circuit trans- 
formers” in electrical engineering, because the iron core has 
open poles. 

13. Primary and Induced Current. —This last arrange- 
ment contains the main elements of an 
“induction coil,” and it is found that 
definite features, in the two coils con- 
Q cerned, determine in a definite way the 
proportions of the current. The pressure 
or E.M.F, of the current in either is 

IV; A FaraUarcoii. proportional to the 

number of turns; while, on the other 
hand, of course, doubling or trebling the length of wire (of 
the same thickness) doubles or trebles the resistance. Sup- 
posing then that one coil contains a single layer of thickish 

c 2 




Fig. 10.— Magnet and Coll. 

iron core c; and the 
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insulated wire, and the other three layers of wire of one-third 
the section. If we send the battery current through the thick 
wire, the primary current will be of considerable quantity but 
low E.M.F., while the secondary or “ induced currents will 
be less in quantity but of much greater E.M.F. If the battery 
is connected with the other coil, the current will be “ trans- 
formed ” in the reverse way, as is done in domestic lighting 
when supplied by alternate-current high-pressure* mains. The 
Induction Coils here treated of, however, are specially designed 
for the purpose of converting a rather large current of low pres- 
sure into small currents of very high tension indeed. 

14. Self-Induction. — There is still one more phenomenon 
of induction, specially marked when wire is wound into turns, 
and which has to be specially considered in the construction 
of Induction Coils. We learnt that a current “made” in a 
wire produces a contrary or “ reverse ” current in a near parallel 
wire, and another “ direct ” (or same direction) current when 
“broken.” But the fur/is of a ^<;//are parallel wires. These 
turns act upon each other in exactly the same way, and if 
the turns are many the effect is very powerful, since the induced 
current is raised in tension by every turn in the coil. It will 
be seen on reflection that both the induced currents are resist- 
ing currents, tending to counteract the effect of the primary 
current due to the battery (or other generator). Thus they 
help to prove that work is done by the direct current, in i)ro- 
ducing stress in the ether and di electric matter around ; which 
stress stores up energy like a strained spring, to be given back 
by a species of recoil. The effects of the “ make ” and of 
the “ break ” are however different. 

{a) The self-induced current in the coil from “make”* is 
inverse^ or dead against the battery current itself. It thus 
while it lasts, diminishes the amount of that current, and 
retards the current attaining its full strength. Jn_both ways 
it perceptibly weakens the induced current in another “ secon- 
dary ” coil. 
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(fi) The self-induced current in the primary from “break’’ 
is in the same direction as the battery current. Thus it 
prolongs that current after it would otherwise have ceased, 
or, in other words, hinders the suddenness of its fall; and 
as the inductive effect, both upon a magnetised iron core, 
and of the primary current upon the secondary coil, largely 
depends upon the suddenness of the “make and break,” this 
current also is against the final result, or induced current in 
the secondary. 

Hut there is another very interesting result. The original 
current cannot exceed the E.M.F. of the battery, and is 
indeed to a very perceptible de- 


gree weakened below this by the 
opposing action mentioned in (a\ 
Rut the tension of this “ direct ” 
induced current depends upon 
the number of turns in the coil^ 
which also increase the resist- 
ance ; and therefore it may be of 
quite high voltage, so high as to 
give a smart shock from a single 



Fig. 12.— Extra Current. 


cell. Hence it is often termed 


more especially the “ extra current,” whose effects are easily 
.shown by such an arrangement as Fig. 12. The wire from the 
battery is coiled (but with many more turns than in the mere 
skeleton diagram) round an iron core, so as to make of the 
whole the electro-magnet e m ; there is a key k to “ make and 
break” current; and to the wires on each side of the key- 
interval are connected a pair of shocking handles c c, as on 
medical coils, one being held in each hand. If only one or 
two moderate-sized cells are used, nothing will be felt, and 
as a rule no spark will be seen, on “making” connection. 
But on “ breaking there will be a brilliant spark at K, and 
a smart shock through the hands. 

15. Foucault Currents.— One particular case, which may 
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almost be termed one of self-induction, may finally be men- 
tioned. The soft-iron core of the electro-magnet is a good 
current-conductor. If, therefore, that core be a single massive 
solid bar, and the electro magnet be part of a machine (such as 
, a Dynamo or Induction Coil) whose operation depends upon 
an intermittent current, the “making and breaking will 
induce reverse and ^irect circular currents round the core. 
All such currents, w'hich \vere specially investigated by Foucault, 
are (as in the coils) directly opposed to the desired or efficient 
action of the machine. They are guarded against by breaking 
the continuity of the conduction by splitting the core into 
separate small wires or thin plates, which are also more quickly 
magnetised and demagnetised. 



CHAPTER II 

INDUCTION COILS 

Thk practical arrangements of an Induction Coil will now 
be easy to understand. Coils are of several sub-types ; but it 
will be sufficient to take one example of what may be called 
the low-tension type, and then to explain the construction of 
the ordinary Ruhmkorff or high-tension coil, as used for the 
various experiments described in this book. 

t 6. Medical Coils. — Fig. 13 shows an arrangement 
devised at a very early stage by Du Bois-Reymond for his 
physiological experiments, and which is still in use as a medical 
coil. In this class of coils, as great tension is not required, 
and is indeed debarred, it is not necessary to guard against 
the adverse effects of self-induction, and we find nothing with 
which the previous chapter has not made us familiar. We 
have a j)rimary coil or helix b of comparatively thick covered 
wire, wound round a hollow bobbin, into which a bundle of 
iron wires can be introduced as a core. One end of this helix 
is attached to the check fixed on the base-board, and the other 
end is left free or unsupported. The secondary coil a con- 
sists of many hundreds of yards of much finer copper wire, 
the bobbin upon which it is wound being mounted upon the 
sledge s. This is known as the “sledge” arrangement, and 
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its effect is that> with the same current in the primary, the 
result in the secondary can he varied in two ways ; (^) by 
inserting or withdrawing the whole or part of the iron-wire 
core ; and (/^) by moving the coil a upon its sledge, so that 
more or less of it encompasses the primary b and is subject to 
the latter’s induction. 

Other methods of varying the physiological current are 
sometimes employed. The primary is in some coils wound in 
two or more divisions, or two cr more layers, with connec- 
tions by which one or more of these can be cut out of the 



h //, 


Fig. 13,— Du Bois.Reymond’s Coil. 


circuit. Another common method is to employ a rheostat of 
water. Water being but an imperfect conductor, if the 
secondary current is sent through a column of water some 
inches in length, the current really available for work is much 
diminished by the resistance. The water is usually contained 
in a vertical tube of glass, on the top of which is a cap through 
which slides a metallic rod, so that the water-resistance can be 
graduated. It is needless to de.scribc particularly these or 
other methods of adjustment, which are described fully in the 
catalogues of medical electricians, and are foreign tp the pur- 
pose of this work; the more so as induction currents should 
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only be employed physiologically under skilled medical ad- 
vice. We ])ass on therefore to other details of more general 
application. 

Medical coils have usually plain screw terminals^ to which 
may be attached handles h for ordinary use, or any other 
apparatus. The interrupter or contact-breaker is the horseshoe 
clcctro-magnet e. The iron armature a is fixed to the end of 
a spring / wfiich drags it away from the magnet when this is 
unexcited, thereby keeping the platinum contact-piece p in 
connection with the screw s. The arm in which s is screwed 
carries the current to and thence to one end of the 

[)rimary n, which the current leaves by and thence by 
round the magnet to the terminal The current from the 
battery thus enters at k and passes by ///^ k^ and round n, 
thence by n to k^ and E to whence it returns to the 
battery. J 3 ut this magnetises e, draws down and thus 
‘M)reaks*’ the current at p \ then the armature a springs back 
and “makes” the current as before. This form of contact- 
breaker was introduced by Wagner. Its principle is adopted 
in the majority of coils, but in a much improved form devised 
by Apps, and shown later in Fig. 16. 

17. High-Tension Experimental Coils.-— For physical 
and experimental work there are required secondary discharges 
of much higher tension than would be safe for medical pui- 
poses. The potential-difference between the terminals of a 
coil giving a j-inch spark is about 50,000 volts, and of a 
lo-inch spark coil probably about 300,000 volts. The most 
powerful coil ever yet made, constructed by Mr. Apps for the 
late Mr. G. Spottiswoode, was capable of giving a 42-inch 
spark, requiring probably not less than a million volts. Such 
a spark is a veritable lightning-flash in miniature, though the 
tremendously long “sparks*' of a real lightning-flash must 
require thousands of millions of volts. In all such coils as we 
are now dealing with, the prejudicial effects of self-induction in 
the primary are very apparent, and no great results wer^ 
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possible, until means were found of modifying or suppressing 
them. 

i8. The Condenser. — This great improvement in coil- 
construction was made by Fizeau, who introduced into a branch 
or shunt circuit of the primary coil a condenser of large 
capacity (§ 9). This was constructed as in Fig. 14, a 
number of sheets of thin mica or paraffined j\aper being 
interleaved with tin-foil ; only it is to be understood that the 
mica or other di-electric projects all round, say a cou])lc of 
inches, beyond the metal. Then, as shown in the bgure, by 
projecting stri[)s of tin-foil all the even-numbered metal sheets 



are connected to one, and the odd numbered sheets to the 
other of two terminals, which are connected with the primary 
on opposite sides of the spark-gap in the contact-breaker. 
The effect of this arrangement is that, while contact is 
made,” the current flows direct through the circuit. When 
contact is ‘‘broken,” were there no condenser, the “extra- 
current ” would flow on as a brilliant spark ; the current so 
passing (as we have seen) being in every way prejudicial to 
the secondary induced current. But instead of that the 
“ extra current ” now surges into the condenser, imparting to 
it a considerable charge, while the spark at the contact-breaker 
is much less. The secondary spark, or discharge, is on the 
contrary grea-tly lengthened. 
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The reason of this result was discussed by Fizeau, 
Poggendorff, Faraday, and others, with a tolerable approxima- 
tion to the truth ; but electrical laws and phenomena arc 
more fully understood now than they were then, and there is no 
doubt at all now about the mode of action, which is interesting 
as an illustration of modern views about electricity. It will, 
however, be best understood in connection with a diagrammatic 





Fig. 15.— Diagram of a Modern Coil. 

representation of the entire arrangements of an experinienta! 
Induction Coil as made at the present day (Fig. 15). 

In this diagram t t represents the core of soft iron wires, 
often varnished, to prevent more perfectly any Foucault 
currents (§ 15)- The core is enclosed in an insulating tube, 
round which is coiled the primary coil p p, distinguished as a 
thicker line in the diagram. This may consist of one, two, 
or three, or more layers, each turn and layer being carefully 
insulated. This also is enclosed in an insulating tube, around 
which are coiled in many layers the turns of the secondary 
coil s s; shown by the thin line helix, with terminal? i t con- 
nected to discharging rods r r. At and near H'<is shown the 


28 


THE INDUCTION COIL 


[chap. 


contact-breaker, h itself is a cylinder of soft iron, to which 
one end of the primary wire p p is connected, and which at 
the end b is armed with a platinum contact-piece ; this is borne 
at the top of a stiff spring (as shown in Fig. i6), so that, when 
T T is magnetised, h and t are drawn into contact, and, when 
released, the platinum is drawn back into contact with another 
platinum contact-piece b on the end of the screw //, which is 
adjustable in a nut //, connected with one terminal of Jhe 
primary battery. The other battery-terminal is connected 
direct with the other end of the primary coil p p. Also the 
terminal Tj is connected with one coating of the condenser 
shown diagrammatically underneath, the other coating being 
connected with the primary on the other side of the sparking- 
gap. 

The action of the contact-breaker is the same as in that 
already described. As soon as the battery is connected the 
current passes through the contacts at b ; but this mag- 
netises T T, which drags away h, breaks the contact, and stops 
the current; the spring re-establishes contact, and so on. 
Thus a scries of interrupted momentary currents, in one 
direction, flow through p p, 

The^cdonjof the condenser can now be readily followed. 
While tiie current flows or is “made'' through b and p p, 
no electrical energy can be stored in the condenser,^ but is 
stored up as strain in the core x x and surrounding primary. 
This stored energy is so great, as we have seen, that were 
there no condenser the potential-difference at the two poles 
of the spark-gap b would discharge in a brilliant spark. But 
instead of this the difference of potential is now communicated 
to the two coats of the condenser, and there re stored as strain 
in the di-electric (see p. 13). Most of the P. D. at b is thus 
disposed of, and the spark much diminished, by which (as an 
incidental advantage) the platinum-contacts are much longer 
preserved (§§ 24, 101). But the principal effect is that the 
stored energy of the electro-magnet, not having to overcome 
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the resistance of the spark-gap, Reaves pp much more quickly) 
and as the induced current in the secondary depends largely 
upon the suddenness of the break of current, this inductive 
effect is greatly increased, and the coil gives a much larger 
and more brilliant spark when the current is broken.” 

There is yet another effect. Energy is now stored as 
strain in the di-electric of the condenser. But its two coats 
are in conducting communication through the battery and p p. 
Hence they again discharge through this medium ; and it is 
at once obvious that this discharge-current between the coats 
of the condenser is in the contrary direction to that in which 
the re-made battery current itself has to flow. If, therefore, 
the current is “re-made” at b before this reverse condenser- 
current has disappeared, as is practically the case, the battery- 
current has first to overcome this obstructing current before 
it can produce its effect. Thus the inductive effect of the 
“ make ” current is retarded by the condenser. 

These two effects change in a very important manner the 
character of the secondary discharge from a coil with a con- 
denser. Without a condenser, as in medical coils and Tesla 
transformers, the discharges arc alternately and approximately 
equal. With a condenser the E.M.F. of the “ direct ” secondary 
current on “ break ” is exalted, while that of the inverse 
secondary current on “make” is diminished. 1’he conse* 
(luence is that when the secondary discharge has to overcome 
much resistance, as is usually the case,^ only the former ciuTent 
is able to pass. Thus the secondary discharge, instead of 
being an alternate current, becomes practically an intermittent 
current of high voltage in one direction only. 

19. The Contact Breaker. — The form of contact-breaker, 
interrupter, or rheotome, now generally employed for coils 

^ (Gordon and others have shown that with a small resistance, and using 
a small battery to a large toil, with vciy rapid break, equal positive and 
negative discharges can be obtained. Gordon found this effect with a 
17 -inch spark coil, reducing the sparking distance to i mm. 
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up to 15 inches or 18 inches of spark, is one patented by 
Mr. Apps in 1867. As its management should be fully under- 
stood, it is more particularly shown in Fig. 16. Here 11 is the 
iron hammer, with its platinum contact-piece c, carried* at 
the top of a very stiff spring s, which is firmly screwed at the 
bottom to a fi.xed base. A hole is drilled in the spring near 
its lower end, and furnished with a bearing-collar, against which 
works a flange on the adjusting-screw n, turned*by the milled- 
head t. This screw moves freely (in an insulating collar m) 

through the standard a, to 
which one battery terminal 
is connected. Opposite h 
is the other platinum-con- 
tact c, at the end of a screw 
working in a by the milled- 
head u, with a nut to clamp 
it when adjusted. Thus 
the spark between c c has 
two adjustments — one of 
length by the screw n, and 
the other of rate; for by 
screwing back n by turning 
T to the left, the si)ring is 
tensioned up, requiring a 

Fm. .6.-Co..iact Breaker. stronger magnetic 

jnill to drag u away from 
contact, and thus ".slowing” the spark. It is by such 
a range of adjustment that this, the most convenient form 
of rheotome, but formerly only applicable to coils of a few 
inches spark, has been applied to those of a large size ; as it 
is possible by screwing both t and b to the right to make a 
large coil give such rapid, and consequently small currents, 
as will only produce- half an inch or less of discharge. For 
powerful discharges the pkitinum surfaces must be smooth and 
pretty large (§ 24). 
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There conies a point, however, generally at about 15 inches 
or 18 inches as regards size of coil, when solid contacts offer 
too much resistance, and the heavy sparking too rapidly 
destroys them. In such cases it is usual to employ some 
form of the mercury contact-breaker devised by Foucault. 
In this form of rheotome a separate magnet is often employed, 
like E in Fig. 13, actuating a rocking lever, at the other end 
of which eithor a single or forked platinum contact enters and 
leaves a single or double cup of mercury respectively ; the fork 
and double cup are generally preferred. Sometimes the magnet 
and rlieotome are worked by a cell or battery apart from the 
coil ; and sometimes the lever is worked without a magnet at 
all, by simple mechanical means. Another plan which has 
been employed is to make the lever in the form of a rect- 
angular bell-crank, the mercury contact-i)icces being at the end 
of the horizontal arm, when the vertical arm can be worked by 
the magnetised core of the coil in the same way as the hammer 
of Fig. 16. 

'J'he bare surface of mercury would be rapidly oxidised by 
the sparking. To prevent this, and also check amalgamation 
of the contacts, the mercury is alloyed with platinum or some 
other metal, and its cleaned surface covered with some di- 
electric liquid. Foucault used alcohol, but it is usual now 
to employ less volatile liquid. If a thin layer of liquid were 
employed, it would be inflamed and exploded by the sparks : 
to avoid this, at least an inch in depth of the di-eleclric 
litjuid is used, and, with powerful coils, much more. 

When definite interruptions are required, mechanical 
iheotomes are used. These maybe roughly described as all 
upon the general principle of a toothed wheel rotated against 
a metallic spring. More detail is unnecessary, as the operation 
of any particular form will be understood at a glance. 

20. The Commutator or Switch. — All coils are 
furnished with a simple apparatus for connecting or discon- 
necting the coil with the battery, and also for reversing the 
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direction of the current in the primary. It may in many cases 
be more convenient to have the coil itself a little distance in 
the background, while the switch alone is close at hand. The 
usual form of commutator was devised by Ruhmkorff, and its 
mechanism is shown in Fig. 17. A solid cylinder of ivory 
{v in the top section) has attached to it on opposite sides two 
crescentic cheeks of brass, v v^, which each occupy about a 
quadrant of its circumference, leaving a (piadrant of bare ivory 
between them. Brass spindles a b only enter a certain distance 



Fig. 17.— Coniniuiator. 


at the ends, the ivory also insulating these from each other. 
The whole cylinder is turned by a milled head l of insulating 
material ] or with large coils it is safer and better to substitute 
a lever-handle, in order that by its i)Osition that of the commit 
tator may be seen at a glance. I'lic positive and negative 
poles p and n of the battery wires are connected to terminals, 
A and i>, which connect through the metal pillars in which 
they revolve, with the tj*o end axles a and and two 
opposite ix)ints on the sides of the cylinder, by two springs 
which closely embrace it, are connected with two other termi- 
nals n c, which communicate with the primary wire. One of 


THE DISCHARGER 


33 


n] 


the projecting metal cheeks v is always connected with the 
a'xle-end and the other with the end a; in the figure this 
is done by one of the brass screws v which fix v on the ivory 
going down, so as to touch and another screw touching a ; 
but another very usual plan is to have a brass disk on each 
end of the ivory, the cheek belonging to it only extending 
two thirds of the distance towards the other end. It does not 
matter in whart exact way the connections and insulations are 
effected. In any case it will be understood that in the position 
shown in the lower figure, with the springs b c bearing against 
the ivory, no current at all reaches the primary. If, on the 
other hand, l (or a lever-handle)' be turned 90“ in the direction 
of the hands of a watch, the current will go through + p a rr, 

v' to B, and thence to the primary ; or, if L be turned to the 
left, it will go through c to the other end of the primary, 
reversing the current. 

21. The Discharger. — All experimental coils are fitted 
with some form of the well-known Henley discharger, so 
much used in static elec- 


trical discharges. Its ori- 

ginal form is shown in 

Fig. 18. This consists of 

a small insulated table, | 

generally of ivory, in the 

centre, for which any kind /y 

of holder can be substi- L- — J 

tuted ; and on each side iS.-Henley Discharger, 

of this an insulating pillar 

of glass or ebonite. To the tops of these pillars are hinged 
brass sockets, in which slide brass rods furnished with glass or 
ebonite insulating handles, and which are furnished with 
screw-terminals for attracting the connecting wires. The rods 
are screwed on the ends » for attaching points or knobs as 
required, and the sockets should turn in ball and socket joints, 
though mere hinges will often suffice. Thus by the slides the 

D 
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points of the discharger can be set at any distance witliin the 
adjustments ; by the ball-sockets in any position ; and by the 
handles slight discharges are effected without shock to the 
operator. \Vith a large coil, however, — say 8-inch or lo-inch 
spark — unless the handles are of unwieldy length, the hands 
would not be sufficiently insulated when the coil is worked 
at full i)ower to avoid dangerous shocks, since any approach 
of the hand to the metal portion much nearer thin the sparking 
distance, is liable to draw an irregular spark through the air. 
Hence the necessity of switching off the current while ajiy 
arrangements are being made. 

Wherever “miscellaneous” experiments are to be frequently 
made, it is often most convenient to employ a separate and 
complete apparatus of this kind, and to bring to it wires from 
the secondary. But the larger coils, meant to be employed 
solely (or almost so) for discharges in vacua, are usually fur- 
nished with the two insulating pillars and discharging rods 
alone, fixed permanently on the base-board of the apparatus, as 
part of it. Such an arrangement is shown in the representation 
of a modern lo-inch coil in Fig. 19. In this case short wires 
are led from the ends of the secondary to screw-terminals in 
the discharger. Other screw-terminals are also provided in 
the latter, from which wires can be led to other detached a])pa- 
ratus, such as high-vacuum tubes. The advantage of this 
arrangement is that the rods, being set at a proper sparking 
distance, act as a safety-valve during the experiments in which 
a high resistance has to be overcome, and which, without such 
a precaution, and if pushing the discharge to the very utmost, 
might break down the insulation of the coil. It will be obvious 
that whatever the resistance of the experiment, or ix)wer of 
the current, the ten.sion cannot exceed the amount determined 
by the distance at which the discharger is set. 

22. Constructidn of Coils,— A coil of 6-inch spark and 
upwards, as made at the present day, such as is shown from an 
actual photograph in Fig. 19, depends for its results and pre- 
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servation upon the somewhat delicate calculation and adjust- 
ment of many conditions. The true mutual relations of these, 
and especially of the all-important one of insulation of its 
parts, have only been discovered by degrees and long experi- 
ence, and very few makers have attempted anything like exact 
theoretical calculation, or systematically ascertained, by com- 



Fic;. 19.— A modem lo^inch Spark Coil. 

parative experiments, the best results in points of detail. 
Naturally, some of the results thus laboriously attained are 
carefully guarded as valuable trade secrets by the makers who 
have acquired them. Foremost among these is Mr. Alfred 
Apps, who has made the largest and most celebrated coiis yet 
constructed, and whose results (compared with the size of the 
coils) have been so generally superior to those of previous 

X> z 
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’makers that, as far as possible, his proportions are now very 
usually followed.' Taking one of these fine coils as an example, 
therefore, no attempt is here made to enter iato such details, 
which could only be useful in a minute tabular form not 
accessible; nor is it indeed desired here to give directions 
for coil-making by amateurs. Those who take up such experi- 
mental work are few ; and by them such directions as could be 
given are already obtainable, while they would t)ccupy all the 
space available for our more immediate objects. It will only 
be necessary to explain generally certain principles and methods 
and details, whose comprehension is important to the successful 
use and preservation of a good coil, and some of which do 
not appear to be always imderstood. 

The core of a first-class coil consists of a number of separate 
lengths of the softest charcoal-iron wire, carefully annealed and 
straightened. The quality is of great importance, in order 
to quick magnetization and demagnetization. I'he gauge 
generally chosen is from No. 20 to No. 22. The straightened 
wires are generally packed into a brass tube pretty tightly by 
ramming into the centre a thicker wire or rod which has at 
one end a soft iron head or armature, on which all the wires 
are made to abut in contact, and which forms the pole for 
the hammer of the contact-breaker, a nut at the other end of 
the rod binding the whole together lengthways. The core is 
then gradually drawn out from the tube and wound round with 
a coil of paraffined tape or other insulating material, and finally 
soaked in melted paraffin-wax until this has expelled all air 
from the interstices, and formed a further guard against Foucault 
currents round the core (§ 15). 

The insulating or di-electric materials of a coil are very 
important, in all but the smallest sizes. Formerly gutta-percha 

^ All his own calculations and results have recently been supplied by 
Mr. Apps to Messrs. Newton of Fleet Street, who by arrangement now 
manufacture these coils upon the same data, in conjunction with Mr. 
Apps. 
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and indiarubber were largely employed, and at a later period 
resin, shellac varnish, &c. The former gradually “perished,” and 
the latter were found too brittle and apt to crack. The 
materials now employed in first-class coils are ebonite or 
vulcanite (the names are synonyms) for the solid parts, and for 
the construction or winding the hardest kind of paraffin-wax, 
which has been carefully tested and found satisfactory as regards 
its di electric capacity. Silk-covered wire is irscd for all but 
small toy instruments. 

The primary coil has received much consideration. The 
metal itself is carefully tested for high conductivity, and, to 
diminish the resistance without occupying more space, a square 
section was employed at one time. It is still sometimes used, 
but is tiresome to wind and a little apt to cut the silk covering, 
and now generally abandoned for round section. For large 
coils the sizes range from No. 12 to No. 14; below 4-incIi 
spark less is generally used. 

‘ Much depends upon the adjustment of the primary to the 
work required. Every layer of turns increases selfinduction 
and resistance, and with many layers the outer layer is dis- 
advantageously removed from the inducing effect of the magnet, 
unless the wire used is too small to carry a good current. On 
the other hand, a greater number of turns increases magnetic 
effect, which is very important. For special w^ork (or kind of 
spark) a primary is often specially wound ; and extremely large 
coils (like that built by Mr. Apps for the late Mr. Spottiswoode) 
sometimes have it so wound that a number of layers may 
either act in series as one wire, or as a double or triple strand, 
of half or one-third the length. For average work, either two 
or three layers arc generally used for coils giving 4 inches to 
1 2 inches spark, and sometimes more for larger ones. The 
number is partly governed by the proportions of the coil. Mr. 
Api)s some years ago made coils which would give nearly a 
12-inch spark, with a secondary bobbin under 9 inches in 
length. It was justly considered a triumph of insulation to 
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obtain a spark greater than the total length of the mounted 
coil ; but these proportions were afterwards abandoned, and 
the reasons are not far to seek. Such a short bobbin required 
four layers of primary, which involves great self-inducfion ; 
there is also great self-induction in the secondary wire ; and, 
further, such a long discharge above a short coil was very liable 
to external sparks between the terminals and the outer metal 
connections. It is found better, on the whole, toVind approxi- 
mately the same amount of wire in longer bobbins with fewer 
layers, which cause less self-induction, and keep the w^ire in a 
more intense field. It is believed by some electricians that 
better results might be obtained by lengthening the coil even 
beyond present general practice, so that the secondary also 
might be in few’er layers, and within more intense inductive 
electrical field. But such would involve a longer base-board, 
and a certain compactness of form is desired by the majority 
of purchasers. 

No special precautions beyond careful and even winding 
are required in making up the primary coil, as only the extra 
current can have much tension. The silk-covered wire passes 
through a bath of melted paraffin-wax as it goes on to the 
core, and when one layer is wound on, it is insulated from the 
next by wrapping round it paraffined dry paper. This is done 
because, while there is hardly any difference of potential 
between contiguous turns, the length of intervening wire causes 
considerable difference between tw^o layers, as emphasised pre- 
sently regarding the secondary wire. Instrumental test is also 
made as each layer, and finally the whole, is completed. When 
the primary is all wound on, care is taken by melting and 
soaking to expel all air, and ensure that the w hole length of 
wire lies embedded in an unbroken medium of the i>araffin- 
wax. 

The condenser requires careful proportioning to the current 
with which it is to be used. Strictly speaking, to obtain the 
very best result, every variation in the length or section of the 
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primary, or in the battery current sent through it, would require 
some modification of the condenser ; as also would the number 
of layers in the primary. In jDractice, of course, average 
currents and general results are studied, and it is better to have 
rather too much surface than too little. The result of ex- 
perimental tests is not always what might be expected. Thus, 
it was found that Mr. Spottiswoode’s immense coil, capable of 
a 42-inch sp*frk, did best upon the whole with no larger a 
condenser than Mr. Apps habitually used with his lo-inch coils, 
viz., 126 sheets of tin-foil 18 x Scinches; but extra-separated 
by two thicknesses of paraffined paper. Unusually large coils 
are so few, however, that it is very doubtful whether the best 
l)roportions, for them, are yet precisely known ; because such 
results are only ascertained by testing to the utmost with various 
proportions, which is not only costly in itself, but involves 
too great a risk of breaking the coil down. The di-electric 
used in coil condensers is a special dry and only slightly 
sized quality of paper, soaked in the melted paraffin-wax, 
and carefully examined for absence of any minute perfora- 
tions. 

'J'he secondary wire or coil, and its thorough insulation, is 
the most important consideration of all in coil-construction. If 
it be considered that tlie difference of potential between the 
ends of a secondary giving even i-inch spark, equals 50,000 
volts, it will be seen that there is considerable danger of dis- 
charge between such a potential level and the primary, which 
is of much lower voltage ; this necessitates sufficient di-electric 
insulation between the two coils themselves, in the first place. 
Such voltage, however, is quite a small matter in coil- making, 
and a i-inch coil is often insulated from the primary by merely 
two or three layers of the jjaraffined paper already mentioned. 
"I'his method has been used for 2-inch or even 3-inch sparks, 
especially for cheap cbils of Continental make ; but in good 
coils, from 2 inches of spark upwards, it is customary to em- 
ploy a tube of ebonite, of calculated thickness, with ebonite 
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flanges at the ends, between which the entire secondary 
winding is confined. 

There are • other points to be considered. Taking say a 
6-inch coil as a standard size, we may suppose the secondary 
will require about 6 or 7 miles of wire.' We know that 
about the middle of the wire there can be no difference of 
potential ; but as we recede from this, the difference increases, 
until at the ends w'e may get, say 250,000 volts P.D. between 
them. Merely regarding the primary generally, as at a low^ 
potential level, it is obvious that the di^electric insulation 
betw^een the two coils should be thickened towards the ends 
of the ebonite tube. This can be done by adding on the 
ebonite tube more and more of paraffined paper, or in any 
other wa)’. 

But, if the wire is to be wound at all closely, which is 
necessary to keep it within an intense inductive field, the 
same considerations apply quite as strongly to the insulation 
of the secondaiy coil itself. Obviously, between two contiguous 
turns there is practically no potential difference, and not the 
slightest (sensible) tendency to discharge. But suppose tl.e 
secondary be wound like the primary, viz., first one layer all 
along, then a second layer back again on the top of that, 
and so on. (F'ig. 20.) It w^ill be readily seen that, between 
the inside layer (representing one end) and the outer layer 
(which represents the other end) of the wire, there is nearly 
the whole difference of potentials tending to discharge, separated 
only by the insulating di-electric interposed between the layers. 
In particular, the end of wire from the inside layer has to be 
led out radially towards its terminal, crossing at the end all 
the layers, and especially the outer one, as at b in Fig. 20. 

^ Roughly speaking, if of the best make, these medium . sizes require 
somewhere near a mile of wire for each inch of spark. Small coils can 
be made with a little less; and as the spark increases the mileage 
becomes much more, so that Mr. Spotliswoodc’s 42-inch coil required 
2S6 miles of wire. 
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No practicable insulation could resist such a difference of 
potential in a large coil, and such a method of winding is 
seldom used for anything beyond an inch spark. 

The difficulty is got over by a plan, introduced by Messrs. 
Siemens and Halske, of winding the secondary in sections^ 
separated by di-electric disks placed at intervals upon the 
insulating ebonite tube. IVo or four sections are sufficient 
for smail size.?, w'hile a lo-inch coil may be divided into 
from 50 to 100 sections. Figs. 21 and 22 show how the 


4. A — R 



Fig. 20.— Winding in Simple Layers. 


system operates, the same letters being used in each, and 
each turn in Fig. 22 standing for an entire double layer, as 
in the diagram above it. It will be perceived that the wire 
is wound so that the current starts at a in the outermost layer, 
passing through successive layers to the inside layer of the 
bobbin at b. There it passes through the di-electric disk b close 
to the tube, and proceeds from the inner layer successively to 
the outer one, jMssing through the disk c at the outer edge, 
and so on to the further end of the bobbin. The sections are 
always so numbered and arranged in 'the winding that each 
end of the coil terminates at the outer layer, thus avoiding 
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the dangerous difference of potential shown at b in Fig. 20. 
To effect this, it will be manifest that the number of sections 



I* 1(1. 21,— Winding in Four Sections. 


must always be even. The result of the arrangement is that, 
if the sections are sufficiently .short, there is only a conipara- 



Fi(i. 22. — Winding in Four .Sections. 


tively small P. I), between any contiguous sections, which are 
insulated by a solid di-electric. It is almost impossible to 
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break down the insulation of a coil carefully wound in this 
way, except by accident. 

‘ The width, or rather length, of each section of secondary, 
depends uix)n the number of layers. A coil wound so that 
the completed bobbin is of large diameter, may have each 
section compressed into a thin disk of coiled wire only J or 
of an inch in thickness ; while a long and narrower coil, of 
much fewer layers, would keep the difference of potentials 
sufficiently down in a section of an inch or more. Ebonite 
has been used for the insulating disks ; but it is more usual 
to use several thicknesses of .the di-electric paper, joined into 
one mass like cardboard by melted paraffin-wax instead of 
paste. 

In very large coils indeed, there is another point worthy 
of consideration. It is evident that the secondary possesses 
somewhat the character of a condenser, carrying a certain charge, 
which is more and more concentrated towards the ends. This 
charge will be more easily carried, if towards the ends the wire 
be somewhat thickened. This method was employed in Mr, 
Spoitiswoode’s celebrated coil ; it is rather a disputed point at 
what size it becomes worth while. 

The diameter of the secondary wire depends upon the 
nature of the spark desired, and the size of the coil. For 
small coils No. 40 is often used ; for larger ones No. 36 is 
a very usual size ; thicker than No. 34 is seldom employed. 
For the immense coil of the late Mr. Sj)ottiswoode about 
No. 34 was employed for the central portion, and between 
No. 28 and No. 30 for the two ends. In large coils it is 
found best not to wind on the secondary to the same 
diameter all along, but to reduce the diameter of the outer 
turns towards the ends. When this is not done, the high 
potential so near the edges of the end flanges is found very 
unruly, having a most inconvenient tendency to brush and 
other discharges through the air in all directions. 

The secondary wire also is sedulously tested at frequent 
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intervals during the ])rocess of winding, and when finished, 
great care is of course taken that there is complete insulation 
in solid paraffin wax. 

Cheap foreign coils are made upon a different plan, which 
may suffice up to a certain size, but are liable to break down 
unless understood, and accordingly used with care. The 
secondary is wound with bare wire only, not touching, but 
with a space between of about the diameter oV the wire, and 
without any other insulation but the air space. Each layer 
{such a plan can only be adopted when wound in layers) is 
insulated from the next by layers of the paraffined paper. Elach 
layer is thus made a section. The principal danger in these 
coils is of discharge between the outer layer and the end 
leading out from the inner layer, as at b, Fig 20. The easy 
way to avoid this would be to make two sections of the coil, as 
before described, which adds practically nothing to the cost, 
but brings both ends to the outer layer. I have not hapjHjned 
to see this obvious precaution in the very few coils of this kind 
which have come under my notice ; with it I think a cheap 
and yet efficient coil might be made on this plan up to about 4 
inches of spark. 

The terminals of thj secondary are of course at the dis- 
charger, where there are further “ screw ” terminals from w'hich 
to lead wires to any other apparatus. The terminals of the 
primary coil are largely concerned w-ith the condenser, and vary 
with different makers. An Apps coil, such as here described, 
has four pairs besides the commutator. The single pair always 
found on one side of the coil, marked p and N, are for the 
battery wires. From them, under the base-board, wires go to 
the commutator, at the edge of the board on the other side. 
From the commutator wires go direct to the primary, and 
shunt wires also to one terminal in each of two pairs, marked 
cc. I’he other terminal in each of these two pairs goes to one 
coat of the condenser. By a wire with an insulating handle the 
two terminals in each pair are connected in usual work, or can 



il] TERMINAL CONNECTIONS 45 

be disconnected when this wire is withdrawn. The effect of 
this arrangement is that each coai of the condenser can be either 
connected or disconnected separately. This is not necessary, 
as a single pair of terminals w'ould connect or disconnect the 
whole condenser. But the effect is by no means the same when 
one coat only is disconnected, as if the w^hole condenser were 
thrown out ; for the charge still flows into one coat, which acts 
upon the other by static induction in the way before described. 
The precise effect on the phenomena does not appear very clear : 
however, all Apps coils are so provided. The other pair of 
terminals, lettered ALT, or COIL, are connected quite sepa- 
rately and directly to the primary coil only, and are for attaching 
wires from an alternating supply” current. When this is 
used the wires are brought to these terminals only\ and the 
current passes direct into the primary, all the other terminals 
and connections (except the secondary discharger) being out 
of action. The short wires connecting the pairs of condenser- 
terminals should of course be withdrawn. 

Of course so many terminals and refinements are not at 
all necessary for ordinary experiments, or with small coils. 



CHAPTER III 

CHOICE, MANIPULATION, AND CARE OF COILS 

The size and character of coil to be chosen will of course 
depend upon the work to be done, and this should be con- 
sidered. 

23. Choice of a Coil. — For merely pretty experiments, 
with ordinary vacuum-tubes, a small coil of cheap make, and 
giving J-inch of spark, will suffice, and will also demonstrate 
upon a small scale many of the experiments mentioned in 
the following chapter. An inch spark coil will perform the 
same experiments much better, and is quite sufficient when 
only this class of experiments is intended. 

But it is different when either public demonstration of such 
experiments, or serious work of any kind, is in vie\v. For such 
purposes a 2 -inch spark is the smallest size that can be recom- 
mended, and 3 or 4 inches of spark is very much better. 
Even the 2-inch coil will do much useful spectrum-w’ork, and 
in the field of Rontgen rays is capable of giving a photograph 
through the hand in from 80 to 120 seconds. Much of Mr. 
Huggins' spectrum-w^ork was done with a 3-inch coil ; and a 
4-inch, with efficient tubes and fluorescent screens, is capable 
of doing much work with Rontgen rays through the limbs, or 
even through the body of a young person. But for this latter 
class of work to be habitually done, as in hospitals, a 6-inch 



CHAP, in] CHOICE AND CARE OF COILS 


47 


spark is the least size which can be recommended, and medical 
practitioners usually prefer a lo-inch coil. Very rarely will 
more than this be advisable, such cases being in fact confined 
to those who employ themselves with original research into 
the phenomena of electric discharge, and to whom any advice 
would be out of place. 

Up to about 3 inches, well-made foreign coils are often 
efficient, at the expense of somewhat greater bulk. Their 
cheapness has been explained. Above that size, only well- 
made English instruments can be recommended. 

It should also be clearly explained and understood that 
what is called a 6-inch coil- of good English make is one 
which may be regularly worked at the tension of such a spark. 
The spark that can really be got out of it will considerably 
exceed that, averaging 8 inches. It would, however, not be 
safe to work the coil regularly to that point. Foreign and 
other cheap coils are often estimated at their longest practicable 
discharge ; a discharge which, if constantly used, w^ould pro- 
bably break the coil down. 

24. Care of a Coil. — One of the first points in the 
preservation of a good coil, then, is not to long overstrain 
it beyond the sparking tension it is intended to bear, which 
might break down the insulation, and is guarded against 
by setting the discharger, using a point for the positive pole, 
and a disk or knob for the negative. This character of the 
respective terminals must be carefully attended to whenever 
the primary current is reversed by the commutator. Too 
large a current in the primary must also be avoided, or the 
coil may get over-heated and melt the paraffin-wax. The 
operator should get his hand accustomed to the temperature 
of about izo F., and stop work to “rest/' or cool the coil, 
whenever it can be felt that the warmth is approaching that 
point. It will always get a little warm in use, owing to the 
resistance in the wire, and a watch should be kept upon 
this. 
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For much the same reasons the coil should not be kept, 
much less used, in too warm a place. This caution should 
be unnecessary; but it is given because operating-room for 
the wide-spread Rontgen work is not always easy to find, and 
I happened to hear of an actual case in which the coil was 
used in a hot greenhouse, work in which speedily melted 
the paraffin and broke the coil down. 

Coils should be carefully kept out of the damp, and espe- 
cially out of acid fumes from batteries, and gently and 
carefully dusted from time to time. When in . use dust 
collects very rapidly, owing to electrical attraction. When 
damp is unavoidable, and especially sea-damp, Mr. Apps 
advises to varnish the ebonite with paraffin-wax dissolved in 
benzol ; or in less marked cases to rub over now and then 
with a little strong soda solution on wool, and afterwards 
with dry wool. 

All the scretv terminals should be kept free from dirt or 
oxide, else proper contact may fail, and the results may suffer. 
The platinum contacts on the interrupter will also gradually 
become rough from the residual sparking, and will occasion- 
ally require to be smoothed down, and now and then to be 
renewed. They are really being slowly burnt away all the 
time the coil is in use; it is only a question of rate and 
time. 

Always cover up the coil with a light case of some kind 
when not in use, or packed away in its own case. 

25. Coil Manipulation. — The current employed, must 
not exceed the capacity of the coil, and should be adapted 
to the work being done. A i-inch coil will be supplied with 
enough current by a single cell of primary or storage battery ; 
two or three cells may be used .for a 2-inch; three or four for 
3-inch and 4-inch; while a may employ five to eight 

GjoyjELcells, or four to five storage cells. These will also suffice 
for a lo-inch coil, or six storages may be used — always with 
a “ cut out ” as advised on p. 55. The electrician will advise 
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concerning very large coils, or concerning proper reduction of 
current from public mains. 

The current wires also claim attention. They must be 
large enough to convey their current freely \ and it is best to 
use not less than No. 12, using copper of high conductivity. 
If long wires are necessary they should be even thicker ; as, 
e.g.^ if a Grove or Bunsen battery be outside the house to avoid 
the fumes. * 

A large coil may be employed on what may be called small 
work, such as exhibiting ordinary small-sized vacuum-tubes. 
In that case it is better to cut down the current by reducing 
the battery ; but it is always necessary to adjust the tension- 
spring of the interrupter. The tension-screw t (Fig. 16) should 
be screwed in till it has almost no backpull upon the spring, 
when the least pull of the magnet breaks contact, before the 
full current passes through the primary. The interval between 
the two platinum contacts will also need lessening. On the 
other hand, when the fullest and most massive sparks are re- 
quired, the vibration is to be slowed by screwing back the 
tension till a very strong magnetic pull is required, and about 
inch play of the hammer may then be needed ; w’ith a 
large coil sometimes even more is required. This arrange- 
ment gathers more energy into each of a smaller number of 
sparks. With these heavy sparks, special care must be taken to 
have the discharger terminals properly set, and that the coil 
is not allowed to become over-heated. When work is over, 
tension should always be taken off the spring of the interrupter 
to preserve its stiffness and elasticity.^ 

26. Personal Precautions,-— An Induction Coil of any 
size is not to be handled carelessly. Serious and even fatal 
accidents may occur if the full* discharge from a. large coil be 
passed through the body by any careless accident ; and as in 
some branches of work the experiments themselves demand and 
absorb all the attention, care should be taken from the very 
^ See also § lol. 
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first to form the /niM and method of systematic and careful 
handling. Foremost amongst these habits is that of nei'er 
switching on current at the commutator^ except and until all is 
in order for the experiment^ and always sioitching it off as 
soon as that experiment is completed. 

One element of danger is the uncertainty as to its amount, 
which mainly depends upon the condition of the heart and 
nervous system, and may differ incalculably fti individuals. 
Even as regards animals, a rabbit has been killed with a 
4-inch coil and single Bunsen cell, and sheep w’erc killed by 
the great Polytechnic coil. Yet, on the other hand, a rabbit 
was «^^/killed by the latter coil, which gave a spark of 29 inches. 
This last distance being however much more than the length 
of the rabbit, much of the discharge must have passed through 
the air. It is more to the purpose to state some actual experi- 
ences. The mere “spark,” from a single wire, which may 
readily happen if the hand approaches too near, is not dangerous 
unless from a very large coil or to an unusually delicate organi- 
sation ; but one gentleman records that even such a “ spark,” 
from a lo-inch coil, caused violent inflammation in the hand 
lasting for many days, and involving much swelling, pain, and 
peeling of the skin. The full discharge from both terminals, 
however, even with only a 2-inch coil, will never be forgotten, 
and might ];ossibly prove fatal to a weak heart. A very able 
and well-known experimenter tells us that, receiving (acci- 
dentally through a fall of some apparatus) the full, though 
only momentary discharge from an 8-inch coil, he recovered 
to the knowledge that he had lain on the floor unconscious for 
several hours. 

Bare wires should never be connected with the secondary 
terminals, and great care be always taken never to approach 
any metallic terminal with the hands while the current is on. 
For long and constant exi>eriments it is often well if the coil 
can be kept in the background, out of the way, while a switch 
alone can be, if necessary, fitted at hand. But the great thing 
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is a constant, invariable habit of never adjusting anything 
unless absolutely necessary, until the current has been cut off. 

27. The Current. — The sources of primary current are 
either (a) Primary batteries; (^) Storage batteries ; or (c) Public 
supply mains or private dynamo machines. Till lately primary 
batteries were usually the only available source, and are still 
very largely used ; but in large towns^ or wherever a dynamo 
is available to diarge them, storage batteries are far the cheapest 
and most convenient source of supply. A suitable continuous- 
current dynamo answers perfectly well. Alternate currents can 
be used, but do not work advantageously with an ordinary 
Induction Coil. 

28. Primary Batteries. — P'or miscellaneous experiments 
with small coils, where current is only required for a very short 
time at once, a large Leclanche or single-fluid bi-chromate cell 
may be employed, which gives a good current for a few 
minutes, and will recuperate between the experiments. But 
much more convenient will be found one of the so-called 
‘‘dry*^ batteries, such as the E.S., E.C.C., and others known 
in the trade, which are all more or less alike in character, and 
are excited by a paste instead of fluid — hence there is no 
danger of damage by the spilling of corrosive liquids. Most of 
them have an E.M.F. of about i'5o volts per cell, and three 
large cells will very well work a 2-inch coil for all ordinary 
miscellaneous experiments. When they are run down, they are 
re-charged by passing a current through them from a dynamo 
the other way, so that they have much of the character of 
storage batteries, though with poles of carbon and zinc. The 
usual practice, however, is to return them to the makers or 
agents, who exchange them for charged cells at a specific fee. 
This system is however only practicable, as a rule, in large 
towns. 

For steady work with larger coils, when primary batteries 
are used, recourse must be had to one or other of the 
double-fluid depolarising forms of cell. In most of these the 
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positive element consists of amalgamated zinc, and the re-amal- 
gamation of the zincs from time to time, in order to avoid the 
zinc being attacked by the acid when the circuit is not closed, 
is the most troublesome part of battery management.' The 
trouble can be largely reduced, compared with what most people 
find it, by the simple exi)edient of using plenty of mercury in 
the process, which costs no more in the long run. ^ The zincs 
should always be cleaned before amalgamating ; ^?ith soda, and 
then rinsed, it new and greasy ; with dilute sulphuric acid and 
a fairly hard brush, if black and corroded. Then pour a good 
quantity of mercury into a shallow basin, and some diluted 
sulphuric acid (one part in 6 to lo of , water, or what is used 
in the cell will do) over the mercury. Introduce the zinc rod 
or plate into the acid, turning well about, then into the mercury, 
and “ lead ” the latter all over the zinc with a stiff brush, till 
the whole surface becomes silvery white. When all is well 
coated, the zinc should be well rinsed in water, quite free of 
the acid, after which superfluous mercury should be brushed 
off into another basin or saucer with a rather stiff hog-hair 
brush.) If much amalgamation has to be done, it is well to 
rub a little oil or vaseline over the fingers first, to prevent the 
acid affecting the skin.;^ 

The Grove and Bunsen cells have in time past been most 
used for Induction Coils. Each has on one side of the ])orous 
division amalgamated zinc, excited by dilute sulphuric acid 
(from 1-6 to i-iz), while in the other jxirt of the cell the drove 
has platinum foil and the Bunsen a plate of carbon, immersed 
in commercial nitric acid, or often a solution is comiwunded of 
this acid and sodic nitrate. The foil is more compact, and the 
cell has less resistance ; but the Bunsen cell is of course far 
cheaper. Both produce a strong and constant current, but give 

* As pure zinc would not require amalgamation (the local action being 
due to local “couples” between portions of various impurity) it seems 
strange that it should never have become a commercial pro<lucl for battery 
Use. ^ 
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off noxious nitrous fumes, which also corrode the terminals 
and fittings. Always after use the zincs should be taken out, 
cleaned with a rather soft brush in the same acid as used for 
the cells, well rinsed, and, if spots appear, re-amalgamated. 
The sulphuric acid may be used several times, if kept scrupu- 
lously from the least mixture of nitric from the other element 
The nitric acid may be used as long as it fumes. When it 
ceases, and looks clear, it is spent and must be thrown away. 
Six to eight hours is a good average run or amount of work 
for these cells, by which actual current work is meant 

The Dankll cell is rarely used, being bulky and of low 
E.M.F. One element is amalgamated zinc in dilute sulphuric 
acid; the other, copper in solution of copper sulphate, with 
spare crystals of the latter to keep it up. For long Rontgep 
ray work, however, it is a good battery ; running a very lorig 
time at a very constant current, with no fumes, at the expense 
only of some extra space. It will require about double the 
number of Grove or Bunsen cells. 

The constant form of chromic add cell (bi-chromate cells are 
not so good, tending to deposit crystals) may be described as 
a Bunsen cell, with a solution of chromic acid instead of nitric 
acid. It is quite as powerful, and gives off no fumes ; and is 
therefore the cell to be preferred when this type of battery is 
employed. It is still better to add a portion of potassic chlorate 
and of sulphuric acid ; a good solution being, chromic acid i lb., 
potassic chlorate 2 oz., sulphuric acid 7 oz., water 40 fluid oz. 
The solution may be used so long as it retains any yellow, 
orange, or brown colour ; but as soon as it has become black 
or green it is spent. After use the solutions must be at once 
poured into vessels (if unspent), the cells washed in water, and 
porous cells kept in water, and full of water, till used again. 
Chromic acid must be most carefully kept from connections. 

The only other battery worth special mention is the lately- 
introduced Edison-Lalande cell. This is a single cell, but of 
great constancy and convenience. The positive element is 
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amalgamated zinc ; the negative black copiwr oxide compressed 
into plates ; the liquid a *5 per cent, solution of caustic iiotash. 
The hydrogen liberated, reduces the oxide to metallic copper, 
and the cell is thus depolarised. A layer of heavy petroleum 
oil is floated on the solution to prevent “creeping” and evapo- 
ration. This cell may be used off and on for months, and 
gives no fumes and scarcely any trouble. It also has very 
low resistance, but having also rather low E.\f.F., requires a 
larger number of cells. 

29. Storage Batteries.— These arc much the most con- 
venient where obtainable, but this is only the tase where 
dynamo power is at hand for rc-chaiging, unless double sets 
arc employed, one being sent up to headquarters when run 
down. Very often even the cost of carriage in addition is 
cheaper than the running of primaries. One form is well 
known as the Lithanode cell; another as the E.P.S. ; but 
there arc several good and well-known forms, and improve- 
ments are constantly being made. Details would, therefore, 
be out of place, as full directions “up to date” are always 
furnished with the cells. But one general direction shoidd be 
made clear. Most cells start with an E.M.F. of about 2' 10 
volts, which subsequently decreases. Let us say it falls to 
1-75 volts per cell (the actual proportion will be given to the 
user ; these figures are liable to alter, as detailed improvements 
are made). As soon as the E.M.F. falls a certain percentage, 
the work should cease, because it is injurious to run storage 
cells entirely down. It is also to be observed that this type of 
battery is capable of being discharged at very dilferent rates. 
Thus, if a square foot of surface gives approximately six 
“ ampere hours,” this current may be used cither as six amperes 
for an hour, or one ampere for six hours, depending ujion the 
resistance of the work done. Storage batteries should, there- 
fore, always be used with measuring instruments; and the 
surface (of the single cell, or the number joined “ in parallel '' 
as one cell) should be graduated to the amperes required ; 
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coupling the number into “series ” which will give the voltage. 
Also, as any great variation in resistance may suddenly affect 
greatly the rate of discharge, it is safer with a valuable coil to 
interpose a fusible cut-out, which will melt and break the 
circuit when the point is reached that would endanger the 
insulation. 

30. Dynamo Current. — A large coil is very well worked 
from a contiftuous-ciirrent dynamo or public supply, in the 
usual way, bringing the adjusted current to the usual terminals. 
A good average current for an 8-inch coil would be 12 amperes 
at 10 volts ; but the maker of the coil will give the quantity, 
and arrange the proper adjustments by resistance and other- 
wise. An alternate-current supply can also be used ; but the 
effect differs in important respects. Such a current is brought 
to the special terminals ; or, if there be none such, the con- 
denser is cut out, and the interrupter-contacts screwed up, so 
that the alternate currents flow' direct through the primary. 
These currents being contrary and equal, a condenser would 
be of no use ; and the discharges are equal in all respects, 
in contrary directions, between the terminals. For lighting 
vacuum-tubes and some other experiments, the effects of this 
may be very impressive ; but the discharge is different from 
that of an Induction Coil used in the ordinary w'ay. Then, 
as w'e have seen (§ 18) by the action of the condenser, one 
discharge is raised in potential and the other lowered, so that 
w'orking discharges take place in one direction only. 

31. Transformers. —The Induction Coil in this latter 
case, however, becomes in fact a simple alternate-current 
“Transformer”; the alternating current and cutting-out of the 
condenser giving it that character. This form of Induction 
Coil is most used in the form of apparatus so named, “ Tesla 
transformers ” being well-known in experimental work. These 
may be briefly and generally described as induction-coils com- 
bining a primary with electro-magnet, and secondary, but 
without any condensing apparatus (except that such is often 
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introduced into the secondary circuit), and the insulation is 
generally effected by immersing the entire apparatus in heavy 
para(Bn-oil. . To go into details of this class of coils is outside 
the objects of this handbook. 

32. Injuries to Coils.— Attention should always be 
directed to any apparent failure or obvious falling off in a 
coil. Generally such will need professional repair, but some- 
times remedy is ix)ssible. * 

Suppose there is a marked reduction in the spark which 
can be got between the terminals, w'hile . at the interrupter- 
contacts the spark is much more conspicuous. Such w^ould 
point in all probability to piercing of the di electric in the 
condenser. In this case a spare one can be substituted ; and 
then at leisure the perforations in the sheets may often be 
found and remedied in the first one, which will be ready again 
to act as reserve. 

Break-down of insulation ought not to occur if care has 
been taken. It may be susi)ccted in the primary if the inter- 
rupter will not work, or if hardly any magnetism can be found 
in the core. If, on the other hand, the primary coil works 
perfectly, and yet the secondary spark is much diminished, 
without increasing the spark at the interrupter, a break-down 
in the secondary itself maybe suspected ; especially if the falling- 
off occurs after straining the discharge to the utmost, or after 
long work which has heated the coil. Sometimes severe damp 
will gradually impair insulation. As a rule such accidents 
necessitate rewinding, or else using the coil only for much 
smaller sparks \ but sometimes careful and persistent heating, to 
the proper point and that only, will restore insulation. Such 
heating is, however, a delicate operation, and should be left to 
the manufacturer. 

Foreign dry-wound coils very often need a careful gentle 
drying through, if the weather be at all damp, to get good 
results. They .should be kept if possible in a specially dry 
{md rather warm place, 



CHAPTER IV 

MISCELLANEOUS EXPERIMENTS 

While a J-inch spark will suffice for ordinary vacuum-tubes, 
it is desirable that the experiments in this chapter should be 
made with a coil giving at least an inch spark. Most of them 
will be far more brilliant with a larger coil^ 

33. Experiments on the Coil. — Two or three exi^eri- 
ments will be very instructive as showing the effect of the 
‘•extra current,” and the way in which phenomena are modi- 
fied by the condenser. 

(rt) The Condenser , — Adjust the electrodes of the discharger, 
so as to give the full ordinary spark in the usual way, and then 
cut the condenser out of the primary circuit. The spark will 
no longer pass. Let the electrodes be more and more approxi- 
mated till a spark again passes; that of a 4-inch coil will 
probably be reduced to about half an inch, and other sparks 
in proportion. 

(h) The extra primary current , — By connecting to the dis- 
connected condenser terminals, instead of that apparatus, wires 
with shocking handles, shocks will be obtained from the primary 
coil, as described in § 14. Caution should be used with large 
coils regarding even this primary shock, which may be un- 
pleasantly smart, using only one cell and little action in the 
eontact-br^aker, till i| has been ascertained whajt can be borne* 
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A more pleasant demonstration, which will take all the 
primary current, is to connect with the same terminals, instead, 
of shocking handles, an incandescent lamp^ proportioned to the 
size of the coil. The extra current when contact is broken 
will light up the lamp, the intermissions being clearly seen when 
the rate of breaking current is made rather slow. 

These experiments teach us practically that long helices, 
as sometimes seen, are unsuitable for terminals of a coil, or 
any other apparatus with an interrupted or alternate current. 
Suitable enough for battery terminals, and convenient, from 
their elasticity as to length, interrupted currents in a helix 
lose considerably from self-induction. 

Extra-current experiments should be sparingly made, as they 
injure the platinum contacts more than ordinary work with the 
condenser in circuit. 

34. The Spark Intermittent. — Restoring the condenser 
to the circuit, we turn attention to the discharges between 
the secondary. Bringing the electrodes well within the sparking 
distance, sparks will pass so rapidly as to appear a continuous 
line ; but they may be shown to be momentary and interrupted 
in several ways. 

(a). Without any apparatus, by swiftly turning the eyes 
upward or downward, the sjwks >vill be separated into detached 
images. Or by rapidly passing the spread fingers between the 
sparks and the eyes, the shadows of the fingers can be made 
to give separate retinal impressions. 

{d). More perfectly, reflect the image of the spark from a 
piece of looking-glass, and turn this in the hand so as to 
make the image traverse across it; the sparks will be seen 
detached. A proper “ rotating mirror ” will of course demon- 
strate this still better, and by its aid the images of the sparks 
can be projected on a screen. 

(c). Best of all, strengthen the spark by introducing a 
condenser (such as a Leyden jar) also into the secondary 
circuit, an extra wire besides the sparking electrodes going 
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from each terminal to the opposite coatings of the jar, much 
as in Fig. 40. The spark will now have much more illuminat- 
ing power. Prepare a cardboard disk divided into a moderate 
number of equal sectors, say lo, alternately black and white, 
which is placed on a rotator to be rotated in the manner of 
Newton's colour-disk ; and placed so as to be seen illuminated 
by the sparks, the room being otherwise darkened. On rotating, 
the disk will not appear a uniform grey, but divided into 
sectors. Further, if the disk has 10 (or ;/) sectors, it will 



Fig. 23. —Disk. 


appear absolutely stationary when the time of one rotation is 
adjusted so as to be lo (or n) times the spark interval ; above 
or below that rate the sectors will appear to be revolving, either 
forward or backward. Hence a pretty modification may be 
made by describing on the disk several circles or zones, and 
dividing these by a gradually greater number of sectors or 
spots as the diameter increases (Fig. 23). Then the zone 
which obeys the numerical law, will appear stationary, while 
those inside and outside of it will appear slowly revolving, but 
in opposite directions. 

Rotating vacuum-tubes (p. 86) also prove the intermittent 
character of the discharge. 
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35. The Discharge in Air.— It is interesting to study 
the character of the discharge, both with and without a 
condenser or Leyden jar. 

Separating the terminals to the full distance of the* coil, and 
reducing the current by slacking the interrupter-spring x (Fig. i6) 
till the spark will just not pass, in a dark room there will be 
seen a faint blue glow round the line joining the terminals. 
With a powerful coil this “ brush discharge ” will be fine and 
conspicuous, and diverging “ brushes*' more evident at the 
terminals. 

Sparking in the ordinary way, with a point at the ix)sitive 
terminal and a disk at the negative, the spark will be an intense 
bluish line or succession of lines, with a snapping noise. A 
sort of yellowish glow surrounding this can generally be dis- 
tinguished. 

As the distance is shortened the spark becomes thicker 
and more silent, and with a powerful coil appears a sort of 
yellow flame ; with a small coil it is more red. This shorter 
and redder spark is the proper discharge for all “ignition’* 
experiments. 

When a Leyden jar^ has its two coatings connected with 
the two terminals, the discharge between the separated iK)ints 
is less frequent, because the jar has to be “charged** before 
discharge occurs, which may require several of the induced 
secondary currents. It becomes more massive and makes a 
loud report ; but the sparking distance becomes less, and the 
less, the larger the jar or other condenser. With a very large 
jar the spark may be reduced from lo inches to the ^^^Ih of 
an inch. This kind of spark is often used in spectroscopy 
(see Fig. 40). 

^ I>cyden jars or condensers, connected in any way with Induction Coils, • 
should always stand or lie upon an insulated table, and never be connected 
to earth. N^lect of this might lead to very serious shocks. Care should 
also be taken to disemnect entirely the jar or the condenser, as soon as any 
condenser experiments are concludedt 
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This effect of a condenser is admirably shown by an experi- 
ment of Mr. Hearder's. On an insulated table and surface 
lay a dry board 2 feet or more square, the upper surface coated 
with tin foil ; and suspend from above by silk or other insulating 
cords another board, with the lower surface similarly coated, so 
that it may be raised or lowered over a pully. Each surface 
being connected up, and one board placed several feet above 
the other, the poiTits of the discharger will show the ordinary 
discharge. As the upper board is lowered the two surfaces 
(probably at lo to 20 inches apart) begin to come near enough 
to act as condensing surfaces, separated by air as the di-electric 
This has obvious effect upon the spark, which at only a few 
inches distance will be decidedly reduced in distance, and 
changed in character to that from a condenser. 

36. Effect of Flame. — ^The discharger points being set to 
the full sparking length, introduce the flame of a spirit-lamp 
(or several lamps in proportion for ^ long spark). It will be 
found that the distance can by greatly extended, the discharge 
from an inch coil being easily extended to 4 inches, and a 
4-inch spark to 1 2 or more inches. This appears partly due 
to the more rarified atmosphere being an approach to vacuum 
discharges (Chap. V.), and partly because the vapour is in 
itself a better conductor. 

The latter operation is shown by another experiment. Adjust 
for the longest sparking distance in air, and introduce one or 
two flames midway, but on one side of the direct path. 
Though the path thus becomes longer, the discharge will diverge 
so as to pass through the better conducting flame or heated air. 

37. Deflected Discharges.— Arranging the discharge at 
considerably less than the full distance, interpose the edge of a 
plate of glass, or mica, or ebonite. The discharge will bend, 
as it were, round this* edge, showing that the longer path 
through the air interposes less resistance than the shorter direct 
path through the solid di<electric. A plate not too thick may, 
however, be pierced as in § 46. 
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38. Current of Air.— Arrange a rather short discharge, 
and while it is passing blow a stream of air upon it at right 
angles through a glass tube. The direct spark will still appear, 
but a curious sheet of flame appears to be driven obt froni 
it to one side by the blast of air. 

39. Magnetic Deflection. — A still more interesting 
experiment is to arrange a comparatively short simrking dis- 



Fig. 34.~Magnetic i^eflection. 


charge as above, and to adjust across it the iwles of a powerful 
electro-magnet as in P'ig. 24 ; this latter must of course be 
excited by a branch or shunt wire, or by a separate battery. As 
soon as the current excites the electro-magnet, the si>ark is con- 
verted into a luminous sheet, deflected into a crescentic shape, 
from the outer edge of which issue beautiful luminous rays 
or streaks. If the current is reversed in either the coil or 
the electro-magnei, the sheet of flame is deflected in the 
opposite direction. 

40. Metallic Sparks and Deflagrations.— Without 
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trenching upon actual spectrum experiments, if the discharger 
is furnished with wires of different metals, the sparks will 

appear of various colours. If there are no terminals to the 

discharger furnished with binding-screws, thin wires may be 
coiled round them with ends projecting. A jar in the secondary 
circuit improves the effect, and will volatilize more refractory 
metals than the current alone. If very thin wires are used, 
without a condenser, the wires being of the less perfect con- 
ductors, such as platinum, iron, or zinc, it will be seen that 
the negative wire alone ignites, and probably melts, while the 
positive wire remains unaffected. 

That the spark is due to molecules of metal torn off and 
ignited, is shown by using a point as one terminal, and a 

polished disk on the negative. At each discharge a small 

spot will be marked upon the polished surface. 

A very beautiful experiment may be made by varnishing 
the top side of a plate of glass or ebonite, and sifting over it 
on to the varnish fine filings of copper, iron, and zinc. Lay 
across each end of the sifted surface a strip or bar of copper, 
the interval being from three to six times the sparking length 
of the coil. To these bars the terminals are connected. On 
discharging, sparks will traverse the entire interval, branching 
about in all sorts of ways, and of various colours, according 
to the metals which happen to lie in each particular line of 
discharge. 

All the ordinary sparking effects, obtained with a static 
machine, are of course available with the coil. One of the 
prettiest is to “charge'’ a sparking Leyden jar, which is 
prepared by gumming on each surface, diamond-fashion, 
squares of tin-foil, with the corners not in contact, but at a 
small sparking distance. Each square should have an aperture 
m the centre, so that the hole in a square of one coating stands 
opposite to the sparking* ix)int on the other coating. The 
effect of this arrangement is very beautiful, esj^ecially if copper 
or other foils be interspersed, which will vary the colours. 
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Note . — In charging a jar or battery of jars, the arrangement 
differs from that in which a jar is connected direct to the two 
terminals as a condenser, merely to strengthen the spark. In 
charging, there must be a sparking interval between on^ coat 
of the jar and one of the terminals. Either one point of the 
discharger may be directly connected to the jar and the other 
set at a sparking distance from the other coating ; or, what is 
perhaps better, the discharger is set at a prosper interval, and 
one of the rods connected to its terminal of the coil ; from 
the other discharging-rod the wire is only connected to one of 
the coats of the jar, while the other coating is connected direct 
to the other end of the secondary. One discharging-rod is 
thus only connected to the secondary through the jar or battery, 
and the whole circuit is interrupted by the spark-gap. In either 
case, the spark-gap is introduced in order that its resistance 
may confine the charge to one kind only (see p. 29). 

Thin leaf-metal of any kind may be laid and smoothed 
out on a plate of glass, mica, or ebonite, and the points of 
the discharger brought in contact with the opposite edges. On 
passing the current the metal will be brilliantly deflagrated, 
with the colour due to it, if the coil is powerful enough. 

41. Ignitions and Explosions. — These are easily effected 
in endless variety, and the manner needs no detailed descrip- 
tion. It suffices to place a little of the gunpowder, or lycopo- 
dium, or ether, or phosphorus upon the insulated table of the 
discharger, and pass the spark through it. The spark will, 
however, sometimes scatter a powder without igniting it, and 
guntx>wder or lycopodium (the former gently rubbed down 
very fine in a mortar) should, therefore, be dusted in very small 
quantity on a tuft of cotton wool. 

An extinguished but smoking taper will be relighted if the 
top of the wick be brought between the ends of the discharger, 
set in line for a short spark. 

Small models of any kind of electrical fuse are easily fired 
by filling a short length of small cartridge-paper tube with the 



IV] 


ELECTROLYSIS 


65 


powder or mixture, into the midst of which are led the ends of 
copper wires thickly coated with gutta-percha, which is removed 
•for an eighth of an ipch at the ends. • The wires being bound 
or twisted together, the ends will be separated by a short interval 
for the spark. Care should be taken with any but a small coil, 
to lower the current very much for this class of experiments. 

Hydrogen or coal-gas, or a mixture of either with air in a 
brass tube rathe» loosely closed by a cork, are easily ignited 
by the spark. But such ignition is most easily and safely 
shown by bringing a gas burner, turned on, between the points 
of the discharger. 

42. The Spark in Liquids. — Using gutta-percha-covered 
wires, stripped for an eighth of an inch at the ends, which are 
brought near together, the spark is easily obtained in water and 
other liquids. In water, the wires must come within an eighth 
of an inch for an inch coil. In spirit of turpentine or bi-sul- 
phide of carbon, which are good di-electrics, the spark is very 
brilliant indeed. In alcohol it is red ; in most oils greenish- 
white. It must be well below the surface in inflammable 
liquids, and not long maintained, lest the mere heating effect 
should cause ignition. 

43. Electrolysis. — Chemical decomposition, though easily 
effected, is scarcely a legitimate experiment with coils, as the 
same battery cells alone would usually do the work better. 
But it is interesting to observe that, while a spark occurs in 
water when platinum terminals are brought very close together 
as above, by acidulating the water with sulphuric acid and 
further separating the poles, and suitably adjusting the dis- 
charger, the water is decomposed, and the two gases may be 
collected as usual. If the conductivity is enough increased 
by acid and the electrodes near, discharge will take place 

tboth ways, and mixed gases may be collected over each 
terminal; while if the refsistance is made greater by less 
acid and a wider separation, the discharge will only take 
place one way owing to the action of the condenser (§ 18) 

F 
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and oxygen and hydrogen will be separated as by a steady 
current. 

Another experiment is to soak some unsized paper in hot 
solution of starch, and when dried dip again in rather weak 
neutral solution of potassium iodide. Lay the wet sheet on 
a plate of glass, and let the negative terminal (the terminals 
must be platinum in electrolysis) touch it near the edge. 
Move the other terminal, which should have a smooth end, 
slowly over the sheet, and a purple line will be traced, owing 
to the liberation of iodine and the formation of iodide of starch. 
Wet litmus paper may be also laid on the glass, and the two 
terminals brought within half an inch, or an inch, on the sur- 
face. A red stain will appear round the positive wire, and 
a blue stain round the negative. In these experiments only a 
moderate discharge should be used, and the wires themselves 
not handled, but each first twisted round the end of a glass 
rod as a handle, with an inch or two of wire projecting. 

44. Surface Discharges. — On the table of a Henley 
discharger, or in front of the coil, lay a piece of looking-glass, 
silver side downwards, to which is connected one terminal of 
the coil. Bring the other point of the discharger to the centre 
of the surface of the glass, whose size should be well within 
twice the length of the spark. Sparks will diverge from the 
point of the rod in all directions to the edges of the 'metal 
on the back side, and will be duplicated by reflection. 

For another pretty experiment, smooth out a strip of tin-foil 
on the insulated table, over this lay a thin sheet of mica. Bring 
the points of the discharger to the top surface of the mica, 
just within the edges of the tin-foil. There will be beautiful 
branched discharges, and there may be perforations. 

A curious variation of this experiment may be made by 
placing a large drop of water or some aqueous solution on 
the centre of the mica, or of a glass plate, into which the upper 
electrode is inserted. The liquid will branch and stream out 
in a curious way, till a fine arborescent cohesion-figure is 
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produced. This figure will differ markedly in character accord- 
ing to which electrode is dipped in the liquid, and in a less 
• degree according to the liquid, and the di-electric used for the 
plate. 

Another interesting experiment is to dust a plate of glass 
with lycopodium powder, and lay it on a plate of metal, 
with the powdered side upwards. The two terminals are then 
made to touch Jthe powdered surface, at a distance propor- 
tioned to the strength of the spark, and a discharge passed. 
The powder becomes arranged in peculiar figures, which 
resemble mosses, feathers, and lichens, but are quite different 
round the two terminals.^ One terminal may also be connected 
to the metal plate, and the other brought to the centre of the 
powdered surface ; reducing the spark, or the sparking-gap, so 
that a discharge does not pass to the edge of the plate. A 
photographic plate may be similarly treated ; but in this case 
the interrupter should be so handled that only a single spark 
passes at a time; on development the plate will exhibit 
characteristic figures, differing according to the terminal used, 
or the other arrangements, somewhat as in the case of the 
lycopodium. 

45. Illuminated Crystals. — Bringing the points of the 
discharger to a large lump of sugar, or alum, or sulphate of 
copper, the crystals are beautifully illuminated. With a large 
coil, drilling opposite holes to some depth in order to intro- 
duce the terminals, quite a mass of crystals may be thus 
treated. 

46. Perforation and Disruption.— Lay a plate of metal 
connected to one of the terminals on the insulated table, and 
upon this a sheet of thick dry paper ; and bring the point of 
the discharger from the other terminal near the top of the 
paper. The paper will be punctured, and generally appear a 
little charred round the punctures, so as to make a decided 
black spot. A sheet held in the stream of sparks, between 

' See Proc, Royal Society, xlvii. 84. 
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the points of the discharger, will also be perforated, but the 
holes are not charred, and are almost invisible. 

Without any complicated apparatus, the action of Edison's 
Electric Pen can easily be shown by an Induction Coil. * It is 
only necessary to provide a pencil or stenciller, consisting of a 
smooth-tipped wire well surrounded with insulating material, 
such as shellac melted round it in a glass tube. On a sheet 
of metal, or tin-foil smoothed on a glass plate, lay a sheet of 
dry paper on which some simple design is traced. Use a 
single cell, and with a large coil lower the spark, and take care 
not to let the hand holding the pencil come too near the metal 
sheet, or a smart shock will probably be felt ; but, holding the 
pencil free, trace with the point over the lines. These will be 
covered with a row of tiny perforations, the intermittence of 
the discharge preventing the perforation from being continuous. 
If the perforations are large enough, some aniline ink brushed 
over the stencilled design, laid on another sheet of paper, will 
give a print as in Edison's apparatus. 

Plates of glass can also be pierced, but only with a powerful 
coil ; a lo-inch spark might possibly pierce an inch, and almost 
certainly will pierce a plate half an inch thick. To avoid 
breaking down the coil, the discharging points must be set at 
the safe, outside sparking distance, as a safety valve. The 
glass must be armed on one side with a thick glass tube, ground 
flat across one end, and well cemented to the plate with 
shellac. The glass is wiped clean and dry, and the wire from 
one of the terminals introduced down the tube till it touches 
the glass, the other wire being brought to the op})osite side of 
the plate. The guardj-tu be on one side is to prevent the dis- 
charge spreading over the surfape of the plate. 

47. Strains in Di-electrics.— With a large coil may be 
demonstrated Dr. Kerr's interesting experiments showing 
optically the strain in a di-electric under a strong electrical 
charge, but it is dificult to do this satisfactorily with less than 
a 6-inch coil. For full details reference mav be made to the 
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original papers in Phil. Magazine^ November and December, 

. 187s, but the essential points are as follows. A .block of glass 
is carefully drilled, and the holes polished, from both sides, 
till the bottoms of the holes reach within five to eight milli- 
metres. Wires are brought from the terminals to contact with 
the bottom of each hole, and the interval is arranged in the field 
of a polariscope, with the Nicols crossed to give a black field, 
but the polarising planes making an angle of 45° with the line 
joining the two electrodes. The points of the ^ischarger are 
first set near together, and the current turned on. The points 
of the discharger are then by steps (not forgetting to switch the 
current off while making each alteration) gradually separated. 
As the electrical strain increases, light re-appears in the jxilarised 
field, precisely as if the glass were squeezed in a press, as in fact 
it is squeezed by the electrical stress. With a distance of about 
5 millimetres and a lo-inch coil. Dr. Kerr found a sparking 
distance of about two inches at the discharger sufficient. 

Experiments were also made with liquid di-electrics, such as 
carbon di-sulphide, with similar results. In this case Dr. Ken 
used small flat plates as electrodes, arranged in a manner for 
which reference must be made to his original papers as above. 

If the tension be increased by separating the discharger 
points (taking care to keep within the safe distance lest the 
coil be injured) the glass is finally fractured. This usually 
takes place suddenly ; but on one occasion Mr. G. H. Gordon 
found the final fracture preceded by gradually increasing colour 
effects, exactly the same in all essentials as when a glass plate 
is compressed to the point of fracture in a vice. 

48. Shocks. — It is not advisable to experiment in this, 
direction with large coils. A ^-inch spark is as much as is 
really safe, in case of a weak heart. Such experiments 
should be confined to small medical coils, or to the primary 
coil (§ 33)- 



CHAPTER V 

THE DISCHARGE IN PARTIAL VACUA 

At less than atmospheric pressure, the resistance to the 
passage of the spark or current through gases becomes much 
less, and gives rise to many interesting and beautiful pheno- 
mena. If, on the other hand, the pressure be increased, the 
di-electric resistance correspondingly increases, approaching 
more to that of a solid or liquid di-electric. The most con- 
venient mode of studying the simple phenomena is to provide 
an ovoid glass vessel like Fig. 25, furnished at the bottom with 
an air-tight stop-cock, and a screw which fits an air-pun\p and 
can be placed in a foot. A thick wire with a knob at the 
tip is in metallic connection with this end, for connection with 
the coil ; and through an air-tight stuffing-box at the top slides 
another rod furnished with a knob, so that the discharging 
distance between these knobs can be varied at pleasure.^ 

49, Spark in Condensed Gas.— -Condensing two or 
three atmospheres into the vessel, it will be found that the 
possible spark is much shortened, and assumes a more violent 
and disruptive character, especially when a jar is introduced 
into the secondary circuit, as in Fig. 40. 

50. Effect of Rarefaction. — Set the two sparking knobs 
of the vessel at twice or three times the normal sparking 

^ Such adjustment is not absolutely necessary, but is very convenient 
and desirable. 
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distance,^ and screw the apparatus on an air-pump. Turn 
on the current, and gradually exhaust the vessel. At a certain 
pressure the spark will traverse the increased distance, but it 
still obviously passes as a bright spark, with or without some 
nebulous brush around it. This experiment is often made 
with a tube several inches in 
diameter and two or three feet 
long, when il becomes a coil 
adaptation of the well-known 
“falling-star*’ experiment with a 
Leyden jar. 

51. Luminous Discharge. 

— As the pressure is further re- 
duced by the pump, the character 
of the discharge changes, and 
beautiful streams of purple light 
(/>., in ordinary air) proceed 
from the positive pole or anode ; 
at some given pressure this will 
nearly fill the vessel. At still 
higher rarefaction this purple 
light draws in and brightens into 
a beautiful reddish-purple spin- 
dle, as in Fig. 26, starting from 
the positive pole, while the nega- 
tive knob and rod are clad in a 
thin blue-VIolet sheath. When 35,— Vessel for Discharges, 

the exhaustion reaches a certain 

point, this violet sheath can be seen to be separated from the 
wire and knob by a very small dark space or distance. The 
best pressure for these appearances is from 2 to 4 mm. of 
mercury. 

This mark^ difference between the positive and negative 

^ In an experiment of this kind the discharger should be set as a safety 
valve at the normal distance, in order to avoid straining the coil. 
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phenomena in gases is fundamental, common to all gases and 
all degrees of exhaustion. The higher the vacuum, the more 
the violet glow (in air) recedes from the negative electrode, 

termed the kathode. The 

■ colours, however, vary with the 

gas in which the discharge takes 
place. In most cases the ne- 
gative glow is blue or violet; 
but the brush light differs more, 
and in carbonic acid is pale 
green. 

52. Deflection of Dis- 
charge. — If a conductor, or 
even the finger, be held to the 
side of the vessel, the brush 
discharge will be deflected to- 
wards it in a curious way. If 
a strong horseshoe magnet with 
poles wide apart be employed, 
curious phenomena will be ob- 
served, but which are better 
studied with “tubes,*^ or as in 
De la Rive’s experiment in § 53, 
53. Character and Rota- 
tion of the Discharge.— It 
is clear that the discharge in 
Fic, 26.-Bnish and Glow. rarefied air or gas is in a rough 

way tantamount to a current ; 
but it is obviously of the nature of a convection current. Com- 
pressed gas is increased in resistance ; while we shall see here- 
after that even the nearest to a perfect vacuum which we can 
get, is an all but perfect di-electric. Up to a certain point 
conduction increases with vacuum ; and, beyond that, de- 
creases; which we have no means of accounting for but by 
freer translation of the particles, up to the point at which there 
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remain particles enough. Heat may serve as a rough analogy. 
, Heat applied to the upper surface of a liquid penetrates gradu- 
ally downwards by conduction^ as it does along a solid body 
also; applied beneath, it is carried ui^ward and diffused by 
currents, or convection. So 
also an electrical discharge can 
travel through matter, as along 
a wire ; or it can travel with 
matter, as in this case ; mole- 
cules of the gas being electri- 
fied, and then being carried- 
by repulsion to the opposite 
pole. 

Such streams of electrified 
particles must obey the same 
electro-magnetic laws as other 
conductors, and ought, there- 
fore, to revolve round the pole 
of a mag- 
net, like the 
current in a 
wire.^ De 
la Rive de- 
monstrated 
that this 
was the 
case, by the 
apparatus 

shown in Fig. 27, Into a glass vessel, such as is used in. 
the above experiments and furnished with the usual stop- 
cocks, projects a rod of soft iron a c, whose sides v v are 
thickly coated with shellac, but the top c exposed. The lower 
end projects outside, and can be inserted into the coil e, which, 



FiCf. 27.— De la Rive's Revolving Discharge. 


^ These electro-magnetic rotations are fully described in all works upon 
electricity. Such details are outside the scope of this little book. 
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when supplied with current by wires P imparts strong 
magnetism to the rod. At the lower end of the vessel, the rod. 
is cemented into an insulating collar, which is enclosed within 
a metallic collar, and this again is cemented into the bottom of 
the vessel. Wires r r^ lead from the iron rod and the metal 
collar to the secondary coil, so that the discharge in the ex- 
hausted vessel passes^ from the top of 
the rod c to the metal collar at the 
bottom. A drop of some hydro-carbon 
being introduced, and the vessel ex- 
hausted, the discharge usually collects 
as a band at one side ; and on mag- 
netising the rod this band revolves 
round the magnet, in a direction of 
course depending upon the polarity of 
the iron and direction of the discharge. 

This apparatus is needlessly compli- 
cated and costly, and Geissler greatly 
simplified it by sealing into the top of 
the vessel a wire a with a small disk 
at the end, and into the bottom a 
closed tube into which a soft iron rod 
or a magnet can be inserted. A second 
*wire d is also sealed into the glass, 
which ends in a ring m encircling the tube. The hydro-carbon 
being introduced, the vessel is exhausted to the proper point 
and sealed once for all, in the manner of a Geissler tube ; and 
the discharge takes place between the disk at n and the ring 
m (Fig. 28). 

54. Gassiot’s Cascade. — Perhaps the most beautiful form 
of discharge in a low vacuum is that generally known by this 
name. The effect largely depends upon the scale of the appa- 
ratus. In the first form of the experiment, Gassiot coated the 
inside of a beaker-glass with tin-foil for about two-thirds of the 
distance from the bottom to the rim. This was placed on an 




IV] 


. GASSIOrS CASCADE 


75 


insulating disk of thick glass, upon the centre of the plate of 
an air-pump, and over it was placed a wide receiver, through 
the top of which passed, air-tight, a rod communicating with 
the tin-foil, but insulated by shellac or a glass tube to nearly its 
lower end. The positive wire from the secondary communi- 
cated with this rod, the other with the plate of the air-pump. 
When the current was passed, as exhaustion proceeded, a faint 
glow was first seen about the base of the goblet, which increased 
in brilliance with the vacuum, until it appeared to pour as a 
sheet of glowing liquid over the edge of the beaker. The ex- 
periment is now generally shown much heightened in beauty 
by using a goblet of uranium glass, which is not coated with 
tin-foil ; the discharge taking place from a knob at the end 
of an insulated rod, arranged so that the knob is near the 
bottom of the goblet. The uranium glass fluoresces strongly 
by the light of the discharge, and the contrast of its fluorescent 
yellow-green luminous colour, with that of the discharge, greatly 
enhances the effect. 

A form of this apparatus is often made on a much smaller 
scale, so as to come within one of the “ vacuum-tubes pre- 
sently mentioned, permanently sealed, and with ordinary wire 
electrodes. One electrode terminates in a bulb, which is pro- 
longed into a long tapering glass nozzle, through which the 
discharge must pass. This reaches to nearly the bottom of a 
narrow cone-shaped beaker of uranium glass, over the lip of 
which the discharge has of course to flow, returning through 
the outer tube to the bulb and other electrode beyond. 

55. Fluorescence. — The purple light of the brush dis- 
charge is richly supplied with ultra-violet rays, and, in com- 
parison with its visual luminosity, has an extraordinary power 
of exciting fluorescence. This is largely utilised in ‘‘ vacuum 
tubes” (§57), but can^be studied more methodically by ex- 
posing cards, painted with various fluorescent solutions, to the 
rays from the discharge. If the solution be made in one of 
gelatine, a much thicker layer Can be laid on, which will glow 
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more brilliantly. Solutions in gelatine of uranine, eosin, fluor- 
escein, are very brilliant thus treated. But the solutions them'- 
selves are most beautiful, and are easily studied, either by a 

‘‘ plain ” cylindrical vacuum-tube 
surrounded with a glass collar or 
annular channel, in which the 
liquid can be contained, so as to 
surround the discharge, or in 
many cases by nearly immersing 
such a plain tube (keeping the 
kathode out of the liquid and 
beyond sparking distance) in a 
glass goblet of the solution. 

Fine solutions treated in this 
way are quinine di-sulphate (blue), 
aesculin (blue), heavy petroleum 
oils (blue), fluorescein and its 
above compounds (bright green), 
chlorophyll in ether or alcohol 
(blood-red). Many other of the 
more complicated hydro-carbon 
compounds fluoresce brilliantly 
by this light, though giving but 
poor results in ordinary spectrum 
rays. 

56. Stratification.— If the 
exhaustion can be carried far 
enough, even with common air, 
another phenomenon will be developed in the discharge ; but 
it is difficult to do so with an ordinary air-pump, and it is easier 
to introduce by the stop-cock, before exhaustion, a drop of 
alcohol, or turpentine^ or benzol, or almost any volatile hydro- 
carbon liquid. The reddish-purple brush discharge from the 
positive pole is then divided into s/ria (Fig. 29), which increase 
in number as the exhaustion increases. 



Fig. 29.— Stratification. 
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57. Vacuum Tubes. — ^These and many other phenomena 
c^re more easily studied in tubes exhausted to various degrees, 
with the proper gases, vapours, or other substances introduced, 
and then sealed up once for all with platinum wires also 
sealed into them at opposite ends as electrodes, to which the 
wires from the secondary coil can be attached. These were 
first made in many various forms by Geissler and Gassiot, and 
are thence commonly known as Geissler or Gassiot tubes. 

They can be manipulated in various ways, but one precaution 
should always be observed — viz., to set the points of the dis- 
charger at a sparking distance which is not too great for the 
tube to bear, otherwise the platinum electrode may be melted, 
or the tube itself overheated. The primary current itself must 
also not be too strong. By attaching wire hooks to the terminals 
of the discharger, the tube may be hung horizontally by its 
two electrodes, which terminate in small loops, or the tube 
may be laid (also horizontally) in a cradle or crutch. Or tubes 
are often mounted, especially double or V-tubes (see Fig. 38)* 
so as to stand upright in a wooden foot. Spiral patterns, 
such as are shown in the same figure, are usually hung by 
two small studs upon a piece of blackened board standing 
upright. 

Stratification is best studied in plain tubes resembling Fig. 30, 
which represents one filled with carbonic acid and exhausted 
to about 2 or 3 mm. of mercury. This gas, being a compound, 
shows the stratification more easily than simple gases do as a 
rule, and the green “ brush ” or positive discharge is divided 
into concave disks, the concavity facing the anode. The striae 
have been examined under many different conditions ; with 
steady currents from Mr. De la Rive’s great battery of 14,000 
cells ; with intermittent discharges ; and with alternate currents 
from a dynamo and Tesla transformer. When the image of 
the tube is examined iti a rotating mirror, the strata are seen 
to progress towards the kathode or negative pole. Sometimes 
an appearance of rotation is observed ; but this is generally 
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considered an optical illusion, though it is possible that the 
magnetism of the earth may really produce rotation occasion- 
ally, in the same way as more systemati- 
cally done by De la Rive (§ 53). 

58. Cause of Stratification.— The 
cause and nature of the striae cannot be 
said to be thoroughly understood ; but on 
the whole it appears' probable that the dis- 
charge is not a continuous one, but as it 
were a series of shorter ones. Schuster 
further considers the phenomena very 
analogous to that of electrolysis in liquids, 
and believes the molecules are broken up 
into ions, and recombined at regular in- 
tervals. These views have since received 
strong support from some very interesting 
researches brought before the London 
Physical Society in 1893 by Mr. Baly. 

His experiments were made with tubes 
measuring about 9 x J inches, and ex- 
hausted to pressures from f mm. to 15 
mm., and filled with various mixtures of 
gases. It has already been remarked that 
stratification is more easily produced with 
a compound than with an elementary gas 
(§ 57). Filling a tube with hydrogen and 
carbon-dioxide exhausted to | mm., when 
the discharge was first passed, the tube 
was filled with a white glow, giving (when 
examined through a pocket spectroscope) 
the mixed spectrum of both gases. After 
Fig. 3o.-Stratification. a few scconds the negative glow became 
pink, and the white brush light divided 
into strise well defined. From these striae the hydrogen lines 
gradually disappeared, leaving only the lines of carbon, while 



IV] 


ELECTROLYTIC EFFECTS 


79 


the hydrogen lines were found very bright in the negative glow. 
Generally it was found that, when the mixture included hydro- 
gen, after a while hydrogen lines were strong in the negative 
glow, but absent from the body of the tube. The inference 
appeared to be that the hydrogen was, by the action of the 
discharge, withdrawn from the bulk of the tube, and collected 
round the negative pole. 

Finally, by the arrangement shown in Fig. 31, Mr. Baly 
succeeded in separating the two gases. The 
Pliicker tube on the right hand was connected 
with another small tube on the left by a capillary 
channel which could be sealed off. The upper 
electrode of the long tube was a rod suspended 
from the connecting wire by a weak spiral spring, 
so that its own weight (when in this position) 
brought it down to touch the other electrode, so 
making the whole in the long tube one negative 
electrode, the discharge taking place between 
this and the lower electrode in the other tube, I » 1 
through the capillary neck. In the small por- 
tion of the long tube a morsel or two of cotton 
wool surrounded the rod, so as to check diffu- 
sion. After passing the discharge for some time, 
the small positive tube was sealed off. On 
spectroscopic examination of the discharge be- 
tween its pair of electrodes, this tube showed ^ Experiment.^ ^ 
scarcely a trace of hydrogen, while the other 
tube, its electrodes being separated by reversing the position, 
showed brilliant hydrogen lines. Other experiments, in which 
hydrogen was mixed with carbon monoxide, sulphur dioxide, 
nitrogen, iodine, &c., gave the same result : the hydrogen was 
always found at the negative pole. 

With carbon monoxide and dioxide, the monoxide separated 
to the negative pole ; with carbon dioxide and nitrogen, the 
carbon to the negative. This mixture separated with special 
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distinctness, and is noticeable for the heaviest gas going to 
the negative pole. Hence the pole does not depend upon the 
molecular weight. Air, however, is very difficult to determine : 
nitrogen became very distinct, and apparently oxygen must 
have been in the other tube, but its spectrum could not be 
got to resemble the acknowledged type ; oxygen is, however, 
a gas about which there are several mysteries or anomalies 
not as yet cleared up. 

It is clear from these experiments that a process akin to 
electrolysis is really set up, and that one component can. be 
fractionated out. It was also conclusively proved that good 
and easy separation were connected with good striae in the 
brush light, and vice versa. The first approach of both was 
always coincident. Again, avoiding any marked negative glow 
by using for that pole the extreme tip of a wire otherwise sealed 
in glass, no striae could be obtained, whereas, on reversing the 
poles to get a negative glow, they were at once formed. And 
if pure or elementary vapours are used — as hydrogen, iodine, 
sulphur, &c. — there are no striae. The experiments appear to 
prove conclusively that the discharge has a distinctly electro 
lytic effect, and that a mixed composition of the residual gas 
in the tube is essential to the production of striae. The reason 
is thus made obvious, why at low exhaustions striae are so much 
facilitated by introducing a little vapour of hydro-carbon into 
the tube. 

Pliicker devised a form of tube, known by his name, in 
which the electrodes terminate in end bulbs, joined together 
by a tube of very much smaller bore— in some cases an almost 
capillary bore. The discharge is much intensified within the 
narrow part of the tube, which makes it very convenient for 
studying stratification (Fig. 32), and also very useful in studying 
the spectrum of the discharge (see Fig. 41, page 91). 

59. Effect of a Magnet. — ^The effect of a magnet upon 
the discharges in vacuum tubes is very conspicuous, and 
manifested in several ways. If the two poles of a magnet 
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embrace the tube between them, stratification is often produced 
_ where none was previously visible, and is generally increased 
if visible before. Again, if the kathode of a tube exhausted so 






Fig. 3a.->PlUcker Tube, showing Striae. 



Fig. 33.~Plflckcr’s Plane. 

as to show the negative glow well, be brought between, the poles 
of a powerful electro*magnet as in Fig. 33, the glow.light 
arranges itself as if it were a paramagnetic body, in a plane 

G 
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between the poles, known from the discoverer as Pliicker's 
plane. The positive brush-light, on the contrary, behaves 
nearly as if a diamagnetic body ; and if the exhaustion be 
carried to the right point (usually from 0.5 to 1.0 mm.) can 
be shown nearly at right angles with the Pliicker plane. 
Pliicker demonstrated further very interesting phenomena in 
the paramagnetic negative plane. A tube of the form shown 
in Figs. 3*4, 35, 36 was exhausted to a point that showed 



Fig. 34.— PlOckcr's Curve. 


the negative glow well, while the positive brush discharge dis- 
played broad and distinct stratification. Fig. 34 shows the 
form assumed by the dark boundary of the plane, or negative 
glow-sheet, when the line joining the poles of the magnet 
crossed the negative electrode at some distance beyond its 
point ; and Fig. 35 shows the reversed curve when also crossing 
the electrode, but some distance below the point. - When the 
axis of the tube lies over and across the poles, the tip of the 
electtode being midway between them, the phenomena are m 
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in Fig. 36. It will be observed that the curve nearly coincides 
with the magnetic curve or “ line of force between the two 



Fig. 35.— -Plflclcer’s Curvts. 


poles of the magnet, and passing through the end of the 
negative electrode. 

Another very interesting magnetic effect was discovered by 



F^ic. 36.— Plflcker's Curve. 

Trfeves, and cannot be said to be thoroughly understood, though 
no doubt connected with the foregoing phenomena. Taking 
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an ordinary Pliicker tube, like Fig. 41, he arranged this as in 
Fig. 37, between the poles of an electro-magnet of great power. 
Passing the discharge, an exhausted hydrogen tube exhibit^ in 
the capillary portion a conspicuous red colour. Switching on 
a current to the electro-magnet, this colour is changed to white. 
An oxygen tube similarly treated changed from white to red ; 



Fig. 37.— Trfcves* Experiment. 

nitrogen from pale blue to dark blue; carbonic acid from 
white to blue ; chlorine from bluish-white to deep blue. 

60. Display Tubes. — For purposes of display, vacuum 
tubes are manufactured in almost endless variety, a few forms 
only being shown in Fig. 38. Simple patterns from 5 to 6 
inches long can be purchased for as little as 2s. each, while 
very large ones, a or 3 feet long, specially made for powerful 
coils, and of complicated pattern, may cost a or 3 guineas. 
The inner tubes are sometimes made of fluorescent' glass and 
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have the discharge sent through them, the large outer tube 
being merely a protective case ; or more frequently the dis- 
charge passes mainly in the outer tube, while the smaller ones 
inside are filled with fluorescent solutions of diverse colours. 
It is needless to describe this class of tube more in detail. In 
yet another modification, the discharge is passed through a 
central comparatively narrow combination, which alone is ex- 




hausted, while the large outer tube is filled with fluorescent 
liquid. 

6 1. Gassiot’s Star. — A beautiful effect is produced by 
attaching several tubes in the position of radii upon a whirling 
apparatus, connection with the coil being made by bringing 
wires from their electrodes either to the opposite insulated 
ends of an axis, or to an insulated metal centre and metal 
ring, both at one encj. The rotation may be produced by 
hand as in Fig. 39, which shows three tubes so mounted, or by 
a small electro-magnetic motor. The latter is most usual, but 
hand-rotation is really the best, because the speed can be varied. 
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It will easily be understood that if the tubes were illuminated 
by a steady current, there would be an unbroken disk of 
variously-coloured light; but as they are only illuminated 
instantaneously at intervals, the effect is that of a wheel with 
many spokes, whose number depends upon the speed of 
rotation. The beauty of the total effect depends far more 
upon a judicious combination of various colours in the tubes, 
than upon any great elabo- 
ration in their detail. 

62. Phonoscope. — A 
further and yet more beau- 
tiful modification may be 
introduced. If the inter- 
rupter or contact-breaker 
be screwed up, so as to pass 
a steady current through 
the primary, and there be 
introduced into the battery 
circuit instead, a Reiss 
transmitter or some other 
form of telephonic appa- 
ratus, which is sung into, 
the *^make and break will Fic. 39-~Tube Rotator, 

no longer take place with 

regularity, but in very various manner according to the effect 
of the voice. The consequence will be constant variation in 
the pattern of the star. These effects may be made of great 
beauty if the combination of tubes be carefully studied, and 
are still more varied if one of the terminals on the rotating 
axis, instead of a continuous metal ring always in conducting 
contact, be split up into two insulated segments somewhat 
like the commutator of a dynamo machine, to one of which 
some tubes are connected and to the other the remainder, while 
a spring or brush is at one period in contact with one segment, 
at another with the other, and at other times with both. 
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[It may be well to state that ordinary vacuum tubes are 
best exhausted to about 2 to 4 mm. of mercury. Such tubes, 
of small size, are very well shown by a coil giving a J-inch 
spark ; and most of the ordinary ** effect ” tubes are well shown 
by an inch spark, to about which point a large coil should be 
reduced. Experimental work may require much more, and 
such effects as GassioPs Cascade, it has been already remarked, 
increase in magnificence with the scale of the apparatus. 
Ordinary vacuum tubes will also work perfectly well with 
the direct alternate current from a public main, if a transformer 
be at hand which gives about 0*02 ampere at 5000 volts.] 



CHAPTER VI 

SPECTRUM WORK 

The details of this class of work must of course be sought 
in the text books upon spectrum analysis ; we are only here 
concerned with a brief description of the principal appliances 
and methods used in connection with the Induction Coil. 

63. Spectra Composite. — The spark between the termi- 
nals of an Induction Coil giving a tolerably bright light, it 
is obvious that if we arrange it in front of the slit of a 
spectroscope we shall obtain its spectrum. In the case of all 
discharges which can fairly be called “ sparks,” this spectrum 
is found to be of a very composite character. Part of it will 
be due to the ignited vapour of the metal (vapourized by the 
heat of the spark), and part to the ignited gases of the air or 
other medium in which the spark is taken. Included in the 
spectra will be the lines of any impurities in either of the 
metal terminals or the gases. 

If the spark is very shojt, the metal lines will predominate 
in the spectrum ; the longer the interval, the weaker will be- 
come the metal lines, and the brighter will become the lines 
of the gaseous medium. The spectrum of air will contain the 
lines of nitrogen, oxygen, and (from aqueous vapour) hydrogen, 
and it will be found that this spectrum is brought out better 
with tenninals of some metals than with others. 
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64. Sparking Arrangement. — Metals of which the spark 
^ is to be examined are fashioned into electrodes, usually pieces 
of wire, and fastened into insulated clamps to which the 
secondary terminals of the coil are connected, as shown at th^ 
right hand of Fig. 40. If a number of spectra are to be com- 
pared, a number of clamps are sometimes arranged round 
a disk which can be revolved, so as to bring a number of lower 
terminals in succession under one common upper terminal, 
arranged in front of the slit of the spectroscope ; the average 
distance for sparking metals will range between 3 and 6 mm. 



Fig. 40.— Sparking Arrangements. 


But it is necessary, in any critical observations, to remember 
that vapour from one metal will travel through the atmosphere 
sufficiently to contaminate a neighbouring electrode of another, 
and mingle the first spectrum with it ; hence in many cases the 
second or other following metals must be kept quite away 
from the immediate neighbourhood, and only placed in the 
clamp when about to be, sparked. 

The spectrum of the common electrode is of course known. 
Electrically-deposited pure copper is often convenient. Other 
electrodes which have been used, are platinum, gold, or alloy 
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of tin-cadmium or lead cadmium, which give strong and con- 
venient reference lines, easily compared with and distinguished 
from the other portions of the spectrum. 

65. Temperature and Spectrum.— The temperature of 
the spark has a great deal to do with the character of the spec- 
trum ; and when a higher temperature is required than can be 
had from the ordinary, spark, a Leyden jar or other form of 
condemer is connected by a shunt wire with the terminals, as 
also shown in Fig. 40. A flat plane of glass, coated on both 
sides, known as a Franklin pane,*^ is often used. The con- 
denser must stand upon an insulated table of some kind. 

With either arrangement — that is, either with condenser or 
without — the spectrum of the spark between metallic terminals 
usually consists of bright lines upon a background of less bright 
bands \ and with the condenser the bright lines become more 
numerous and complicated, most of all when a coil of the 
largest size is employed. At low tension the lines, broadly 
speaking, are the spectrum of the metal or metals ; the bands 
that of the air or gas in which the spark is taken. Lead gives 
many beautiful violet lines ; zinc a splendid green band or group 
of lines ; gold chiefly in the yellow and violet ; silver many 
green lines. 

But there is no fundamental distinction between lines and 
bands; though it may be said broadly, that bands are as 
a rule to be regarded as the spectrum of the vapour of com- 
pounds^ lines of pure or simple elements. The conversion into 
lines at higher temperature, is of course connected with this ; 
the compound being at higher temperatures more and more 
dissociated and broken up. Yet again, bands are more or 
less connected with pressure of the vapour, so that even hydro- 
gen, for instance, under great pressure, will give a spectrum 
of more and more,banded character, till at very great pressure it 
may be continuous. But as the pressure diminishes, the banded 
character of a gaseous spectrum also diminishes, until at last, espe- 
cially with high tension sparks, it becomes one of bright lines. 
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66 Plucker Tubes. — The spectra of gases at various 
pressures is best studied in a form of vacuum-tube devised by 
Plucker for the purpose, and shown in 
Fig. 41, two bulbous ends being con- 
nected by a much smaller bore, which 
may be nearly a capillary bore. The dis- 
charge is much brightened and intensified 
in the narrow part, and thus gives a much 
better spectrum. For demonstration, a 
number of tubes are prepared with differ- 
ent gases at different pressures ; for in- 
vestigation, the method of course is to 
connect a tube with the air-pump, and 
examine the gas or vapour at various pres- 
sures or degrees of exhaustion. 

Yet another method of investigation is 
to throw an image of the spark actually 
upon the slit of the spectroscope, by a 
separate achromatic lens. This enables 
different portions of the spark to be passed 
across the narrow slit, with the result of 
giving very various spectra, with differing 
lengths of lines, according to the differing 
state and composition of the vapour at 
different points. 

Spectrum-work with a coil therefore 
consists in examining the spectra of dis- 
charges of different solids, or of the same 
known electrodes in different gases or 
vapours, at differing electric tensions, 
different gaseous pressures, and either as 
a whole, or by separating different Fic. 4i.-Piucker Tube, 
minute portions of the small spark. 

Further details cannot be given in a work of this character, 
67. Spectra of Salts. — Salts of metals are examined either 
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in the solid form, or in solutions. Powdered salts are generally 
pressed into a conical cup made in the end of a thick wire, 
whicji is drilled with a small hole up the centre or otherwise, 
through which a small platinum wire rises up the centre of 
the cup like the wick of a candle. The central wire, whose 



Fig. 4{i.-“Folgurator. 


use was introduced by Mr. Friswell, centra- 
lizes and steadies the spark. The powdered 
salt is pressed as tightly as possible into the 
cup round the wire. 

For solutions, some form of apparatus 
called a fulgurator is used.^ A very simple 
and effective apparatus recommended by 
Mr. Lockyer is shown in section in Fig. 42. 
Here a is a test-tube through the bottom of 
which is sealed a platinum wire terminal /. 
Through the cork c at the top end passes a 
capillary tube b, in which passes centrally 
the upper platinum wire electrode cd. At d 
is a small bit of almost capillary glass tube, 
slightly tapered, which when dropped over 
the lower electrode rises barely above it. 
The solution or other liquid to be sparked 
is dropped into the tube, but always keeping 
it below the level of d, as at ab. It then 
rises by capillarity between the wire / and 
tube D, collecting in a little cup, as it were, 
over the top of the wire. Thus its quantity 
and level are kept uniform, and it will go on 
sparking until exhausted. 

68. Phosphorescent Spectra.— There 


is yet another branch of spectrum analysis, which in the hands 
of Mr. W. Crookes has lately assumed considerable import- 


ance. Its origin was in the intense phosphorescence excited 
by molecular bombardment, in the high-vacua experiments 


^ Several forms are figured in Scbellen^s Spectrum Analysis. 
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described in the next chapter. The spectra of the bright 
phosphorescence thus produced in various bodies were soon 
found to be exceedingly characteristic, especially in the case 
of certain rare earths ; and by pushing this method of 
examination, in connection with the chemical operation of 
fractionating solutions, Mr. Crookes was enabled to separate 
the one supposed oxide of yttrium into oxides of no less 
than five rare metals. At a comparatively early period in 
these researches he stated, “ it has been my practice to 
submit all these anomalous bodies to molecular bombard- 
ment.” 

Details of Mr. Crookes’ work and methods in this branch 
of spectroscopy will be found in the Philosophical Transac- 
tions from 1883 to 1885. Generally, it will be sufficient here 
to state that the usual method was to submit any particular 
product, as arrived at by fractionation, to phosphorescence in a 
highly-exhausted bulb much resembling Fig. 46 in the next 
chapter, but very often connected with the air-pump so as to 
obtain the best degree of exhaustion. The electrodes often 
consisted of tin-foil disks outside the bulb. 



CHAPTER VII 

THE DISCHARGE IN HIGH VACUA 

When a vacuum-tube is exhausted to a very high point 
indeed, ranging, let us say, from one-millionth of an atmo- 
sphere to even ten or twenty times such a rarefaction as that, 
an entirely new set of phenomena make their appearance, 
different in many respects from those described in Chapter V. 
One of the most cardinal and obvious differences is that, 
whereas the phenomena of ordinary vacuum-tubes are con- 
cerned chiefly with the positive or “brush*’ light of the 
discharge, in very high vacua it is the negative phenomena 
which are so conspicuous. But experimental study further 
shows that the rarefied gas now behaves in such a very distinct 
and remarkable way, as to give ground for the belief that 
besides the ordinary three states familiarly known to us as 
solid, liquid, and gaseous, matter exists in a fourth state, which 
may be called “ radiant,’* as different from the gaseous in its 
physical properties, as that is from the solid or the liquid. 
Faraday with extraordinary sagacity uttered a prophecy that it 
would probably be so, in lectures so far back as i8i6 and 
1819.^ 

Certain points about these phenomena have been investigated 
by Hittorf, Puluj, Dr. (Goldstein, and others, besides Mr. 

^ Life and Letters of Faraday, i. 308. 
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William Crookes ; but it is to the latter we really owe the 
^bulk of our knowledge of them, their best explanation, and 
most of the experiments by which they have been so far 
elucidated. Even at this date it is not possible to present a 
clearer popular outline of this part of our subject, than by a 
summary of the impressive series of experiments and researches 
brought by Mr. Crookes before the Royal Institution, and 
again before the British Association, in 1879 ; and it is best 
to do so, wherever condensation does not compel otherwise, in 
his own sequence and method. 

69. Mean Free Path of Gaseous Molecules.— Gases 
are believed to be composed of an infinite number of small 
particles or molecules, constantly moving in every direction 
with immense velocity, the actual velocity depending upon the 
temperature of the gas. These molecules are so numerous, 
that no one can move far in any direction without coming 
into molecular collison.^ But if we exhaust the air or gas in 
a closed vessel, the number of molecules being so much 
diminished, the distance through which any one of them can 
move without coming into collision with others is increased, 
and thus the length of what is called the man free path of 
the molecules is inversely proportional to the number of mole- 
cules present. As this mean free path is by higher exhaustion 
more and more prolonged, the physical properties of the gas 
are more and more modified, until at a certain point the 
phenomena of the radiometer become possible. On pushing 
exhaustion still further, the phenomena occur now to be 
described. 

70. The Dark Space.— In describing the phenomena of 
even ordinary vacuum-tubes, mention has already been made 
of a small “ dark space,” which appears to separate the nega- 
tive “ glow ” light from ,the actual kathode or negative pole 
(see Figs. 26, 32), Mr. Crookes very early connected this dark 

^ It is probable that molecules of matter can by no force known to 
us be forced into absolute contact in space. 
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space with the mean free path of the molecules, and found 
that it increased or diminished as the vacuum was varied, 
and the ipean free path lengthened, or contracted. This result 
can be very readily shown by a Fleuss or mercurial air-pump 
in connection with a tube, but is made more conspicuous by 
such a tube as shown in Fig. 43, where there is a pole 
in the centre used as a- kathode, in the form of a metal disk, 
and wire poles at each end, which serve as a duplicate 6r 
divided anode. There will then appear a double dark space 
in the centre, on each side of the kathode ; narrow if the ex- 



Fig. 43.— Dark Space. 


haustion is low, but at a tolerably high exhaustion extending 
for an inch or more on both sides of the kathode. It is 
terminated by a very bright boundary, supposed to occur at 
the distance where the negatively electrified molecules, repelled 
with enormous velocity from the kathode, come in conflict 
with the molecules moving in their various paths at the boun- 
dary of the dark space, and there by collisions produce 
luminous effects. - 

71. Phosphorescence. — By carrying the exhaustion still 
further, the mean free path and consequent dark space may be 
extended so far as to reach the containing tube itself, with 
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results which are very impressive. The molecules do not now 
^ h^ve their direct motion arrested until they reach the surface 
of the solid glass ; and this bombardment by them upon solid 
bodies at once reveals the extraordinary power radiant matter 
possesses of exciting phosphorescence. Of this effect the long 
mean free path appears the only tenable explanation. We 
have no longer to deal with matter in any continuous form, as 
we have even in gases, at natural pressure or only moderate 
exhaustion; but the molecules are able to exert their own 


Fig. 44.— Phosphorescence of Tubes. 


action as projectiles, and the effect of their own motion and 
momentum, individually. 

It appears to be this direct impact or the molecules which 
produces such powerful phosphorescent effects. Fig. 44 shows 
three short or bulbous tubes whose electrodes are connected 
in series, so that the discharge passes through them all. The 
tube a is of uranium glass, and phosphoresces dark green; the 
tube b is of English glass, and phosphoresces of a blue colour ; 
and ^ is of a German glass (a kind of which many various 
tubes are commonly constructed), which phosphoresces a very 
bright apple-green. 

This phosphorescence must be distinguished from the fluor- 
escence of many vacuum-tubes described in Chapter V. Fluor- 

H 
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escence is ordinarily an effect produced by light-rays, or 
invisible rays of the ultra-violet light-waves^ which set up in the 
material vibrations of another (generally a longer) period. In 
most cases this effect ceases almost instantly the exciting rays 
are withdrawn, but not quite instantaneously; and so far as 
the effect really is prolonged afterwards, the phenomenon is 
linked with phosphorescence, with which undoubtedly the 
connection is very close. But in this case no proper light-rays 
excite the luminous effect: it is the rapid bombardment by 
molecules which excites the luminous vibrations. There is 
another difference in the greater permanence of the luminous 
effect : when. the current is cut off the phosphorescence can be 
seen to very gradually fade away, and, in the case of certain 
substances, it remains for hours. No sharp line can, however, 
be drawn between fluorescence and phosphorescence. In many 
substances, such as uranium glass, both phenomena are very 
marked ; and both may be excited by true light-rays, as when 
Balmain^s paint is excited by the rays of the sun. The common 
feature to both is that the luminous effects seen are not due 
to light reflected^ but to light emitted^ owing to the molecules 
of the fluorescent or phosphorescent body being themselves 
excited into luminous vibration. 

A vast number of substances, which cannot be excited (or 
at least sensibly so) to phosphorescence or fluorescence by 
any light-rays, are powerfully affected by the molecular dis- 
charge in high vacua. Mr. Crookes found the diamond the 
most ready and sensitive substance of all, and one of his most 
impressive experiments was the bright phosphorescence of a; 
large stone mounted in. a highly exhausted tube, at the centre 
of curvature of a concave or cup-shaped negative pole^ the 
reason for which latter arrangement will appear directly. This 
particular diamond phosphoresced a brilliant green (Fig. 45).' 

A large diamond will be out of the reach of most experi- 
menters; but tubes are easily obtained with pieces of coral, 
or certain minerals of a not expensive character, similarly 
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mounted, which will phosphoresce very brilliantly. The ruby 
is ^perhaps nearly equal to the dianiond; and as many small 
* stones are of little value, while all appear to phosphoresce 
equally well, tubes containing a number of small crystals loose, 
as in Fig. 46, can be obtained for a moderate sum (averaging 
rSj. to 20s,). The phosphorescence is a bright, rich red, and 
this is of about the same tone and colour, however deep or 



Fig. 43.— Phosphorescence of Diamond. 


pale be the “natural” hue of the stones, some ot .which are 
nearly colourless. 

There is more to be said of singular interest about this 
ruby phosphorescence. A ruby is crystallised alumina with 
very little colouring matter, and pure prepared alumina is. a 
white powder. Nearly forty years ago Becquerel published 
a paper describing the behaviour of such prepared alumina 
in his “ phosphoroscope ” — ^the white powder glowed with tbis^ 

H 2 
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very same rich red. If we prepare a Crookes' tube with pre- 
cipitated alumina, under this different treatment by molecular 
bombardment it also shows the same rich red, and if examined 
by a pocket spectroscope is found to give the same spectrum 
— especially a strong red line a little below the line b— which 
is also seen on examining the red light reflected from a good 
ruby. When the discharge ceases, after a while the alumina 
resumes its former appearance. But Mr. Crookes records that, 



Fig, 46.— Phosphorescent Rubies. 


after the same tubje had been repeatedly used in demonstration, 
when the alumina had been long and often exposed to 
this molecular bombardment in the tube, the white powder 
began to acquire a pink tinge, which gradually deepened, until 
the characteristic ruby spectrum could be discerned in the 
unexcited alumina. It thus appears as if the repeated impacts 
had gradually shaken the alumina into a different molecular 
arrangement, perhaps even caused some approach towards 
crystallisation. 

72. Exhaustion and Phosphorescence.— There is, 
as we should expect, one particular degree of exhaustion the 
most favourable for the production of phosphorescence ; and 
this was found to be roughly about one-millionth part of an 
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atmosphere.^ Beyond that the effect begins to weaken per- 
ceptibly, until a point is reached when the discharge refuses 
to pass. This is demonstrated by such a tube as is shown in 
Fig* 47) where the two electrodes are at a and and at ^ is 
sealed on a small supplementary tube communicating by a 
small aperture, and containing some solid caustic potash. The 
tube being exhausted to a high point, the potash is heated to 
drive off moisture, and this exhaustion and heating is repeated 
many times, after which the tube is sealed up. The tube being 
connected with the secondary of the coil, when the current is 
turned on, at first nothing is* seen, the exhaustion having been 
carried so far that no discharge can pass. Warming the potash 



Fig. 47.— Potash High* Vacuum Tube. 


slightly, however, expels a trace of aqueous vapour, when at 
once conduction commences, and green phosphorescence flashes 
out along the tube. Driving out by heat still more vapour 
from the potash, this phosphorescence diminishes in favour of 
the more cloudy luminosity seen in lower vacua ; in this, by 
and bye, stratification appears ; and finally the discharge passes 
as the ordinary purple “brush.'* The lamp being withdrawn, 
the process is reversed as the vapour is gradually re-absorbed, 
until the green phosphorescent light again appears, and ulti- 
mately this also should disappear.^ 

^ Corresponding to i -1300th of a millimetre of mercury in the barometer ; 
that is, I mm. pressure is 1316 millionths of an atmosphere. An average 
common “vacuum-tube " is about 4000 times this pressure. 

* The tubes usually sold. to exhibit this experiment very often fail to act 
satisfactorily after the first time. Very long and tedious continuance in 
alternate heatings and exhaustions before the tube is sealed are necessary 
for anything like permanence ; such exhaustion greatly increases the cost, 
and is hardly possible for a commercial article. 
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7j. Radiant Molecules Move in Straight Lines.— 

The absolutely straight lines, in which we are considering 
the electrified molecules to travel when repelled from the 
negative pole, may be demonstrated in several striking ex- 
periments, some of w’hich also show that this path is always 
a normal to the surface of the kathode. Fig. 48 is a V-shaped 



Fig. 48.— Inability to Turn a Comer. 


tube furnished with an electrode at each end of the V. When 
the pole at a is made negative, or kathode, the whole of that 
arm glows with the gyeen phosphorescent light, but none of this 
can turn the comer to get to the other arm of the tube. If 
the current is then reversed, so that the other pole becomes 
the kathode, the green phosphorescence is at once transferred 
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to the other arm, while the positive arm becomes dark in 
turn.^ 

These features, it will be seen at once, stand in marked 
contrast with all the phenomena of ordinary vacuum tubes. 
In the latter the luminous effects evidently start from the 
positive pole ; however convoluted the tube may be, the dis- 
charge readily follows all its contortions, and the luminous 
effect is seen to reside in the gas contained in the tube, from 
which any fluorescence in the glass itself, due to the powerful 
ultra-violet rays, can be readily distinguished. But the phos- 
phorescence caused by the rholecular bombardment in a high 
vacuum is entirely independent of the position of the positive pole. 
Let us test this by comparing the behaviour of two tubes 
exactly similar in every detail (Fig. 49), except that the one 
to the left is exhausted to about 3 mm. of mercury, whilst the 
other approximates to the millionth of an atmosphere. Each 
tube is furnished with a concave kathode a or a', whilst at top, 
bottom, and side opposite the kathode, it is supplied with 
three wire anodes, either of which can be connected with the 
positive pole p of the secondary coil. In the case of the 
ordinary exhaustion, on the left hand, as we shift the connec- 
tion from one anode to another, the violet line of discharge 
changes from one to another of those shown in the figure, 
always proceeding from the actual anode that happens to be 
employed. But with the other tube it is totally different. Thd 
molecular streams or “ rays proceed normally from the con- 
cave surface of the kathode^ crossing at the centre of curvature 
as at a “ focus,” and, thence diverging, fall upon the opposite 
side of the tube and cause a green phosphorescent patch of 
light. If now we change the anode from h to or to it 

^ Further experiments in connection with these “kathode rays” {see 
Chapter VIII.) have shown that, if a tube be bent at several right angles, 
the phosphorescent patch at each angle is capable of emitting or reflecting 
“ rays,” which excite some phosphorescence at the next angle, and so on. 
These effects, however, stand apart from the more vigorous phosphorescence 
excited by the direct bombardment of thie gaseous molecules. 
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makes no difference, the phosphorescent patch still remains 
where it was, and nothing at the anode is observable at all. 
Where the positive pole is, appears of no consequence whatever, 
or at most of very little indeed. 

It will further be observed that the molecular streams 





Fig. 49.~’Low and High Vacuum Tubes. 

proceed, as just now remarked, strictly at rif^ angles, or 
normally, from the surface of the kathode. . Thus they cross 
at a kind of focus when a cup-shaped kathode is employed. 
The same may be distinctly shown by using a bemi-cylinder 
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as kathode, such as a in Fig, So> connected by the wire b 
with the negative pole n. Opposite is the anode P. The 
projection of the molecules in this case to a linear “ focus ” 
will be beautifully shown by the phosphorescent pattern 


produced by the thence diverg- 
ing streams upon the surface of 
the glass. 

74. Molecular Shadows. 

—Further interesting phenomena 
must follow, if it be a fact that 
radiant matter does not permeate 
the whole tube, like the brush 
discharge in a low vacuum, but 
comes from the kathode in nor- 
mal and straight lines. Obvi- 
ously if such straight radiating 
lines of discharged molecules 
can be obstructed, by solid 
matter, and so prevented from 
striking the glass, a sort of mole- 
cular shadow must be produced. 
This we find to be the case. Let 
us take a somewhat pear-shaped 
tube, as in Fig. 51, having the 
negative pole a near the narrow 
end. Rather beyond the middle 
is a cross b of thin aluminium 



Fig. 50.— Hemi-Cylindrical Kathode. 


pr mica, which (for convenience only, as it has been already 
explained that it matters little where the anode really is) is 
connected to the positive pole p. Where the molecular 
streams projected from the kathode a are stopped by the 
cross, there is a non-phosphorescent shadow cd visible on 
the large end of the tube, the rest being brilliantly phos- 
phorescent. 

75. Molecular Effect of Bombardment.— If the 
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phosphorescence is produced, as supposed, by actual mole- 
cular vibrations set up by this energetic bombardment, .we ^ 
should expect to find more or less permanent signs of such 
mechanical action; much more supposing, as is very prob- 
able, that there may be also a giving up by the molecules of 
gas of their negative electrical charges. And there is abundant 
evidence of this. Some permanent molecular effect of long 
continued bombardment has already been noticed, in Tthe 
gradually changed colour of powdered alumina ; but there 
are others which are manifest in a much shorter time. Perhaps 



Fig. si.— M olecular Shadow. 


the first to be observed is, a kind of molecular fatigue, which 
after a while deadens or lessens the luminous effect of the 
bombardment. This is easily shown. Let the cross d in the 
last figure be mounted on a hinge, so that after the shadow 
effect has been maintained for a certain time it can be 
shaken down, out of the way. Previous to this the shadow 
has appeared dark on the end of the tube, as at ed in Fig. 52 ; 
but directly the crpss is removed it appears brighter than the 
rest, ^%2Xe f The part outside the shadow is really just as 
bright now as the moment before ; but it has been gradually 
becoming less brilliant than at first, and so the protected and 
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as yet unfatigued shadow of the cross now appears more brilliant 
in comparison. Of course this difference would, from the sdme 
cause, now gradually disappear. 

This, however, is not all the effect of the bombardment. 
After a certain time the glass of the tube more or less 
recovers its power of phosphorescence. But it never does 
so fully, or to the original degree ; hence this form of tube 
should be sparingly used. It is remarkable that the bombard- 
ment should thus obviously produce some permanent change 
in the glass. Mr. Crookes found that when a tube had been 
worked until a very strong “phantom,'' or negative shadow, 
had been thus produced bn the end, even when the glass 



Fig. 52.— Molecular Fatigue. 


was afterwards heated to the melting point, and then restored 
to its former shape and re-exhausted — even then the molecular 
difference shown by the phantom shadow had not dis- 
appeared. 

It cannot be said to be positively known whether this effeqt 
of bombardment is chiefly mechanical ; or owing to the driving 
of molecules of the gas into the glass ; or due to the rapid 
communication of so many molecular electrical charges as 
must take place. Further experiments' by Gouy proved that 
when a Crookes tube which had been exposed to energetic 
bombardment was heated, a “ matt ” surface was developed ; 
and, if the heating was pushed to the point of actual fusion, 
minute but distinct bubbles of gas became visible. This 
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phenomenon rather points to the effect being due to occlusion 
of gas. The fact that in using a tube for work with Rontgen 
rays the vacuum gradually increases, (§ 90, 91) also seems to 
point to the conclusion that gaseous molecules do actually 
penetrate the glass by the force of their impact. 

76. Mechanical Effects. — There can be no doubt that 
the chief mechanical effect of these molecular impacts is 
distributed among the molecules of the bombarded body, as 
shown in heat or phosphorescence ; but if the body be jight 
and very easily moved, such mechanical impacts ought also to 
reveal [themselves in movement of its entire mass. Mr. 
Crookes* apparatus for demonstrating this is shown in Fig. 53. 



Fig. 53.— Mechanical Effect. 


The exhausted tube has a little glass railway running along 
its entire length, on which rolls the axle of a light wheel 
carrying mica paddies. At each end of the tube, on a level 
with the upper paddles, is a pole in the shape of a flat alumi- 
nium disk. Whichever pole is made the negative or kathode,, 
from it the radiant molecules of the exhausted gas are propelled 
along the tube and, striking the upper vanes of the paddle- 
wheel, cause it to revolve rapidly and travel along the rails. 
Then reversing the connections, the wheel will be seen to travel 
back again ; and, if the tube be inclined, it will be found that 
the molecular impacts have force suflScient to drive the wheel 
up a quite perceptible slope or hill. 
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Another experiment brings out clearly the molecular nature 
of these streams from the negative pole. The tube shown 
‘ in Fig. 54 has a central stem a topped by a needle point, on 
which revolves very freely the glass axis of a light fly-wheel b bj 
whose vanes are of thin mica set at an angle of 45“ to the 
horizon. Below the wheel, and under the centres of its vanes, 
is a platinum ring c c, wires from the ends of which are sealed 
into the tube at d d. The posi- 
tive pole is sealed into the tube 
at When the negative ter- 
minal of the coil is connected 
with one only of the wires at d 
and the positive with owing 
to the stream of negatively elec- 
trified molecules from the ring, 
the vanes (which are bombarded 
diagonally by them) rotate with 
great rapidity. So far there is 
nothing more than in the pre- 
ceding experiment. We may 
now disconnect the coil alto- 
gether, and connect instead the 
tivo wires d d with a galvanic 
battery, the effect of which is 
simply to heat the ring ^ ^ to 
the point of redness. The vanes 

now rotate as fast as they did f,c. 54.-Disch.rg. of He.t. 

. with the coil ; and we know 

that the chief effect of heat is to increase the molecular motion 
in a gas. 

77. Recoil. — ^Action involves reaction; and any me- 
chanical effect really ^ue to propulsion of molecules from 
the kathode, must have a reciprocal in recoil of the kathode 
itself, which should be made manifest if the kathode be 
made the movable part of the arrangement. This is clearly 
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exhibited by the apparatus shown in Fig. 55. The negative* 
terminal n is here connected with a steel point, on which re- 
volves an aluminium fly-wheel, which thus becomes itself the 
kathode. The positive pole p is sealed into the top of the 
tube. To confine the molecular radiation, or at least to make 
it preponderant on one side of the vanes, one side of each 
vane is covered with thin mica. On passing the discharge 
the vane rotates rapidly. The exhaustion 
in this case need not be so great as in 
some other experiments; it is sufficient if 
it be a little more than enough to make 
the dark space on the metal side of 
each vane extend to the side of the tube. 

78. Efifect of a Magnet on Radi- 
ant Matter. — Though there is a differ- 
ence from the phenomena as seen in low 
vacua, which will appear presently, elec- 
trified molecules in motion in a high 
vacuum must be also attracted by the 
poles of a magnet. Fig. 56 shows a long 
tube whose negative terminal n has a 
disk kathode a, in front of which is a 
mica screen b d with a small hole e in the 
middle ; the positive pole is at p. The 
result of this, when the current is 
passed, is a molecular discharge along 
Fio. 55.-RecoiU ‘be central line e / which is readily 
made visible by a longitudinal phos- - 
phorescent screen b c along the middle of the tube, on which 
the line of discharge shines out clearly. Bringing under the 
tube a strong compound magnet, this line of light is found, to 
be drawn down to ^ & and can be made to wave about curiously 
as the magnet is moved to various positions. 

The amount of such a deflection must vary with the propor- 
tion of the magnetic force to the resisrimce to the motion, 
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which we : ihay . fairly assume to vary with the degree of 
exhaustion. This may be demonstrated by a tube prepared 
‘exactly as the last, but with the addition of a small potash-tube 



at one end, by heating which we supply vapour to the vacuum, 
exactly as in the experiment described in § 72. With the 
tube in its exhausted state the discharge takes the longer tra- 
jectory. On heating the potash, and so diminishing the 
vacuum, it is just as if the path of a number of projectiles 
wxre more obstructed by a denser medium ; and the discharge 


Fig. 57.— Vacuum and Deflection. 


is further dragged down as in the shorter curve, the gradual 
change in the curve being clearly shown on the phosphorescent 
screen. 

The magnetic deflection can also be made visible mechani- 
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cally, and in a form, too, which by an optical lantern can 
be readily shown upon a screen.^ Fig, 58 shows the appa- 
ratus. The negative terminal N has for kathode a shallow 
cup a 6 , some way in front of which is fixed a mica screen 
large enough to intercept the conical stream of molecules 
proceeding from the kathode. Behind this screen is a mica 
paddle-wheel e and the positive pole is at p. With this 
arrangement alone the wheel would not turn, being shielded 



Fig. 58.— Deflected Discharge. 


by the mica screen. But a strong magnet g being placed 
over the tube, according to the way the poles are turned, the 
molecular cone will be Reflected upwards (as shown by the 
lines) or downwards, and the wheel is caused to spin rapidly. 
The motion is in fact generally too rapid to be seen, but for 
the spiral construction of the body of the wheel, which enables 
the direction of the motion to be readily shown by the apparent 
expansion or contraction of the spiral. 

> It is not possible here to enter into details as to the screen projec- 
tion of suSh experimenis. Full information on such subjects will be found 
in Of/iea/ Frojutim (Longmans) by the present writer. A good example 
will however be found in Fig. 65 a little further on. 
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79. Difference in High and Low Vacua.— We know 
that the discharge in an ordinary vacuum-tube is also deflected 
'by a magnet ; but there is a very interesting difference. In 
the foregoing experiment the deflection becomes permanent in 
the altered direction caused by the magnetic force — ^there is 
no recovery. It is quite different in the low vacuum. Let 
us take an ordinary vacuum-tube (Fig. 59) with poles at p 
and N, and pass the discharge through it ; the exhaustion should 
be such that the current passes as a line of violet light between 
the two poles. Underneath arrange a powerful electro-magnet. 
On passing a current through the magnet, this discharge also is 
deflected, up or down, according to the direction of the current 



Fio. 59 —Deflection in Low Vacuum. 


and consequent position of its poles ; here it is shown de- 
flected downwards. But the dip in the line of discharge is 
only temporary ; after that it rises again, and pursues its^^former 
direction. 

It appears that in this last case we have to do with a 
flexible connecting current proceeding from the positive pole, 
while in the high vacuum all the phenomena unite in pointing 
us to a stream of negatively electrified molecules repelled with 
great velocity from the negative pole. This is further made 
clear by the arrangement .shown in lig. 60, where the highly 
exhausted tube has two negative terminals a and afid one 
positive at c. In front of the double kathode is a mica screen 
with two apertures d e, and up the middle ot the tube is a 

I 
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phosphorescent screen, by which is clearly shown the path of 
each discharge. We know very well that two nearly parallel 
currents in the same direction attract each other, and if allowed 
will approach, as do two movable wires carrying currents ; and 
this can easily be also verified as a fact with two currents in 
low-vacuum tubes. On the other hand, similarly electrified 
particles repel each other. The experimental tube here shown 
is so constructed that when the negative discharge is only 
passed from a dy its path d fi and when from the kathode b 
only, its path is But when the coil is connected by a 



Fig. 6o. — Repulsion of the Molecules. 


branched wire with both kathodes, the two lines of discharge 
are at once repelled from one another into the more diverging 
lines d g and e h. 

8o. Magnetic Rotation. — ^This deflection of the discharge 
in the magnetic field is due to the iorque or twisting effects 
due to each of the two poles combined. Fig. 6r illustrates 
the nature of the effect. The north pole gives the discharge 
of molecules a twist one way, and the south pole the other 
way ; the two poles together compel a deflection up or down, 
in a plane at right angles to the line joining the poles. 

If we enclose the tube itself in one axis alone of a strong 
magnetic field, as we may do by enclosing it in a coil traversed 
by a powerful current, we get the torque or twist alone. Using 
thus a tube resembling Fig. 51, but arranged with rather a 
longer distance between the cross and the phosphorescent end 
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of the tube, the molecular shadow of the cross is more or 
less sensibly rotated on the end of the tube. It is as if a 
polarised optical image was rotated by similar means. The 
ordinary straight streams from the negative pole under these 
circumstances become twisted. 

So much had been well known, and indeed was predicted 
before it was observed ; but quite recently ^ Prof. J. A. Fleming 
has discovered further very interesting phenomena. He sur- 
rounded the tube axially with a coil of about a hundred turns 



Fig. 61.— Nature of the Deflection. 


of wire, through which a current could be passed ranging up 
to 10 or 12 amperes; the coil being placed between the cross 
and the fluorescent end of the tube. As the current was 
gradually inaeased the shadow of course was more and more 
twisted ; but at the same time it became gradually smaller and 
smaller, and the arms became curved instead of straight. The 
fluorescent spot also decreased in size. Finally the cross and 
original fluorescence disappeared, a very small shadow being 
however visible as long ‘as any bright green was left. Still 
increasing the current, a new and larger shadow of the cross 
‘ See Electrician, Jan. i, 1897. 
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appeared, also slightly twisted, and not so defined in outline, 
which also. diminished in size with further increase of current.^ 
This sequence of phenomena appears to show a progressively 
greater convergence of the parallel molecular streams from the 
disk kathode, until finally they again diverged as from a point to 
form the larger shadow. On adjusting the 
coil of wire between the kathode and the 
cross, the shadow was found to be dimin- 
ished, but not screwed or distorted. 

Sir David Salomans found that if the 
single pole of a strong bar-magnet kept 
parellel to the axis of the tube, was pre- 
sented close to one arm of the cross, and 
the magnet moved round (still keeping it 
parellel, so that its length described the 
surface of a cylinder) the shadow of the 
cross either followed or preceded the pole. 
This is a most interesting and pretty ex- 
periment, very easily made either with a 
strong steel magnet, or a straight electro- 
magnet excited by a small independent 
current. 

Mr. Crookes made many attempts to 
produce actual visible rotation of the dis- 
charge, analogous to De la Rive's experi- 
ments in low vacua (P'ig. 27). He suc- 
ceeded at length by the arrangement 
Fig. 62.-Crookes’ Tube shown in Fig. 62. A bulb was blown of 
MagnedcTotation. German glass, with a smaller bulb at each 
end communicating with it by a short 
neck. At each end is a long aluminium pole, turned to a cone 
at the end. The discharge fills the centre bulb with a fine 
phosphorescent green light, while the neck surrounding the 
negative pole exhibits two or three dark and bright patches 
in constant motion, which follow one another round, first one 
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way and then reversing, also every now and then dividing or 
fusing into one another. Owing probably to the magnetism of 
the earth, after a while the motion often becomes more regular 
and slow, the patches in the neck generally resolving into two 
or three, and the green light in the centre bulb becoming 
more intense along two opposite lines parellel to the line 
joining the poles, forming two 
faintly outlined brighter green 
patches, which slowly move round 
the bulb a semi-circle apart. 

Bringing a strong electro-magnet 
underneath, as shown in the 
figure, these more or less uncer- 
tain phenomena are converted 
into orderly rotation. 

But we find still the difference 
between molecular and current 
discharge. In De la Rivers experi- 
ment, in low vacua, the rotation 
is reversed, not only if we reverse 
the magnetic field, but if we re- 
verse the poles of the discharge 
in the tube ; because it is a current 
which is concerned. But in Mr. 

Crookes* experiment in the high 
vacuum, the rotation is only re- 
versed if we reverse the pole of 
thf magnet ; if we only reverse the 

cunent, as regards the two electrodes, it makes no difference. 

8i, Heating Effects. — The molecular discharge produces 
another very obvious effect, as we should expect. Wherever 
it produces phosphoresence on the glass the latter is warmed ; 
and, if the bombardment be brought to anything like a focus, the 
heat is intense. Mr. Crookes demonstrated this by two striking 
experiments. Fig. 63 shows a bulb whose negative electrode 
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N has a cup-shaped kathode at whose centre of curvature is 
placed a piece of refractory metal usually either platinum, 
or the still more infusible alloy of platinum and iridium; Using 
a very moderate current, this is readily brought to a white heat ; 
and if the vacuum be properly adjusted, the full power of a 
good coil will actually melt even the iridium compound, and 

still more easily a piece of plati> 
num alone. 

Or the heating effect can be 
shown in the perforation of the 
tube itself. Fig. 64 shows a nar- 
rower tube with the cup-shaped 
kathode which in the diagram 
a brings the molecular streams to 
a focus in the centre of the tube, 
from which they diverge to render 
the positive end phosphorescent. 
This diverging cone only makes 
the tube warm. But by using a 
magnet, as in some preceding ex- 
periments, the cone can be so 
deflected to the side of the tube 
(as in diagram b) as to strike there 
nearly in focus ; the effect is then 
so great as to melt the glass, and by the pressure of the atmo- 
sphere the tube is perforated. Fig. 65 shows the arrangements 
by which the perforation of a tube by this effect of the discharge 
was shown to the entire audience by projection upon a screen, 
before the Royal Iristitution, and again before the British 
Association in 1879.^ At d is the lantern, with its own current 
wires, and in the foreground the battery and coil, the latter . 
connected up to the tube a supported in the field of the 
lantern, b being the cup^ shaped kathode. The tube is then 

^ The electric lantern was employed in both cases ; but it may be worth 
observing that an oxy-hydrogen lantern is amply sufficient 
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Fig. 6^.— Perforation of a Tube. 



Fig. 65. -Perforation of a Tobe Projected o 




120 THE INDUCTION COIL [chap. 

focused on the screen in the enlarged image a b. In front 
of the tube- is adjusted the electro-magnet Cy to which another 
pair of wires can be switched on from the battery. The tube 
is thinly coated with wax on the side meant to be attacked. 
The first effect of deflecting the cone of discharge to the side 
of the tube is the melting of a circular patch in the coat of 
wax, which is clearly pictured upon the screen. Then the glass 
is seen disintegrating, with small cracks diverging from the 
centre of heat; finally the glass melts, the pressure of the 
atmosphere forces it in, and a perforation takes place as shown 
at Cy when the experiment comes to an end. 

82. Nature of the Discharge.—Such is a brief outline 
of the series of discoveries and experiments which established 
the existence in high vacua of a peculiar kind of discharge 
from the negative pole or kathode. This Mr. Crookes held to 
consist of molecules of the residual gas, negatively electrified, 
and then driven by electrical repulsion violently from the 
kathode. In some respects these streams of molecules seemed 
almost to resemble radiant energy, and most of the ordinary 
phenomena of gases are absent in this state of matter ; yet, 
as regards chemical action and affinity, the radiant molecules 
were as material as ever, so that the exhaustion can be increased 
beyond the power of the pump alone, by the use of absorbents 
in the usual way. The earth thorina was found to be a specially 
good absorbent of residual air. 

Continental men of science, however, very seldom seem to 
accept readily the views of English physicists, and Crookes’ 
view as to the nature of the discharge was by no means accepted * 
by them. Fuluj for a long time maintained that, although 
doubtless the discharge was a stream of molecules, they were 
molecules of metal torn off from the kathode. Such particles 
are tom off, and aYter a while are deposited as a film on the 
inside of the tube. So far as this process extends, it is per- 
haps even possible that such molecules may take some little 
share in the phenomena. But that it can only be a propor- 
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tionate and very small share, not at all of the essence of the 
phenomena, Mr. Crookes finally proved by the simple means 
of repeating all the essential experiments, including that of the 
mica cross shadow (Fig. 51) and the rotating mill (Fig. 53), 
with tubes containing no inside metal terminals whatever, but 
using external electrodes of tin-foil fastened to the outside sur- 
face of the tube. Rubies were also rendered brilliantly phos- 
phorescent with such external electrodes. It has also been 
shown that under these conditions the radiant particles are not 
torn off from the glass, at least not to any appreciable extent. 

Wiedemann, Hertz, and the majority of German physicists, 



on the other hand, adopted the idea that the “ kathode rays,” 
as they called them, were not streams of particles, but some 
kind of wave-motion, analogous to light, produced in the ether. 
It is difficult to see how this view can be reconciled with some 
*of the experiments already described, especially the visible 
repulsion of two streams of discharge (Fig. 60) and the deflec- 
tion by a magnet (Figs. 56, 57, 58). For these latter must 
obviously imply some organised structure in the ether, of 
which no other signs 2lre known to exist, if ethereal waves are 
the essential part of the phenomena. But as further proof 
of his own theory, Mr. Crookes has since devised the ingenious 
apparatus shown in Fig. 66. It is pretty manifest that if mole- 
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cules of gas are continually repelled from the negative pole, 
unless the supply of molecules finds its way back again, the 
phenomena must ultimately come to an end. In this apparatus 
the rarefied tube is therefore divided in two by a glass screen 
c, pierced with holes at d and e. The hole d is in the focus of 
the concave kathode a' connected with the negative wire a, and 
behind it is adjusted the fly f, so that its vanes come succes- 
sively in the way of the stream through d. The fly rotates 
when the discharge is passed, as we have already seen. 
Opposite the other hole e is another fly g. This fly also 
rotates, showing thereby that a return stream of molecules is 
passing back in the reverse direction through the hole e. 
This fact, it will be seen (§ 92), seems to be of considerable 
importance in the design of the best tubes for use in Radio- 
graphy. 

Another remarkable experiment tending the same way was 
made by Holtz. He found that when a cylindrical tube was 
furnished inside with inclined annular glass obstructions, in the 
form of funnels (or truncated cones, the central aperture taking 
the place of a spout) the resistance was much less when the 
concavity of the internal cones or funnels faced the negative 
pole. If the discharge is other than material, it is difficult to 
account for this. 

Finally, in 1893, Prof. J. J. Thomson made experiments 
to determine the velocity of the discharge by means of a 
rotating mirror.^ It was found much smaller than that of 
light, or of the ordinary discharge in an ordinary low-vacuum 
tube, and approximately the same which negatively-electrified 
atoms of hydrogen would acquire at the determined potential 
of the kathode. 

83. Effect in Vacuo. — By the use of absorbents, together 
with persistent heating and pumping, tubes can be prepared 
with residuals not probably exceeding i-twenty-millonth of an 
atmosphere. This is not a perfect vacuum, and consequently 
^ See PhiL Mag* xxxviii. 358, 
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not a perfect di-electric ; but it is sufficiently near the limit to 
preve^^he spark passing any appreciable distance. If the 
electrodes are brought even to within i mm. of each other, the 
discharge will pass as a ‘‘ spark*' through the external air, 
between the external connections, rather than traverse the short 
distance within the tube. 

84. A Paradoxical Experiment.—We may conclude 
this chapter with an apparently paradoxical experiment devised 
by Hittorf ^ to demonstrate that when the distance between the 
electrodes is less than the dark space " around the kathode, 



Fig 67.— Hittorfs Experiment. 


it is very difficult indeed for the spark to pass ; while, if the 
distance be increased, it may pass readily. He arranged a 
tube, as in Fig. 67, the main portion consisting of two bulbs 
connected by a tube of small diameter, in which the two elec- 
trodes approached within a distance of i mm. The bulbs 
were otherwise connected by the spiral tube, whose total length 
exceeded i metre. When the vacuum was made high enough, 
the discharge all passed in preference by the long spiral tube I 
In this case there can be no doubt that the discharge is 
assisted by the walls of the narrow tube. But if a bulbous 

^ Wied, Ann. 1884, p. 96. 


124 


THE INDUCTION COIL 


[chap, vm 


tube is furnished with convex electrodes, and gradually 
exhausted, it- will be found that after a certain point the dis- 
charge leaves the central portion of the electrodes, the 
distance is least, to retreat more and more towards the more 
distant portions of the curved surfaces, thus taking by preference 
the longer distance. 

The fact thus demonstrated also has an important bearing 
(see § 92) upon the construction of tubes for producing 
the most powerful Rdntgen X rays. 
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CHAPTER VIII 

RONTGEN X RAYS 

A NEW field of work and of investigation was opened by the 
discovery in 1895 these rays by Professor Rontgen of 
Wurzburg. 

85. Kathode Rays. — It has been already mentioned 
(p. 82) that while English physicists generally adopted the 
view of Mr. Crookes, and considered the radiation from ’’the 
kathode in a highly exhausted tube to consist of streams of 
negatively-electrified molecules, Hertz and many leading Con- 
tinental physicists clung to the theory that it was of the nature 
of ethereal wave-motion. They accordingly gave to the discharge 
the name of “ kathode rays.” Whatever they are, we have seen 
that mica acts as a screen to them, and the glass of the tube 
also stops them. But Hittorf discovered that they appeared 
to pass through a thin plate of aluminium within the tube ; and 
in 1894 Professor P. Lenard made a further remarkable dis- 
covery. Employing a tube something like Fig. 68, in which 
the end facing the kathode was closed by a plate of aluminium, 
he found that something radiated from the other side of the 
aluminium plate, which excited fluorescence in a fluorescent 
screen, and produced photographic effects upon a plate, even 
through additional ‘plates of aluminium or of quartz. He 
further found that these rays — whatever they were— were de- 
flected by a magnet, which altered the position of the fluorescent 
spot upon the screen. These outside rays were thus more or 
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less identified with the well-known kathode rays within the 
tube, though we now know that they were in reality copiously 
mixed with true Rontgen rays. It appears, in Pro- 

fessor Lenard was only prevented by pre-occupatici. .with the 
ethereal hypothesis concerning kathode rays, from ^^laking the 
further discoveries of Professor Rontgen. The' tnost natural 
view would indeed appear to be, that it must be something 
of the character of ethereal motion which traversed the alunii- 
nium plate ; but this portion of the phenomena (/.«?., outside 
the tube) is now generally accounted for by English physicists 
on the supposition that the bombardment of molecules on the 



inside of the plate, causes a corresponding discharge or repul- 
sion of other molecules (not the same) on the outer side. 

86. Rontgen’s Discovery. — In November, 1895, 
fessor Rontgen discovered that some kind of radiant energy, 
emitted from some part of a Crookes^ tube he was using, 
affected a photographic plate near it, which was quite shut up 
or enclosed in the usual “dark back,” or case of wood. He dis- 
covered that these rays passed freely through black paper, cork, 
wood, &c., and also through his hands, but less freely through 
the bones than the flesh. By laying his hand upon a plate 
enclosed in thin wood or black paper, with an excited Crookes* 
tube a little above the hand, a photograph clearly showing all 
the bones was obtahied. Further investigation taught him that 
these rays also excited powerful fluorescence in certain sub. 
stances ; so that in a darkened room the bones of the hand 
could be seen depicted upon a screen coated with barium 
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platino-cyanide. He yet further found that they appeared in- 
capable of refraction, regular reflection, or polarisation ; and 

• alsq ^;?.4 t|;iey were incapable of deflection by a magnet ; this 
last fea^^^ clearly distinguishing them from the already known 
‘‘katho^^ rays, » and also from Lenard’s rays. The uncer- 
tainty as tc^heir actual character, wliich these puzzling facts 
presented, led Professor Rontgen to give these new rays the 
provisional and singularly appropriate name of “ X ” rays. He 
himself, at that time, believed them to consist of longitudinal 
vibrations in the ether, set up by the bombardment of the 
molecules upon the wall of the tube. 

87. Nature of the “X** Rays.— A host of physicists 
attacked the new problems thus presented ; but it is remark- 
able how very little that is fundamental has been added to 
Rontgen’s original discoveries. It was soon found that trans- 
parency to these rays diminished, roughly speaking, very much 
in proportion to molecular weight. Thus, aluminium 15 mm. 
thick was about as transparent to them as crown glass ; but 
flint or lead glass is very opaque, and lead 1.5 mm. thick is 
practically opaque. Powders are generally as transparent as 
solids ! These facts concerning transparency led Boltzmann 
to suggest that “ kathode rays were longitudinal short waves 
in the ether, and hence rapidly absorbed in the air ; and that 
the X rays were, on the other hand, longitudinal vibrations 
of comparatively great length, but high frequency ; the length 
explaining the transparency, and the rapidity the fluorescence 
and photographic effects. 

That view is now generally given up. Becquerel discovered 
that uranium and its salts, and some other fluorescent sub- 
stances, after exposure to light, also emitted rays which passed 
through bodies opaque to visible light, and would give photo- 
graphic images ; such fluorescent substances also continued to 
emit these rays even for weeks in the dark, the amount of the 
invisible radiation bearing no apparent proportion to ordinary 
fluorescent rays from the substance. These invisible rays, how- 
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ever, were found to show distinct traces of polarisation and 
refraction, though much less than ordinary light, or even than 
the well-known “ ultra-violet ” rays of the spectrum. most" 
respects they are, in fact, pretty obviously intermedfe^ between 
ultra-violet and X rays. It was even found that iiocquereFs 
rays gradually discharged an electrified body ; what is the 
same thing, transformed the air through which they passed 
into a conductor. This remarkable effect is produced still 
more strongly by the X rays. It may be demonstrated in many 
ways, but one of the simplest and most elegant I owe to 
Dr. J. Mackenzie Davidson, of Aberdeen. The outer coat of a 
Leyden jar is connected to earth, and the jar charged; Near 
the knob is then suspended by a silk fibre a very small pith 
ball surrounded by a little crumpled gold-leaf. This will be 
repelled as usual. Turning on a powerful discharge of the 
rays, the ball will gradually swing back, to be again repelled. 
The effect is easily projected upon a screen. 

The Becquerel rays were, however, obviously invisible 
light-rays of an extremely ultra-violet character; t,e,y transverse 
vibrations in the ether of extremely short period and wave- 
length. It is now generally held that Rontgen’s X rays are 
ether-waves of the same character, but still higher frequency — 
certainly not less and possibly much more than a hundred times 
that of visible green light. The absence of sensible refraction, 
polarisation, and regular reflection is exactly what would then 
occur. The waves are probably simply too small to be re- 
flected from any polish at present attainable, or polarised by 
any ordinary structure in sensible degree. The wires of a bird: 
cage are found to plane-polarise the long Hertzian electric 
waves ; and wires strained close together were found by Inibert 
and Bertin-Sans to polarise the infra-red rays of the spectrum, 
but fail with shorter waves. Just so, the X waves are believed 
to be too fine ” for the structure of a tourmaline. It is more- 
over believed that later experiments by Prince Galitzine and 
Karnojitsky, and some other physicists, do show such faint 
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traces of regular reflection and ])olarisation, as could alone 
be expected upon such a hypothesis. Sir G. C. Stokes further 
'beliojiiBi thtit these extremely short transverse waves are 7toTu 
periodic on this point there is much more doubt, and 
some recen^xperifnents appear to show traces of interference, 
which make^more doubtful stilL^ 

88. Practical Applications. — The practical applications 
of these phenomena were at once seen to be numerous and 
important. In merely physical matters, real gems are found 
to be almost transparent to these rays ; while paste imitations, 
of dense lead glass, are alniost opaque. The utility of this 
is obvious. Rucker, again, found some specimens of porcelain 
almost as transparent as glass, while others, in which bone-ash 
was largely present, were nearly opaque — in certain cases this 
is highly useful to a collector. Cracks and flaws and other 
variations in metals have been made apparent by these rays ; 
and it is impossible to foresee to what extent this kind of 
practical application to merely physical purposes may be 
carried. 

But (as was indeed foreseen at once) it is to physicians and 
surgeons that Rontgen rays have proved of the most in- 
estimable value. They were found so within two months of 
publication of their discovery; and before six months had 
passed they were employed almost daily in the great hospitals 
of Europe. By their aid were, and are, now easily detected 
needles and other foreign substances in the body, malformation 
of the bones, ossifications, calculi, badly-united fractures, and a 

1 The latest investigations still leave the matter uncertain. Dr. Fromm, 
of Munich, found what he considers interference effects, which give broadly 
about of the shortest visible violet rajs. On the other hand, Dr. Precht, 
of Heidelberg, finds an exceedingly complex radiation, of which he thinks 
a portion is not wave-motion at all, and that the Rontgen waves are too 
long to pass through black paper as transverse vibrations. Hence he still 
inclines to the idea of some at least being longitudinal waves. Proof of 
the latter would be of profound interest, but on the whole the theory of 
very short and rapid transverse vibrations still holds the field. 


K 
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host of pathological conditions. Some of these are best photo- 
graphed ; in other cases the shadow upon a fluorescent screen 
answers all purposes. As better tubes and mo»e pcyKi^rful 
currents came into use, the penetrative power of rays in- 
creased ; and photographs were taken or fluoresgrfit images 
observed, through the entire adult human hoiy^hy the latter 
method, the beating of the heart and motion of the diaphragm 
are readily made visible upon the screen. Success in these 
applications, and greater progress in this direction, will depend 
upon the understanding and fuller investigation of those 
different conditions of the rays to be presently indicated ; but 
there is no doubt that— to take one well-remembered case — 
the life of General Garfield, formerly President of the United 
States, would have been saved if his surgeons had had the 
assistance of the Rontgen rays. Where probing is useless or 
unsuccessful, because a bullet or other foreign body has lodged 
behind a bone and cannot be felt by the probe, its precise 
locality is now indicated ; or where diagnosis is doubtful be- 
tween mere fracture or mere dislocation or a complication of 
both, the state of affairs can be at once known ; or in case 
of a “ stiff joint, these rays reveal whether it is a growth of 
bone or of softer tissues which prevents the movement. 

Other applications have been made by physiologists. At an 
early period, Dutto injected the arteries of a hand with a 
solution of calcium sulphate, which is tolerably opaque to X 
rays, and' thus obtained a really beautiful photograph of the 
entire arterial system. And countless curious variations in the 
osseous system have been already discovered and photor 
graphed. 

89. Source of the Rays. Tubes. — We come now to 
practical work and details. As these rays are not sensibly 
refracted, photographic or other images are necessarily taken 
as simple, direct shadows cast by the objects. The best and 
smallest source of radiation is therefore a matter of the greatest 
importance, The source of radiation in the first instance was 
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found to be the phosphorescent surface of the Crookes’ tubes. 
Jt ^oon became manifest that the source was, broadly speaking, 
ihefinr: solid surface struck by the kathode rays, or bombarding 
molecules.*^ Salvioni and others obtained sharper shadows by 
using a conc?ivc kathode, and directing the “ focus ” to some 
point on the wall of the tube by a metallic rod held in the 
hand, w’hich could shift the focus to another point when the 
first w\as used up or ‘‘fatigued,” as explained in the last 
chapter. But while these experiments were being made, Mr. 
Herbert Jackson, of King’s College, during a series of investiga- 
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tions of his own in phosphorescence, had already determined 
the best form of tube ; one which still holds its ground, and, 
under the name of the “ focus tube,” is used everywhere in 
wT)rk with these rays. It is a modification of the Crookes’ tube 
already given in Fig. 63, and is .showm in Fig. 69. The 
ordinary anode is replaced by a flat plate of platinum, placed 
at an approximate angle of 40” with the axis of the tube, in 
front of a concave kathode of aluminium, which should be as 
smooth on the concave surface and edge as possible. The 
kathode need not “ focus ” actually on the platinum plate ; on 
the contrary the latter, which we will call the radiating plate, 
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or radiator, is better somewhat beyond the focal point, the exact 
distance being immaterial within moderate limits so far as focys 
or definition is concerned,^ as the kathode rays, after cotfferg, 
ing to a focus, do not appear to diverge, at least ^vhen the 
vacuum is at a proper degree for efficient work (see p. 134). 
None of the modifications since described in tliis tube have 
at all changed it in these essential characters; and it is 
doubtful if any of the supposed imjirovcments have proved 
of advantage, except perhaps the employment occasionally of 
a double anode as jiresently described. 

90. Vacuum, Current, and Character of Rays.— It 
was soon discovered that unmistakable Rontgen rays vv^re 
considerably different in character; and the more rapid work 
with ‘‘focus’' tubes brought these differences into clearer 
light. It is important to understand them. Battelli and 
Garbasso seem to have been among the first to observe that 
ordinary Crookes’ tubes generally gave at first feeble results, 
which improved during seven or eight hours constant current, 
and diminished after a certain time. This they attributed to 
increase of vacuum from gradual occlusion of gas by the 
electrodes or walls of the tube, a conclusion which has been 
abundantly verified. 

Professor S. P. Thompson investigated the matter more in 
detail. ' Such experiments arc best made with a fluorescent 
screen to show the results. During steady exhaustion of a 
tube he found the following order of phenomena, (/z) With 
still a low vacuum and electrical resistance small, so that sparks 
of 2 or 3 mm. would scarcely pass in preference between the 
dischargers, the earliest phosphorescent gleams appear on 
the wall of the tube, but none on the screen : a photographic 
plate will, however, give an image of easy subjects with a long 
exposure, {b) As exhaustion is carried on, there is an almost 

^ As noted in 1 92, when the radiator is used as the only anode, the 
nearer it is to the kathode, the greater is the amount of resistance, and 
consequently the current used. 
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sudden increase in resistance, the discharger-spark rising to 
^seyeral cnim. in length ; and at the same moment a strong 
fluortScence* appears on the screen. The transition is less 
sudden with a new tube than with one already used, re-filled, 
and then re-exhausted. Two other points are to be noticed 
at this stage : the whole tube, both before and behind the 
inclined anode, fluoresces, except in a line in the plane of the 
anode ; and these rays do not show nearly so much difference 
between the bones and flesh of the hand as at the next stage, 
(i:) With yet further exhaustion, the discharger-spark of course 
lengthens ; the part of the bulb in front of the anode is more 
brightly lit, while that behind is less so, till the tube behind is 
nearly dark, and the screen does not fluoresce at all to rays 
from the back of the anode. The difference of transparency 
between bones and flesh (of the hand) is now most marked, 
and, for work in this range, such is the best condition of the 
tube, {d) Carrying the vacuum still further, and necessarily 
pushing up the current to overcome the resistance, the rays 
])enetrate both flesh and bone till there seems (in a hand) 
little difference of shadow between them. 

Similarly, Chappuis and Nugues established by systematic 
investigation that with a given tube the maximum effect vras 
obtained by a certain frequency of spark. With a certain 
tube, i)liotographic effect fell off a great deal when great fre- 
(piency was used ; and as low as four sparks per second gave 
1)0 wer fill effects, while also keeping the tube and electrodes 
cool. With another tube and a given coil, the maximum 
effect was obtained by ten breaks per second. It will be 
obvious that short and frequent spark is suitable for a low 
vacuum, while long and full sparks are needed for highly- 
exhausted tubes. 

Mr. Herbert Jackson observed another interesting phe- 
nomenon during the course of the experiments which issued 
in his well-known “focus tube.*’ As a high vacuum is 
approached, the molecular streams from the kathode are seen 
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as faint blue rays meeting at its centre of curvature or focus, 
and thence diverging in another cone. As the vacuum jn-^ 
creases, this latter or diverging cone narrows niofe andiflorc, 
until at length it apparently shrinks into a mere str;iight line. 
So long as the tube is exhausted to this point, it does not seem 
to matter (in moderation) how far beyond the “ focus of the 
kathode the anode or reflecting plate is placed : the impact 
still remains sensibly confined to a point, and the shadows arc 
sharp. This phenomenon is very peculiar and interesting ; as 
l)hysical and mathematical considerations appear to show that 
it is what would happen if we could conceive of the kathode 
rays as converging streams of molecules or atoms, which were 
non-elastic at the molecular distances concerned. 

These variations in character and energy of the rays are of 
the highest practical importance. 

91. Management of the Tube.— What has been said 
will make it very evident, that for a wide range of work, 
differing tubes will be required. Matters are, however, greatly 
facilitated by the fact that the vacuum steadily rises with hours 
of work, owing to occlusion of the gas molecules. Tubes arc, 
therefore, usually supplied from the makers with a compara- 
tively low vacuum, suitable for easy subjects ; and by use they 
very gradually become suitable for longer sparks and more 
difficult operations. After long use, all tubes used with large 
coils finally become too rarefied for work of any kind. 

This gradual hyper-exhaustion can, however, be controlled 
or counteracted to a very large extent ; not only thus prolong- 
ing the life of the tube, but placing a very valuable means of 
control in the hands of the operator. Thus ((i) by heating the 
tube with a Bunsen burner or spirit lamp, the vacuum is (po- 
tentially) lowered, (b) By sending a much smaller current ^ 
through the tube the reverse way for a short lime occasionally, 
the vacuum is generally lowered. If the platinum radiator be 
the only anode, however, such a reversal deposits evaporated 

* The full currcnl reversed may prubably wreck the lube. 
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platinum on the glass ; and to avoid this some recommend a 
third terminal of aluminium, used only for such reversals. 
Mdgt English workers, however, prefer heating, (c) It seems 
very obvious to apply Mr. Crookes’ method of heating a small 
subsidiary potash bulb as in Fig. 47. In reality it is difficult, 
the vacuum generally lowering far too suddenly and too much, 
with the very least application of heat. This method appears, 
however, to have been too readily abandoned; for it seems 
likely that by using a very small particle of potash it might 
prove easy and successful. Professor Morton has used an 
auxiliary bulb, exhausted with the other, containing a carbon 
filament with two terminals — in fact, a small incandescent 
lamp ; on jiassing a separate current through the filament a 
certain amount of occluded gas is given off. It should be 
worth while to use a very small portion of spongy platinum, 
and exhaust the tube with hydrogen gas. Several tubes use a 
small fragment of palladium, also exhausting with hydrogen. 

An expedient, somewhat akin to heating by a burner, is to 
pass through a hyper-exhausted tube a very powerful current 
from a larger coil. Probably from the heating of the anode, 
which becomes red-hot under such treatment, the vacuum is 
lowered ; and in most cases (which is somewhat difficult to 
account for, unless on the supposition that the platinum itself 
gives off occluded gas) this lowered vacuum has a consider- 
able amount of permanence, and allows the tube to be again 
used with a coil of lower power than that employed in the 
renovation. 

As a general rule, therefore, the chief means of control are 
(f?) heating the tube (when required) by a spirit-lamp, Bunsen 
burner, or— what is often better — a common Argand burner 
turned down to a mere ring of blue spots; and {l>) adjusting 
the distance between the dischargers. The proper effect is 
best ’judged in the first instance by the image on a fluorescent 
screen ; and indeed, if it be. screen work that is in hand, 
nothing further is required. In that case the heat is applied 
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very easily, as the burner may be arranged under the tube, 
while the rays are reflected out horizontally. Having then 
got the tube into the condition required, or at least the^Test 
attainable condition at command, switch off current and set 
the discharger at a distance which allows sparks to pass, 
cutting the tube out. Now again sivitch off current and by a 
small degree increase that distance; and so on by degrees 
until the discharge just passes through the tube, in preference 
to the spark-gap. Then directly the vacuum increases, sparks 
will again pass, which gives notice that a little more heat is 
required. If the work is photographic, the lamp will generally 
have to be withdrawn to be out of the way, when the tube (if 
necessary) has been brought to the proper point as shown by 
the sparking. It will not always be found, however, that the 
best photographic result coincides with the best fluorescent 
result; as a rule the most powerful photographic result will 
be obtained with a slow, full, long spark at the interrupter, or 
with a mercury interrupter, which would cause an intolerable 
flicker on the screen. Hence again follows the greater need, 
for screen work, of large coil and current ; since the energy 
required cannot be obtained by slowing and filling” the 
spark. All such details must be picked up by personal ex- 
perience ; and gradually the worker will come to depend upon 
this in his different problems. 

For photographic work through difficult subjects, a mercury 
interrupter is thus often of the greatest service. Such an 
appliance is generally mounted on a separate base-board, but 
the connections can give no possible difficulty, and the spring- 
is tensioned and slowed down precisely in the same way as 
the usual appliance. I’he spark is not only more readily 
“ slowed,” but is “ fuller ” for the same period of vibration, 
owing to the better contact of the metals. Mechanical con- 
tact-breakers are also used by some ; but the mercury form, if 
properly made, answers all purposes, or may itself be worked 
mechanically at a fixed rate. The chief use of this expedient 
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is to get the utmost photographic effect by switching in the 
current for one, or very few, extremely powerful sparks only, 
wi?R' a tube* of high vacuum. For such an occasional spark a 
current may be used which would be dangerous to the coil in 
the ordinary >vay. 

Tubes should obviously, from what has been said, be chosen 
originally with some reference to the work intended to be done. 
In particular, the distance apart of the external terminals must 
be sufficient for the coil. This distance will be ample on any 
tube, if sparks not exceeding say 4 inches are to be used. But 
if a lo-inch coil is employed, which may on occasion be 
pushed up to 1 1 or 1 2 inches, and the outer terminals of the 
tube are only 5 or 6 inches apart, it is obvious that the dis- 
charge is liable to spark round the tube from terminal to 
terminal through the air, especially when aided by any particles 
of dust on the tube. Large tubes — or rather with good dis- 
tance between the terminals— -should therefore be always pro- 
cured for large coils, and care taken to keep the outer w^all 
clean, as dust gradually collects by electrical attraction. The 
platinum wires sealed in must also be thick enough to carry 
the current, and not be readily cut through by wear at the 
terminal loops. 

AVith a 2-inch or 3-inch spark, a tube only moderately 
exhausted will last a long time. With a large coil it is usual 
to start with at least two tubes, one exhausted to a degree 
suitable for about a 4-inch spark, and the other for 6-inch or 
8-ijich. The former can readily be adjusted for shorter sparks 
■by heating; and higher vacua will be gradually attained. 
Further tubes will be suited to requirements, moderate vacua 
being as a rule purchased to keep up the stock. 

These considerations will clear up questions which seem to 
puzzle some workers. To lake a practical case, a complaint 
WMS actually published that an Apps lo-inch coil could only be 
used up to a 2-inch spark on a certain tube, while a German 
coil could be used with a s-inch spark ; the result of more was 
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to instantly make the platinum anode red-hot. The stated 
phenomena really proved two things — (^^) that the better cpil 
sent as much energy through the tube with a 2-inch spartf as 
the other with 5 inch ; and {b) that the tube was only ex- 
hausted to a vacuum suitable for a “ full spark of say liinch. 
After a while a longer spark would be borne ; but that tube 
was not exhausted nearly enough to be suitable for starting 
any ordinary work with a lo inch coil. Such a case, as Mr. 
A. C. Swinton has pointed out, also enforces the practical 
necessity in “building up” a tube (the technical expression 
for pumping it into proper condition for work) of exciting it 
during exhaustion with a coil approximately equal in power 
to that with which it is meant to be used. This is a 
consideration some makers do not seem aware of. 

As a rule, with a tube worked to its full power the anode 
does become of a dull red-heat, chiefly in a small spot where the 
molecules strike, and then by conduction nearly or quite to 
the edges. Bright red-heat means rather too much current for 
the vacuum, and to go on with it endangers the tube ; but 
such an extra discharge (/.^., for that tube or vacuum) may 
be used for a short space for some special experiment, or to 
lower the vacuum as already de.scribed. But for continuous 
work such heating must be avoided, or the tube may speedily 
be wrecked. The tube itself should be felt from time to time 
(with the current off), and if very hot the current either stopped 
for a time or lowered. 

92. High-current Tubes. — The original form of focus- 
tube shown in Fig. 69 cannot be surpassed for work up to 4 or 
5 inches of spark, and it is difficult to surpass the best si)ecimens 
with even large currents. Whatever care be taken, however, 
there is a strange difference in the radiographic power of some 
tubes apparently similar, difficult to understand ; it may possibly 
have something to do with the radiographic transparency of the 
glass used. At all events, it is well to know that a super 
excellent tube, when it has been worked until useless from 
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hyper-exhaustion, generally retains its qualities if re-exhausted. 
A favourite tube should therefore be sent to be thus renovated 
wlfen required, as its equal may not so readily be 
obtained. The tube is more easily exhausted the second time. 
There is always some difficulty in finding a tube which will 
utilise to advantage the full power of a large coil. With wide- 
apart stout terminals, however, and nicely adjusted exhaustion 
from long use at lower tension, and “ well-filled ” sparks or the 
mercury break, some of the most rapid and difficult w^ork has 
been done with such “lucky ’' specimens of the plain focus- 
tube as above alluded to. 

Another tube which has been highly spoken of is a German 
make known as the “ penetrator." In this pattern the radiator 
is not a terminal or anode, and is slightly concave instead of 
flat : the anode is a ring of aluminium much nearer the 
kathode, which is of shallower curve than the usual English 
pattern, and much farther from the radiator. In a separate 
chamber, is a small i)iece of palladium, which largely occludes 
hydrogen, by warming which the vacuum can be lowered — too 
much and too rapidly in many cases, but this can be avoided 
by care in manufacture and caution in use. It is an un- 
doubtedly good tube, but I have not found evidence of any 
distinct superiority over the simpler forms of focus-tubes, of 
which all modern forms are of course varieties. Some radio- 
graphs I have seen api)ear to imply an inferiority in defini- 
tion, which I am rather disposed to attribute to the concave 
radiator.^ 

1 Since the above was in type, I leani that this tube is now made with a 
plane radiator, which seems as if the manufacturers had reached the same 
conclusion as staled above. In the last which I Jiave seen, the ring anode 
is also brought nearer the kathode than formerly, which will of course 
increase the current to be used with a given vacuum : it may also, perhaps, 
hasten the period when the tube can be no longer used. Going back to 
this question of definitiotty my own observations lead me to think that a 
plane and smooth radiator is of more importance than is usually supposed. 
Only one photograph has been taken as yet with the tube next described, 
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If we furnish a tube with a second anode besides the radia- 
tor, and the vacuum will only bear a certain current with the 
radiator alone as anode, more making the latter too hot 
connecting the second also with the positive wire, more current 
may be passed through the tube. Such a double anode thus 
gives a ready means of using two strengths of discharge through 
the same tube and vacuum, which in itself is often an advan- 
tage ; and it has been assumed that this extra energy produces 
more powerful Rontgeii radiation. It would seem that it must 
produce results differing fn some way ; but as regards visible 
effect upon a fluorescent screen, experimental trials very often 
failed to show much, or in some cases any gain, with the 
tubes accessible for trial. 

One form which I devised, however, did show such increased 
effect from increased current, in the most uniform and striking 
way. It appeared to me that in arranging for powerful dis- 
charges sufficient account had not been taken of two well- 
established phenomena, viz. the need for uninterrupted and 
smooth return of the gas-molecules to the kathode (§ 82), and the 
greater resistance of a shorter distance between the electrodes 
(§ 84). If we take a scries of anodes in a tube, it is the nearest 
which requires the most current to pass a discharge, when the 
vacuum is at all good; and if the “ penetrator tube had any 
advantage, it appeared to me to lie in the anode being nearer 
than the radiator; but no systematic attempt seemed to have 

and Mr. Xewlon ihoughl the definition in it also wns nut (|uile equal to 
good focus-tube work in the detail of the bones. As tlic kathode rays had 
in this case passed through two rings (only one, however, being made an 
anode), before reaching the radiating anode, he thought this might affect it. 
Tlie fact itself seemed to need more proof ; if it l)e so, the suggested cause 
is possible, though I think the very uneven radiator a more probable one. 

It is, however, to be remembered, both as regards the “penetrator” and 
.such double-anode tubes, 'that in cases where very high penetrative power 
is required (as for work through the trunk of the human body), anySucli 
slight differences in definition become absolutely imperceptible. They 
arc only of importance in a range of work that will probably still continue 
to be done with plain focus-tubes. 
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been made to investigate the possibility of improvement in this 
direction. Messrs. Newton, therefore, made for me a tube 
cofHaining a series of aluminium rings as anodes at various 
distances, ranging from about i cm. in front of the edge of the 
concave kathode (which the exceeded in diameter), to some 
distance behind the radiate i itself, also furnished with a 
terminal. 

The results were just what I expected, and rather striking. 
With the radiator alone as anode, the effect was simply that of 
an ordinary focus tube of similar vacuum, which this arrange- 
ment represented. With the nearest ring-anode alone, it was 
impossible (with this particular and quite moderate vacuum) to 
pass any discharge at all with a lo-inch coil; rather than pass 
I cm. in the tube the spark passed outside. With the ring alone, 
representing as nearly as possible the “ penetrator ’’-tube 
arrangement, more current could be passed than with the 
radiator, but with no conspicuous gain in fluorescence, or with 
any other single anode. Commencing with the most distant 
ring-anode, each was then connected up along with the radiator 
in turn. In every case, as usual, more current could be used 
without heating the radiator beyond the point adopted as a 
rough working standard ; but no distinct gain in fluorescence 
was seen (there might be some doubt as to a small percentage 
— the rough tests did not allow of extreme accuracy) until 
the radiator was connected up along with the nearest anode- 
ring. With that arrangement, not only could more current 
be passed — a very large current for the vacuum — without over- 
heating, but this extra current produced a striking, unmistak- 
able increase in the fluorescence. 

Two tubes were therefore roughly made as in Fig. 70, adding 
to the usual arrangements a single ring-anode a, near the 
kathode (about i cm. distant), besides the ordinary radiator. 
The* kathode terminal k must of course be kept wide apart 
from the nearest anode-terminal c. The same results were 
observed with these. With radiator alone as anode there were 
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the usual eflects of a focus-lube ; but when the current and 
radiation had been brought up as high as the heating of tlje 
radiator would allow, by coupling up also the ring rmode c;flot 
only could a great deal of extra current be used, but it re- 
sulted in a proportionate and conspicuous hicrease in fluorescence. 



Fig. 70. —Tube with a Second and Clo«;e King- Anode. 


I think it therefore probable that this construction will be 
found best for utilising the currents of large coilsT 

^ The above experiments liave been made while this book was in the 
press, and having been greatly hindered by it, I am unable to give their 
final results, no really “ finished ” tubes having yet been made. One point 
there is a little doubt about ; the radiation on the .screen from the two best 
tubes appeared a little more contracted (i,e. rather smaller “field”) than 
from a focus-tube of usual form, I believe this to be due to the very uneven 
surfaces of the radiators in each ca.se, but it is possible the ring-anode 
may have a contracting influence. Neither am I in a po.sition to say as 
yet that the construction gives more penetration than the same amount of 
current produces w/ten it can be passed into a plain focus-tube ; which could 
however, only be done with a higher vacuum. In any case, how’ever, this 
])articular arrangement of dual anode allows the use of a reasonable vatuum 
in the n.sual way; while it will also utilise a powerful discharge when 
required, with proportionate increase of effect. This great range and 
elasticity of effects, with the power of using a powerful discharge before the 
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One more question is suggested, both by the effects of 
Becquerersi fluorescent rays, and by the fluorescence of the 
radioing surface when an ordinary Crookes’ tube is used ; 
viz., whether a fluorescent or phosphorescent anode might be 
superior in radiating power. Professor S. P. Thompson in- 
vestigated this point, and found that such an anode gave less 
powerful effects, the excitation of fluorescence appearing to 
absorb Useful energy. More recent experiments of Puluj, 
however, are said to indicate a contrary conclusion. The 
different results may probably be explained by the fact, already 
discovered by Becquerel, that ordinary fluorescence from light- 
rays has either no direct proportion or very little to Rbntgen 
radiation ; and some experiments have indicated that probably 
metallic uranium npght give very powerful radiation. There 
are several distinct reasons for regarding this metal as very 
promising. Little has been done, however, with such anodes 
as yet.^ 

Up to the present, very smooth aluminium is found best for 
the concave kathode, being a non-volatile metal, and platinum 
for the radiating plate, whether anode or not. A large concave 
kathode passes the discharge more readily; but Mr. A. C. 
Swinton in a paper read before the Royal Society on April 8, 
1897, states the remarkable fact that of two concave kathodes 
on opposite sides of the radiator, at the same distance, but of 

vacuum gets very high, is alone a considerable gain ; and any slight contrac* 
tion in the illuminated field, when traced down to its real cause, may I 
hope prove capable of remedy : it will be desirable to try a ring-anode 
rather larger and still closer, almost or quite in the plane of the edge of 
the kathode. At all events the results appear so promising, that it seems 
well to put others in possession of them even in their present state. 

* Puluj has patented a tube with an independent anode, the kathode 
radiation impinging upon a large flat plate covered with fluorescent salt, 
this plate being arranged at an* angle as usual. The photographic plate or 
screen k to lie arranged parallel to the fluorescent surface. Very powerful 
radiations have been reported, but such an arrangement could not possibly 
give the definition expected in present radiography. In fact none of the 
Continental work I have seen has ecjualled good British specimens. 
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different diameters, the smaller one (so used in the very same 
tube and vacuum) causes rays of greater penetrative power, 
'fhis is obviously connected with the greater resistance, of ,,^he ^ 
smaller kathode, and greater p.d, or sparking distance required 
to overcome it. 

93. Arrangements for Work. — We may now apply 
these fundamental facts and principles to actual work ; and 
in Fig. 7 1 an entire set of apparatus is represented as set uj) 
and arranged for use, with a lo-inch coil.^ Let us go through 
it in order. A storage battery is here shown, near the apparatus : 
if fuming primary cells are used, and placed outside the room, 
care must be taken to use thicker wires or leads than the 
No. 12 or 14, which suffices here. Between battery and coil 
are interposed a fusible cut-out, and an ammeter and voltmeter. 
Neither is absolutely needful merely to do work ; but they are 
very desirable in order to certam work. When long and tire- 
some experience has discovered the best means (in vacuum, 
spark, distance, exposure, plate, or screen, &c.) of doing certain 
work (as diagnosing or photographing the state of some par- 
ticular organ in the body), the same result cannot again be 
depended upon, unless the same amount of airrent is repro- 
duced, which is done by reading off on the instruments, and 
properly adjusting matters, perhaps even adding or withdrawing 
a cell .2 If this cannot be exactly done, we can at least allcnv 
for the known difference in some way—^.^., if at the moment 
we can only obtain one or two amperes less current than was 
used before, we may probably compensate this by adding 10 or 
20 per cent, to the time of exposure. 

This brings us to the coil. It is important to arrange this 
so as to be well out of the way of all other manipulations, and 
with the wires connected to the tube as directly and well apart 

^ The apparatus was kindly arranged and phot<^aphed for me by I^essrs. 
Newton and Co. 

* A rheostat or variable resistance-coil is very handy, but of course 
absorbs current, and may need another cell or two. 



Fig. 71. — Ten-ir.ch Coil and Apparatus arranged for Photographing a Hand. 
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as possible. The commutator or switch should, however, be 
reached with facility and certainty, for it will be constantly in 
use ; it is also necessary to reach the discharging handles in 
order to adjust the spark. The wires from tewninals to the 
tube must be thoroughly and thickly insulated, or unpleasant 
shocks will be often occurring. In most cases, for these and 
other obvious reasons, at the back of, or behind the tube, is 
the best place for the coil. Care must be taken to keep this in 
good order as respects freedom from dust and damp, or any 
rusty or dirty contacts. 

Get thoroughly into the mina the position of the commutator 
equivalent to switching current off (which in an Apps coil is 
with the handle pointing upwards), and get the habit of ic- 
garding that as the normal state of affairs ; always switching 
^Uurrefit off except when current is to be passed through the 
tube, or some adjustment actually tested. If a wire drops 
from the tube, sivitch off before replacing, or a severe shock 
will be taken on picking it up : also remember that the coil 
itself may give shocks if touched or too closely approached 
near the ends. Ignorant spectators should never be allowed 
to crowd round the table. 

The tube may be supported in any convenient way. A 
common Bunsen holder often does well, especially for what 
wc may call “ small ” work, such as photographs of hands or 
feet. Here we want a square foot or more of firm, flat table 
surface, on which the plate and hand can be laid, and the tube 
only needs to be supported over it in such a way, with the 
anode reflecting downwards, as to leave the greatest possible 
clear space. For larger operations, such as through the trunk, 
the best arrangement will suggest itself, and two operators will 
not adopt exactly the same. A very good plan is to pass the 
end of the tube a little stiffly through a hole in a piece of 
cork ; then the cork, with the tube in it, is easily held in any- 
thing convenient, more safely than if the bare tube be pinched 
directly between the jaws of the holder. 
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Particular care should be taken that the patient be not 
exposed to shocks from the connecting wires. Any part^*of.. 
the body may, if necessary, be bandaged to a board, to prevent 
motion during long exposure, both bandage and board being 
transparent. As a rule it is needless to remove clothing ; but 
if bullets or other small metal objects are being searched for, 
it is better, in order that buttons or hooks and eyes may not 
cause any confusion. One more point regarding patients. It 
ought to be unnecessary to insist that care be taken so as to be 
unhesitatingly sure about the right and left as represented in a 
jihotograph ; but cases have actually occurred in which this 
has not been done, and an incision actually made on the wrong 
side ! Such gross carelessness is inexcusable. 

Fluorescent screens are for some puri)oses simply mounted 
on an upright stand or rod. There are other cases in which a 
firmer support or resistance is necessary, in order that the 
portion of the body to be examined may be held immovably 
in contact. A screen has been laid flat upon a body, the tube 
being arranged beneath. Such details are merely mechanical, 
and need not be further considered here. 'I'he screen itself is 
dealt with in § 95. 

94. Study of Each Problem. —Put more is neces.sary 
concerning the intelligent adaptation of detail and method 
(and more especially of tube and current) to the particular 
problem in hand. It is here where the diflerent character of 
the rays, and differences in current, exposure, distance, and 
screens, are of such practical importance. Rays of a certain 
description are not only better adapted for penetrating bodies 
or tissues of a given character and thickness, but are found 
specially adapted for discriminating between such details 
amongst different structures. It is also on account of these 
differences that a coil, giving not less than 6 inches of^spark 
w'hen required, is alone capable of the wide range of problems 
presented by hospital diagnosis. One or two very simple ex- 
amples, from various sources, and more especially from the 




Plate II.— Fingers {Natural Size), 

Taken with Focus-tube, to show definition of minute I’one Structure, 
{Radioirrafih by Mr. T. Freshwatek.) 
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published results of Dr. Macintyre, will make at least the 
leading principles of such adaptation clear.^ 

Consider, first such an elementary detail as clear definition, 
A simple subject like the hand, shown in Plate L, when it is 
merely desired to see the outlines of the bones, with at the 
outside any injuries, malformations, or perhaps gouty enlarge- 
ments, may be fairly photographed from an ordinary Crookes’ 
tube, as such were in actual fact first photographed by Pro- 
fessor Rontgen. But the photograph being from the nature 
of the case not an optical image, but a shadenv projected on 
the plate by rays represented by straight lines, one so produced 
necessarily fails in absolute sharpness, owing to the size of the 
radiating portion of the tube. The sharpness can only be 
increased in two ways ; {d) by increasing the distance of object 
and plate from the tube, which of course lessens photographic 
power, but is useful in some cases ; and [li) by reducing the 
radiant to almost a point. This latter method is placed in our 
power by the ‘‘ focus ” form of tube. The degree of sharpness 
and consequent detail thus obtainable is showm by Plate II. 
rei)rodiiced of the actual size from a photograph taken by one 
of these tubes, at a distance of about 9 inches, and which 

^ As a mtiUer of simple justice, an English writer is bound to place on 
record, even in such an unpretending work as this, the lefiding part taken 
by an English physicist and a Scottish surgeon in the chief practical 
advances made since the cardinal discoveries of Professor Rontgen him- 
self ; to these latter surprisingly little that is really cardinal has been added 
since, as already observed. Owing to my long and intimate acquaintance 
with the leading makers of coils and apparatus, it happened to come within 
my personal knowledge that at a time when messages from the Continent 
and New York were daily claiming supposed new advances in tubes and 
screens, the results of Mr. Jackson’s experiments in both had quietly fore- 
stalled and surpassed them ; and also when telegrams from Berlin and 
Vienna were stating as new, photographs or shadows through the bodies 
of infants, Dr. John Ma^cintyre, of Glasgow, had already sent to various 
correspondents, without any fuss, similar results through the entire trunk 
of adult persons, obtained in actual practical diagnosis. The different pro- 
portions in actual achievement, and anxiety for publication, are curiously 
characteristic, 
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shows distinctly and sharply much detailed structure of the 
bones. 

This is a quite simple case ; but, as Dr. Magintyre has 
pointed out, the problem confronts us, when we deal with 
subjects of great depth, in a much more complicated way. 
Suppose we want a radiograph^ through the entire human 
body, or through the entire cranium. We have now to con- 
sider w/ia^ we want. If we removed the focus tube to a 
distance proportionate for the much greater thickness, to 9 or 
10 inches for the thickness of the hand, our shadow of all the 
structures would be of approximately equal sharpness. But 
in the first place, such a distance will afford far too feeble 
radiation ; and in the second place, even supposing that we 
could thus get shadows of all the structures super-imposed, 
these would only confuse each other. What we want is some 
definite portion, the less confused by images of the rest, the 
better. These objects are best attained by placing the focus 
tube as close as possible to the structures we do not ivant. If 
we seek for a suspected injury or disease of the bone on one 
side of the cranium, therefore, we bring the tube close to the 
other side, and the photographic plate close to the side we 
wish to photograph. Then the shadows of the side next the 
tube are so diffused and dispersed and enlarged that they prac- 
tically disappear; while the details are sharp of the side in 
contact with the plate. ^ 

In the same way, taking a photograph through the trunk, if 
the subject lies on his back upon the sensitive plate, and we 
bring the focus tube almost in contact with the chest, the spine 
will be photographed, while the sternum and front ribs disap- 
pear. Reversing the position, the spine is practically got out 

' This seems, upon 4he whole, the least objectionable of the various 
names which have been used for photc^raphs by Kontgen rays. 

The possible physiological results mu&t, however, be borne in mind, of 
too close a tube (§ too). Temporary loss of hair has been reported from 
exposure to too powerful radiation. 
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of the way (except so far as its opacity or resistance is concerned 
- -see further on) while the sternum and ribs arc sharp. The 
■smile position is required for the heart, or other non-osseoiis 
intermediate structures; but in this case we must further seek 
aid from the character of the rays. In regard to definition^ how- 
ever, the general rule is obvious ; to get the organ or structure 
desired, as near to the plate and as far from the tube as we are 
able to manage. And as our distance is limited by the power 
of the radiation, and how far it will bear dilution, this con- 
sideration tells powerfully in favour of large coils. 

But we have further to adapt our radiation to the nature of 
the structure. It is here, perhaps, that on the one hand the 
greatest advances have even already been made ; and on the 
other, that we have still to expect most from further investiga- 
tion. Only main general principles can be said to be as yet 
ascertained ; and it is possible that even methods of photography 
may be found to give valuable differences in contrasts of shadow 
for different structures, as well as modifications in current and 
screen. 

The general law appears to be, that taking a simple subject 
of small thickness, such as the hand of Plate I., wc must use 
a comparatively small current and low vacuum to obtain opacity 
of the soft tissues ; while a longer spark and somewhat higher 
vacuum gives transparency of these, and comparative opacity 
of the bones ; and if we push spark and vacuum still higher, 
even the bones give very little shadow at all. But, if the whole 
trunk is the object concerned, the question is more complicated ; 
for the great resistance to the rays compels us now to use high 
vacuum and ix)weTful spark to overcome it. It has, however, 
been found that, even in this case, modifications in the vacuum 
and spark affect the photographic or fluorescent result to an 
extent which may be wery useful ; one vacuum bringing bones 
intd more prominence, while another state of the tube will 
bring the softer tissues into more contrast of detail. 

The general character of the me^ns to be employed for a 
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good result can be pretty well known beforehand. Thus, such 
a subject as Plate TIL, reproduced from a radiograph of a small 
snake' taken by Mr. T. Freshwater, could not be 'dealt wifK 
cflTectually, at any ordinary distance, by a powerful discharge in 
a tube very highly exhausted. 'I'here would hardly be any 
shadow whatever perceptible. It was taken as a matter of 
fact with a spark somewhat under i inch, and an exposure of 
TO seconds. Whenever such a subject has to be attacked with 
a large coil, cither the spark must be reduced, or the distance 
of the tube greatly increased, or (in case of photography) the 
exposure reduced to a minimum. It is quite obvious that in 
cither case the energy of the rays is lessened ; but the interest- 
ing (and most ultimately hopeful) fact is, that the effects of 
reducing the energy in these different ways arc not all alike. 
While the bones of the snake will be best shown by a diminu- 
tion of spark and vacuum, short exposure, and possibly increase 
of distance if also necessary ; the bringing out of softer struc- 
tures is more likely to be effected by combining as small 
spark as possible with longer exposure. Under-exi)osure may 
often be “ intensified by the usual methods : and such under- 
exposure so intensified sometimes gives different and better 
results still ; as may also long and patient development. 

Taking, however, a subject like Plate IV. {Frontispiece\ixcs\\\ 
a radiograph obtained by Dr. MacIntyre ^ in a case of exten- 

^ The animal was of course chloroformed. 

- I selected this radiograph as one of considerable historical interest, l)eing 
the very fiist really successful one of the difficult pelvic region, and taken so 
early as the spring of 1896. No printing process can quite reproduce all that 
m.ay sometimes be seen in an original radiograph ; but the following, which 
I am allowed to quote from a work still in the press when this is written 
(Dr. Owen's Surgical Diseases of Children) may be interesting as showing 
what professional eyes read even in the print here given. ** On the sound 
side (to the sixrctator’s right) the line of the temporary cartilage is shown in 
the floor of the acetabulum, and the rim of permanent cartilage,® the 
cotyloid ligament, is also seen. There is, moreover, 0 faint trace of the 
layer of cartilage joining the head of the femur with the diaphysis. The 
outlines of the neck and of the great trochanter are very definite, On the 



Plate III.— Small Snake. 

Illustrating subject for short exposure, ns well as small spark. 
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sive “ hip disease ” through the entire pelvic region of a boy, 
use for such, a powerful discharge in high vacuum, 
in order to get through the enormous shadow-resistance. This 
was taken with a 6-inch control discharge from a lo-inch coil, 
with an exposure of fifteen minutes, which was, however, inter- 
mittent, and probably not exceeding ten minutes of continuous 
discharge. Less than a 6-inch coil would be no use, and it is 
in such cases that still larger coils are especially useful. It 
remains to be ascertained, however, whether or not for some 
siich cases a much greater of current at a lower tension^ 

especially if combined with a large cup-shaped kathode, might 
give better results ; such discharges as would be obtained from 
a coil wound with much thicker wire, but supplied with much 
more primary current from a dynamo. It may very possibly 
prove that such variations from the hitherto usual proportions of 
Induction Coils might give more efficiency in some problems 
of radiography, just as a 2-inch spark from a 2-inch coil, and 
a spark lowered down to 2 inches from a lo inch coil, arc 
very different in their effects.^ It is at least probable that two 
different primaries, or one capable of being used in two ways, 
as in the great Spottiswoode coil (p. 37), would prove very 
useful for large coils in radiographic work. 

However this question may ultimately be determined, the 

afTecled side the Y -shaped cartilage and the cotyloid ligament have been 
entirely destroyed by the growth of granulation tissue, which has also 
caused absorption of the head and most of the neck of the femur. The 
result of this femoral absorption is that the great trochanter is inconspicuous, 
and that it is considerably raised above the normal level. The destruction 
of the Y-shaped cartilage has determined a premature consolidation of 
the os innominatum, which is seen to l^e considerably smaller and shorter 
than its fellow. The long-standing articular disease has moreover had a 
prejudicial, trophic influence upon the upper part of the femur, which, just 
below the trochanter, appears wanting in solidity and strength. There is, 
in filfct, an obvious dwarfing of femur as well as haunch-bone, and the 
measurements of the affected limb would show a very considerable and 
nevitable shortening.*^ 

^ Dr. Macintyre has used as much as 30 amperes of primary current. 
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greatest difficulty is to get details of the softer tissues, through 
a great thickness of the body ; where the amount of obstructioi) 
to all rays makes it impossible to use the lovvci' current and 
vacuum which appear in themselves . most suitable for such 
softer tissues. The one thing clear is that the part wanted 
must be ])laced as far from the tube and near the plate as 
l)ossiblc, l.)Oth for sharpness, and that the energy may be gene- 
rally reduced before reaching the part desired. Beyond that 
every operator must work out the actual details for himself ; 
because the e.xact data of his own particular coil and primary 
current will affect all the other data,, in manner not yet alto- 
gether understood. Where long exposure can be given, it 
will make the task easier ; thus, one operator reports excellent 
detail of the muscles of a rabbit, and tendons of cw partridge, 
with a “distance” of 14 inches, spark a little under 3 inches, 
and an exposure of 75 minutes. But with the trunk of a living 
human subject, such an exposure could seldom be tolerated. 
On the other hand, this class of work is particularly suitable 
for intensification, or for long and gentle development, which 
seems to work especially well in bringing up detail of the softer 
tissues. It is always advisable, in dealing with structures which, 
from their position in the body, cannot be brought close to 
the photographer’s plate, to work with the tube at as great 
a distance as the means at disposal will allow, in order to 
secure definition ; but unfortunately this expedient is least 
available just in those massive subjects for which it is most 
wanted. So we are again thrown back upon whatever may 
ultimately be found the most powerful and suitable kind of 
discharges. 

Where the subject differs considerably in thickness, a little 
manipulation may be needed to equalise matters. Suppose, for 
instance, that hand and arm arc desired in one photograph ; 
the hand is much , thinner than the arm. In such a case a 
better result may be obtained, as Professor Morton suggests, 
by waving a leaden screen to and fro between the tube and 
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the hand, so as to. intercept some of the radiation through the 
thinner portion. 

"•There is -yet another means of effecting a sort of self- 
adjustment for the special problem, to at least a certain 
extent. After penetrating a subject, the energy of the rays is 
so much weakened, that a glass photographic plate absorbs it 
materially. Therefore, by placing two or three plates above 
each other, either in contact, or with sheets of black paper 
or foil between them, a similar number of photographs arc 
obtained, with very little difference in sharpness, but due to 
gradually lessened amounts of energy. There is very great 
l)robability that some one of these results will be perceptibly 
better than the rest, as regards the special object in view ; 
and this may give valuable hints for future proceedings. 

95. Fluorescent Screens.— In hospital work and: 
diagnosis a good screen is as important as a good tube. 
Here again Mr. Herbert Jackson was the first to produce 
one of real efficiency, and which is still extensively used, though 
others are often employed. This consisted of potassium platino- 
cyanide, a coat of small cry.stals being made adherent to a 
paper screen ] it fluoresces very brightly of a i)ale blue. The 
salt crystallises with three proportions of water, the most aqueous 
giving the best result ; hence loss of moisture is apt to produce 
some uncertainty as to the amount of action, which is best 
counteracted by keeping the screen in a damp place. The 
platino-cyanide of lithium, and the double salt of potassium 
and sodium, have also been used. 

* Professor Rontgen's first experiments were made with platino- 
cyanide of barium. This will show the bones of the hand very 
readily, but in general is inferior in mere brilliancy to the 
potassium salt. But the curious fact is observable that different 
salts are as discriminating^ their results, as differences in current 
and •tube ; so that even ordinary samples of the barium salt, 
though less bright, sometimes show more contrast in shadow 
effect than the potassium, Much also depends upon the 
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degree of purity, and the exact molecular condition. Ppwder 
is with most substances far less effective than natural crystals, 
and by purifying and repeatedly re-crystallising the* barium sdu,' 
finally producing crystals small enough to resemble meal or 
powder, the brilliance is greatly increased, and the definition 
improved. Where definition is especially desired, the barium 
salt thus prepared is preferred by most to anything else, and 
has the advantage of permanently standing a great deal of use. 
The best specimens are now quite equal in brilliance to 
potassium screens. 

Other compounds w'ill, how'ever, do very efficient work, and 
have been employed by various operators. In America calcium 
tungstate is largely used, following Edison, wdio, after trying 
many substances, selected and preferred this compound, w’ork- 
ing upon the natural mineral product. In England it is not 
thought equal to the above ; but again, the quality of the 
sample has very much to do with the effect. One operator, 
who speaks highly of it, prepares it by precipitating sodium 
tungstate with calcium chloride, washing perfectly and drying 
at a gentle heat, then fusing (in a cavity made in charcoal) 
under the O. H. blowpipe, making it boil for a few seconds, 
and finally cooling it very gradually ; the mass is pow^dered 
and applied on wet gummed card or paper to make a screen. 
What chemists term a “ solid solution of copper tungstate in 
calcium tungstate is also said to be very effective. Iodide of 
rubidium has been reported as considerably surpassing calcium 
tungstate, but the scarcity of this metal has prevented much 
experience of it. The double fluoride of uranium and ammo- 
nium also makes an excellent screen, w'hich some think equal 
for average purposes to any other. 

Other efficient materials are likely to be discovered; but 
it is not likely that any one will be able to be regarded as the 
best screen for all purposes alike, for reasons already'indi- 
cated. Most of the best known radiographers employ at least 
two screens. There appears also m\ich to l)e learnt yet as to * 
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the best way of preparing a screen. Dr. Macintyre discovered 
^tbat no screen yet made would absorb nearly all the energy: 
"alter producing an image on one screen, there were sufficient 
rays which passed through to produce another image on a 
second, 12 inches behind it; and yet another upon a third, 
at similar distance. Hence he prepared a screen mth much 
coarser crystals, giving a correspondingly thicker layer of fluor- 
escent salt, with very appreciable gain in the brightness of the 
image. But unfortunately such coarse crystals give an image 
of less definition. 

The fluorescent material is generally spread upon a sheet 
of paper — preferably black or blue paper— stretched in a 
frame, and placed with the paper towards the tube, and the 
fluorescent material towards the eye. I'he screen may be 
mounted so as to form the further end of a box shaped as 
the frustrum of a pyramid, with eye-lenses or simple eye-holes 
in the smaller and nearer end. Such an arrangement is in 
America termed a fluoroscope^ and is in some respects very 
convenient, but many workers prefer the plain screen and a 
darkened room. 

Screen work stands by itself in one respect. By it alone 
can the motion of organs be seen. With a good coil and 
screen there is no difficulty at all in seeing the beating of the 
heart, movement of the diaphragm, and some other phenomena 
in the human body. The clothes need not be removed ; and 
it is curious to see the black shadows of buttons on the 
garments, even the small thread-holes in their centre being 
often observable. 

96. Photographs of Screen Images. — As early as 
March, 1896, Battelli and Garbasso took photographs with a 
camera of the image on a fluorescent screen. This is of course 
possible ; because the unrefractible Rontgen rays are there con- 
verted into visible fluorescent rays. Practical difficulties caused 
this method to be lost sight of, but Dr. Macintyre has revived 
it with some success. The chief difficulty is that, supposing 
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we place the camera and lens some feet behind the screen, 
while the lens gives an optical image of the screen only, the 
Rontgen rays which (as we have already seen) get through tKe 
screen, give another shadow image of the lens-mount and other 
metal on the camera-front. This Dr. Macintyre got over by 
covering the camera- front with a sheet of lead pierced in the 
centre by a hole for the lens only. A good image is thus 
obtained ; and the advantage of this process is that it adapts 
itself to the most rapid plates and i)rocesses, and enables large 
subjects to be reduced directly to the size of lantern-slides for 
public demonstration. Another considerable advantage is 
that, as already indicated, it is generally much more convenient 
to direct the rays through the subject in a horizontal direction, 
the management of the vacuum by heat under the tube being 
then easily effected. AVhen used in this way there is more 
photographic effect from the potassium salt than from the 
barium ; but the definition is not so good, and the best 
barium screens are bright enough to yield very good results. 

97. Stereoscopic Photographs.— Effective stereoscopic 
double jihotographs were first taken by Professor Elihu 
Thomson, in the United States. The method is very simple. 
The hand or other portion of the body is laid upon a wooden 
frame, underneath which a wooden slide enclosing a plate can 
be introduced and withdrawn. The tube is mounted so that 
it can be moved horizontally 2 or 3 inches and clamped. 
One plate is introduced, a photograph taken, and the plate 
withdrawn. The hand being kept in the same position, the 
tube is shifted, clamped in the new position, another plate slid 
underneath, and the other picture taken. Some of the results 
are rather curious ; and {Xissibly, when greater advances have 
been made in photographing the softer tissues, this method 
may assume more importance. At present its most interesting 
applications have been made by Messrs. Remy and Con^re- 
moulins, who, by injecting the veins and arteries of some severed 
member with a solution of sealing-wax, in which bronze-powder 
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is diffused in suspension, have obtained stereoscopic views of 
the system, in all its space relations, such as are possible in 
fio other way# 

98, Kinematograph Movements.—The last develop- 
ment of radiography, up to the present, has been in the 
direction of recording the movements of parts of the body or 
organs within it, by successive pictures exhibited by a kine- 
matograph. As most readers will be aware, the latter is an 
instrument for rapidly placing in succession before the eye 
pictures of moving objects taken at very short intervals— at 
least several, and usually many, in one second— arranged in a 
long strij), the effect of which, is that the successive phases of 
the motion are apparently reproduced. Dr. Macintyre has 
been recently endeavouring to secure this result, and obtained 
results both promising and interesting, some of which were 
exhibited at a meeting of the Glasgow Philosophical Society in 
March 1897, when all the movements of the knee-joint of a 
frog were well demonstrated to the audience by means of an 
ordinary kinematograph. 

Success necessarily depends upon rapidity of exposure. For 
details of the precise means employed, reference must be 
made to the 1897 Transactions of the above-named Society.^ 
Early in 1896 Dr. Macintyre found that with a large current 
and the full spark of the mercury interrupter, one flash of the 
tube would give a photograph of the bones of the hand ; and 
with ten flashes an excellent picture was obtained, showing the 
minute structures of the bones. In these ten flashes, of course, 
^hc swing of the vibrator occupied much more time than the 
ten actual discharges; and the problem chiefly is to reduce 
such idle time. This was accomplished to a considerable 
extent by using a rotating mercury interrupter driven by a 
small electric motor ; a wheel rotating at great speed causing 
the f(^k of the interrupter to dip with great rapidity into the 
platinum and mercury amalgam (see §§ 19, 91). He antici- 
^ The paper is not pul)lishcd at the date this is written. 
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pates still better results with a purely mechanical interrupter, 
also driven by a motor. 

Two general methods were tried. In the firsyt the shado(v 
was formed on a fluorescent screen, and by the camera ordin- 
ary photographs were taken, reducing the pictures to the size 
required for the strip; but this plan up to the present has 
proved too slow. He next covered the kinematograph with a 
plate of lead, in which was a small aperture covered with black 
paper, corresponding to the aperture behind which the strip of 
film passed. The frog was selected for this experiment, the 
animars leg being placed over the aperture. In the present 
experimental stage, the best results were obtained by fixing the 
limb so that the movements could be controlled by the operator, 
and still further controlled by a little anjesthesia. 

It will be quite obvious that the small area for visible move- 
ment in this latter method, and the present lack of sufficient 
energy for the camera method, present great practical difficulties 
in this branch of work. But success would open out so many 
valuable possibilities, that it is to be hoped they may not be 
found insuperable. 

99. Photographic Exposures.—It is beyond the pur- 
pose of this hand-book to enter into details of the photo- 
graphic work, concerning which there arc many admirable 
manuals. It will suffice to say that the experienced photo- 
grapher will do well to begin, at least, with the plates and 
processes he is familiar with, bearing in mind what has already 
been said concerning the occasional great delineating value 
of under-exposure with intensificaiion^ or with long and slo\y 
development. A beginner will perhaps do as well with Cadett’s*^ 
“lightning” brand as any, using generally the Velox developer. 

I have also seen splendid work with Paget plates ; and have in 
fact no reason to think that any standard brand will fail to give 
good results when properly managed. It has been stated that 
fast and slow plates give similar results with Rdntgen rays. 
That is certainly not the fact stated so broadly ; but it is true 
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that the time-differences are not, apparently, nearly so great as 
in ordinary photographic work, and some medium plates, at 
‘•least, will dp even quicker work than the rapid ones of the 
same make. It is probable that here also greater adaptability 
of certain plates to certain structures may ultimately be found. 

M. Vandevyver considers, after many experiments, that 
the necessary exposures for bodies or limbs of various thick- 
nesses, vary about as the cube of the thickness, other con- 
ditions being equal. I doubt this, as also another conclusion 
he announces, that the radiating energy from a tube diminishes 
only as the distance, and not as its square. In any case it has 
to be remembered that the .conditions are generally very far 
from equal, a much more powerful discharge through a higher 
vacuum being necessary when great thickness is concerned. 
Also that long exposures with (comparatively) small spark give 
quite different qualitative results, from a large spark with 
shorter exposure. 

The most interesting photographic question is, perhaps, 
how far it is possible to shorten the exposure (a most desirable 
object with living subjects) by using a fluorescent screen in 
contact with the sensitive film. Considerable effect of this 
kind has been demonstrated by many different workers ; but 
the great difficulty has been a certain amount of diffusion in 
the image, caused probably by a spreading of the effect through 
the crystals, which have generally been used on the fluorescent 
screen. This appears to be best avoided by causing the rays 
to pass first through the glass plate, then to traverse the film, 
afterwards striking on the fluorescent surface, in actual contact 
with the film.^ Winkelmann and Straubel have lately reported 
that with this arrangement, and using fluor-spar as the fluor- 
escent material, the photographic film is affected almost a 
hundred times as rapidly as when the plate alone is employed. 

' Th*e glass plate itself, lO this case, obstructs the energy considerably. 
This is easily avoided by using instead a celluloid film, which is radio- 
graphically transparent. 
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As ordinary fluorescence seems to bear no very direct relation 
to the amount either of Rontgen fluorescence, or Rontgen 
radiation, so also it seems to stand in no invariable relation to.- 
the amount of photographic acceleration ; and there would,- 
therefore, appear to be a wide field for experiment in this 
direction. 

100. Physiological Effects of the Rays.— There is 
ample evidence that prolonged exposure to powerful Rontgen 
rays may have very ; serious effects upon the living body ; 
different individuals, however, being variously susceptible to 
such effects. Most persons are conscious of peculiar feelings 
in the hand whilst the latter is being photographed with a 
powerful coil ; but this is a transient feeling. It is when the 
. hands or other portions of the body are in the path of the 
rays for long and frequent periods, that serious results are 
likely to follow. Dr, Macintyre reports severe dermatitis 
(inflammation of the skin) as the result in his case, the hands 
becoming red and swollen, followed by shedding of the epider- 
mis and loss of hair. But a demonstrator who was engaged 
several hours every day for some months, experienced far 
more grave consequences. Here again no serious inconveni- 
ence was felt for several weeks ; but gradually small dark blisters 
appeared under the skin, which became very irritable, with much 
inflammation and pain. This was allayed by ointment ; but 
the skin became hard and yellow, like parchment, and peeled 
off; the same symptoms being repeated with the new skin. 
Then the tips of the fingers swelled, feeling as if they might 
burst ; the nails became affected, from under them came a 
copious discharge, and the nails came off. The hand then had*^ 
to be kept in bandages for weeks. Inflammation of deeper 
structures has also been reported. Recourse was had to 
anointing the hands with lanolin and wearing kid gloves over, 
which also became saturated with grease (the gloves ijere of 
course transparent to the rays themselves), and it was thought 
that considerable alleviation w^as thus obtained. 
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Protracted exposure of the hands during manipulation should 
therefore be avoided as much as possible ; ordinary, occasional, 
'.of brief exposures will give no trouble, unless perhaps in some 
abnormally sensitive subject. Should protracted exposures be 
necessary, protection might probably be obtained by kid gloves 
covered on the back with lead foil, which could be kept in 
place by another thickness of leather stitched over. 

This powerful action of the rays suggests that they may 
possibly be found useful in the treatment of various diseases, 
and more especially of the skin. Reports from America have 
stated that they kill bacteria ; guinea-pigs being inoculated with 
both diphtheria and tuberculosis, and those subjected to the 
rays remaining free from disease, while the others all suc- 
cumbed. This cannot be said to have been authenticated 
in any satisfactory manner ; but the really fundamental fact 
of most energetic physiological action, from a form of radiant 
energy which is capable of penetrating every tissue of the body, 
is certainly fruitful in encouragement and suggestion. 

10 r. Starting a Coil. — As this little work may come into 
the hands of some who are using an Induction Coil for the 
first time in this kind of work, it may be useful here to explain, 
simply and consecutively from the first, how to get it into 
work. For the battery power suitable for various coils, reference 
may be made to Chapter III., and for this especial class of 
work we will only repeat the advice to use secondary batteries 
if possible. Read also again carefully, § 26 in that chapter 
concerning “ personal precautions."' We will suppose a lo-inch 
Apps coil, and half a dozen lithanode cells, which will give at 
‘starting about 12 volts and nearly 10 amperes, a current suit- 
able for such a coil. The battery cells will be marked P and n, 
or + and - , and the battery terminals of the coil are marked 
p and N. With a primary battery, the platinum or carbon 
plate.will be the p.pole. 

Now to proceed. SivitcA off the commutator (this is italicised 
throughout, because from the first the habit of it should be 
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formed), which in an Apps coil is to point the lever handle 
vertically upwards. Using thick wire, as directed in Chapter III., 
connect P or + end of the battery with P on the cpil, and - or 
N with N, with a fusible cut-out if storage cells are used ; and 
the measuring instruments in the circuit if these are used. 
Here note that on an Apps coil the marked tops of these 
terminals, PN, are movable and interchangeable, so that either 
terminal may be made P. This is in order to arrange the cur- 
rent wires so as to connect without crossing, wherever, the 
battery may be placed. Consider therefore the best arrange- 
ment of battery, and then arrange the terminals accordingly, 
and keep them so. It does not matter in the least which way 
they are arranged ; but what does matter is that they should 
be kept the same, so that the commutator may be switched on 
one way or the other with certainty. 

Next set the dischargers. Reckoning them as facing the 
operator, draw the right-hand one as far back as possible, and 
turn it round at right angles, or with the handle towards you 
and slanting upward. The left-hand one push in as far as it 
will go, pointing to the knob through which the right-hand 
one slides. This secures a discharge between the left-hand 
point and the right-hand knob, which is the proper condition 
of sparking terminals. (For subsequent discharges in work, a 
knob or disk is better placed on one of the points, which 
should then face each other ; but with small sparks it matters 
comparatively little.) 

Next see to the interrupter. The coil being supplied by any 
one who understands the matter, will be found to have all thq 
tension taken off. If not, turn to the right the screw t"* 
(Fig. i6, p. 30) till the iron hammer bearing one platinum 
contact is as close to the core of the coil as it will go j and 
screw up the top milled-head B till the other platinum contact 
barely touches the first, leaving scarcely the thickness of a»sheet 
of paper between the contacts. 

Now turn down the lever of the commutator to a horizontal 
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position on one side or the other, which switches on the current. 
.The condenser and secondary will be already properly con- 
nected by the makers. The current being now on, turn the 
screw T of the interrupter to the left gradually, which tensions 
the spring and draws the hammer back from the core. The 
hammer will soon begin to vibrate, and small rapid sparks pass 
between the contacts, but nothing probably passes the dis- 
charger. Turn the screw farther to the left, and at length the 
secondary spark will pass. As soon as it does, reverse the 
handle of the commutator, through the off^ to the opposite on 
position. In one of the two positions it will be found that the 
secondary spark passes much more freely. That is the position 
in which henceforth to switch on the current, with the present 
arrangement of the battery and discharger terminals. This is 
the readiest, and a nearly instantaneous method of finding 
the proper direction ; in which also, with these short sparks, 
a faint brush ” discharge will be seen to proceed from the 
left-hand point, towards the knob on the right. 

We may now look at a tube, supposed to be an unknown 
tube, but believed to be suited for a moderate discharge from 
our coil. First switch off current ; and it is better now to turn 
th two discharger-points towards each other, but putting a 
knob or disk on the negative one. The tube being mounted in 
its holder, connect the right-hand discharge-terminal (the knob 
in the foregoing operations) with the cup-shaped aluminium 
kathode of the tube, the other with the anode; using of 
course finer wire than from the battery, but still perceptibly 
thicker than that of the secondary coil. These connecting 
wires should be well covered, and in short enough lengths to 
avoid useless loops or coils, which might occasion unpleasant 
or dangerous shocks. All being connected, switch on the 
current. The discharge will probably not pass in the tube, but 
through the discharger as before. Switch off current^ and with- 
draw the left-hand discharger to a furtjier distance— say an 
inch more with this coil, or ^ inch with a 4-mch coil. Unscrew 
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the platinum contact a little further back by screwing B 
(Fig. 1 6 ) to the left, not however increasing the distan^:e 
between the contacts beyond about of an inch ; switch on 
the current again, and turn the tension-screw T gradually more 
to the left, till either the tube fluoresces or the spark again 
passes dischargers. If the latter, switch off current ; withdraw 
the left-hand discharger to its greatest distance (which will 
be over the guaranteed spark) ; switch on current again, and 
further turn the tension-screw of interrupter to the left, till the 
discharge passes in the tube, and the latter fluoresces a bright 
yellow-green from the “ kathode rays. 

Every time anything is done, except to tension the inter 
rupter, switch off current first. Even the handles of the dis- 
charger should not be manipulated with the current on when 
any but a very moderate spark is arranged, or a powerful 
shock may be felt, the insulation of the handles not being 
enough to stop a powerful discharge, which may also spark back 
to the hand from the metal parts of the discharger. 

Notice also the ammeter, while the interrupter is being 
tensioned ; as the tension increases, slowing the spark and 
allowing time for more primary current to pass the contacts, 
the amperage will be seen rising. The use of the voltmeter is 
to show the gradual decrease of battery current. A slight fall 
may be compensated by either a little more exposure, or with 
storage batteries, by tensioning up for more amperage. When 
the full voltage of storage cells falls to about 8o per cent, the 
cells should be exchanged or re-charged. 

We have now simply brought the spark up to discharge 
through the focus tube ; the discharge has still to be adjusted^ 
according to circumstances. It may be already obviously too 
powerful for the work wanted ; in that case we try another 
tube, or heat this one as already described, lowering the tension 
and shortening' the spark to correspond. By the interrupter 
alone, a large coil can thus be brought down to a discharge 0 / 
even a quarter of an inch or under, with the full battery in 
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circuit. At the same time, this is not good practice ; and when 
low-power work is really foreseen and intended, it is far better to 
bring only a few battery cells into the circuit. 

More probably, however, we may want to increase the power 
of the discharge, which can be done to a great degree beyond 
what will first pass the tube, by further tensioning the spring 
of the interrupter. It is well first to ascertain what the dis- 
charge is ; to which end switch off current and shorten distance 
of dischargers; repealing successive adjustments till the dis- 
tance is found at which the discharge just passes the tube in 
preference to the air-gap. From this one can generally ap- 
proximately judge a sparking distance that will give about what 
is wanted, which is then worked up to as before. Or we may 
leave the dischargers wide apart,' and simply work up the spark 
to as much as the tube will bear, or which gives the best and 
nearest result to what we want on the screen. Then the dis- 
charger-distance, which measures this, can be ascertained. It is 
therefore time now to examine the effect on a fluorescent 
screen, arranged between tube and observer, with the prepared 
side towards the latter, about 9 to 12 inches from the tube, 
the latter of course so arranged that the anode reflects rays 
to the screen, and holding the hand or other object close to 
the screen on the other side, in a dark room (unless mounted 
as a fluoroscope). The effect can thus bd tried of still further 
tensioning the spring. If the effect desired is better seen, the 
moral is obvious. 

The increased energy will now perhaps make the anode quite 
red-hot. This may be borne for short periods; but a tube 
should not be worked long at a time with a bright red-hot 
mode, or it may break down. If such powerful discharge is 
leeded, it is better to have recourse to a higher vacuum, which 
will stand it without such heating of the anode, or to a tube 
vvitli a second anode as described in § 92. 

For the utmost work the coil is capable of, it may be worked 
lor a few minutes with the dischargers at their furthest (which 
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will be iij to 12 inches with a lo-inch coil), and a tube must 
be used which has become too highly exhausted for ordinary 
tasks. Then, not only will the interrupter be tensioned up, 
but the platinum contact must be still further screwed, back at 
B (Fig. 1 6), till the sparking distance may be 
or even more. This will slow and increase the “quantity” 
of the sparks, forcing a discharge and giving effects which can 
be obtained in no other way. Such long sparks, however, 
rapidly injure the platinum contact surfaces, and should only 
be used on really necessary occasions; in fact, the mercury 
interrupter, or a mechanical one, is much better for this class 
of work. 

The contacts of the interrupter require careful smoothing 
from time to time, with a file supplied for the special pur- 
pose ; at intervals they need renewal. They last longer if ihe 
primary current is reversed at moderate intervals, so using them 
equally each way. There are two methods of doing this ; in 
each case it must not be forgotten at the same time to reverse 
the wires connecting up the terminals of the tube. (This is 
another reason for always fixing a knob or disk on the point 
of the negative discharging-rod, in order to mark the terminal 
in use as the negative one.) One method is simply (having 
reversed the terminals of tube) to reverse the commutator ; this 
is simple, but has the objection that it prevents forming an in- 
variable habit of always switching on the commutator one way^ 
which in many respects is desirable. On that account it is 
better perhaps to reverse the wires from the battery. Then an 
invariable method of handling the commutator is not interfered 
with. 

When work is over the interrupter spring T (Fig. i 6 ) should 
always be slackened, and not left on tension. The satisfactory 
working of the coil depends greatly on this spring preserving 
its qualities, and^ to do this it must be relaxed when wofk is 
over. Tube, and sparking distance of dischargers, however, 
when once adjusted, are often best left as they are, ready for 
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the next experiment. Then the spark will only need to be 
tgnsioned up again to the required point. 

Should al any time the sparking distance of the coil greatly 
fall off, while the spark at the interrupter greatly increases, it 
is probable the condenser has been pierced by a spark. On 
this see p. 56. A coil often worked should always have a 
spare condenser at hand. 

102. Easy Experiments. — It may be well to state, for 
owners of small coils, that a number of easy subjects are well 
within the power of an inch spark and a small focus tube of 
suitable vacuum (which may probably have to be warmed down 
to the proper point). The' snake (Plate III.) is such a subject, 
or a small flat fish, or even a child’s hand, or a small frog. 
Purses, containing coins and other metal objects, or such 
objects placed between two thin boards, are easily photo- 
graphed by such a coil. Hence experimental demonstrations, 
sufficient for mere intelligent interest in the subject generally, 
may be indulged in at very small expense. 

103. Vegetable Physiology. — It is also well to mention 
that while this chapter, for obvious reasons, has given sole 
prominence to the use of Rontgen rays in physiological, 
pathological, and surgical work, they produce equally in- 
teresting results when brought to bear upon the tissues of 
plants. These results may perhaps prove to be even more 
generally interesting to non-professional students. In some 
respects this class of objects are easier to photograph, and in 
some more difficult \ there being as a rule not such a com- 
bination of very opaque with very transparent portions, as are 
often superposed in, say, the human thorax. Such subjects, 
again, are much more easily manipulated and more variously 
prepared ; and many of them lend themselves better to 
moderate discharges and long exposures. 

1^4. Dynamo Currents.— Only a few words are needed 
here respecting the use of Induction Coils in connection with 
these, because in every case the arrangements will have to be 
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made by a competent electrician, who will adjust the current 
to what the coil will bear. A rheostat or variable resistance- 
coil, or a water-resistance, which is handy and chfeap, will be 
absolutely necessary in the primary circuit, as well as the 
measuring instruments. Where such a current supply is avail- 
able, it is much cheaper, and saves a great deal of trouble with 
batteries. 

A continuous current will be sent through the coil just as 
usual, only requiring to be adjusted as regards its amperage 
and voltage. This kind of current is much the best, and the 
employment of such large dynamo currents is of considerable 
interest, in connection with a question already mentioned, as 
to whether or not heavier primary currents with thicker wires 
in the coils may place additional resources within reach of the 
radiographer. Future editions may be able to record the 
determination of this point. 

An alternating current, which is most usual in public 
supplies, has one advantage in being much more readily 
modified by a supply ** transformer ” to any dimensions 
desired. On the other hand, all the modified effects (§ i8) 
of the “condenser are lost. The electrician having adjusted 
the current, it will be connected direct (except for the rheostat 
and measuring instruments in the circuit) in the case of an 
Apps coil, with the terminals marked “ALT^’ or “COIL,’^ 
simply disconnecting the condenser by withdrawing the wires. 
In other coils, the condenser must be disconnected, the ten- 
sion-spring slackened, and the contacts screwed close up. 
That is all which is necessary in regard to the coil. 

But the tube and its management must be modified, as we 
have to confront two opposite discharges of equal strength. 
Platinum is a volatile metal when it forms the kathode in a high 
vacuum; therefore an ordinary focus tube will not answer. 
Mr. A. C. SwirUon has used an elongated bulb with two 
opposite concave terminals of aluminium, both supposed to be 
“focused” upon the same plate (not an anode) of platinum. 
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This is quite correct in theory, and utilises both the opposite 
discharges for radiation. But both have to be sealed into the 
glass, and in practice it is found impossible really to adjust 
them so as to focus both on the same point ; hence this form 
fails to give the sharp definition now demanded in good 
radiography. 

It is better on the whole to sacrifice half the energy by using 
such a tube as shown in Fig. 72. Here a and b are the two 



Fig. 72. — Tube for Alternate Current. 


terminals, with cups of aluminium, each of which is alternately 
kathode and anode. The kathode rays of each impinge upon 
the platinum radiating plate R, which reflects one discharge 
out on one side of the tube, and the other on the other, only 
one being used. We lose half the energy, but we insure radiation 
frojn one point only, as in the usual form of focus-tube. 

The radiator R may be connected with another terminal c. 
When thus provided, the same tube m^y be used with r as 
an anode, in the ordinary way, whenever . continuous current 
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is used with the coil; or if a branched positive wire be con- 
nected with both c and either of the other terminals, we then- 
have a tube for such use with a double anode, as described in 
§ 92, and with more or less of the advantages there mentioned. 

Tesla Transformers behave essentially as Induction Coils 
used without condensers and with alternate currents. Their 
variety of proportions invite experiment in regard to the effect of 
different currents ; but- details do not belong to the subject of 
this handbook. At one time they were occasionally used in 
the secondary circuit of an Induction Coil, as a supposed im- 
provement. That idea is now quite abandoned, it being well 
established that the best result is obtained from an ordinary 
coil when it is used alone. 

*** As thes^ final pages go to press particulars reach me, in a paper by 
Messrs. Sayer and Willyoung in the Journal of the Franklin Institute (New 
York), for March, 1897, of an improved contact-breaker, by which it is 
claimed that heating is greatly reduced, and sparking at the contacts almost 
abolished, leading to great increase of power for the same current and coil. 
Briefly, this is accomplished by mounting the swinging hammer apart from 
the also swinging contact-piece, so that it swings a certain distance before 
carrying with it the contact-piece. Thus the latter, not being acted upon 
at what may be called a dead-point, but caught away by the swing of a 
mass in motion, is removed from contact far more rapidly, causing less 
sparking and more inductive effect. There is of course some modification 
in the make” as well as ** break,” which cannot be discussed here. It is 
remarkable that almost simultaneously similar results have been claimed in 
England for a contact-breaker devised by Mr. James King, known as the 
^‘Vril,” “Acme,” and perhaps by other names. This contact-breaker, 
however, employs somewhat different means. 
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